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Chapter | 1 

Introduction 

Introduction of Vector Gait and Safety System™ 

The Vector Elite is a body weight support system designed to accelerate physical rehabilitation of 

patients with severe gait or balance impairment. The system provides dynamic body weight support 

and trolley tracking, enabling the patient to practice gait and balance training with less than a full 

body weight. When using the Vector Elite System a computer controlled motor keeps the trolley at a 

desired location relative to the patient, and a separate computer controlled motor ensures that the rope 

tension is kept at a desired value. The patient may walk along a predetermined path or on a treadmill. 

The system receives control signals through an encrypted WiFi signal from a PC or remote control. 
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Figure 1-1: Vector Elite Trolley 

Device Description: 

The Vector Elite System consists of a mechanical track, power rail, power station, motorized trolley 

with rope, spreader bar, PC computer with proprietary software and an optional remote control. 

Mechanical Track and Power Rail 

The mechanical track is mounted overhead, typically attached to a support beam, floor or truss, and 

the trolley runs along the track. The mechanical track defines the horizontal aspect of the walking path 

of the patient. The track includes straight and curved portions that form a closed loop track. 

The power rail is also mounted overhead, and runs parallel to the mechanical track. The power rail 

delivers electricity to the Elite trolley. 

Chapter 1 - Introduction
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Launching the Vector Gait and Safety Software 

1. To launch the Vector Elite Software click on the icon labeled “Vector Gait and Safety System” 

located on the computer screen. 

2. The Login screen will appear, enter in your username and password. Click on the green arrow 

to login and proceed to the Main Menu. See Figure 4-2. 

Note: Login username will be set up when the administrator creates new user accounts. 

vecbor 
Lag In 

a v P = 

Username in 

sword 

  

Figure 4-2: Login Screen 

3. After logging into the software the Main Menu screen will appear. See Figure 4-3. There are 

four menu options to choose from on the Main Menu screen: 

* Patient Training menu — This option is to access the patient database, create a new patient 

account and start a training session. 

¢ Manual Control menu — This option allows the clinician to control the Vector Elite Trolley 

manually without needing to select a patient account. 

* Summaries menu — This option allows the clinician to view a patient’s training history data. 

* Reference Library menu- This is the location of training videos of examples of patients using 

the product and of the Vector Elite Clinician’s Guide. 

Note: Log-out arrow is used to return to the login screen. Use after a session has ended. 

Note: You can always quit the Vector Elite software any time by simply clicking on the ‘X’ mark in the 

upper right hand side of the screen. 

8 Clinician's Guide
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ual Manufacturer: 

Bioness Inc 

25103 Rye Canyon Loop 
Valencia, CA 91355 USA 

Telephone: 800.211.9136 or 661.362.4850 

Email: info@bioness.com 
Website: www.bioness.com 

  

EC | REP 
        

European Authorized Representative: 

NESS Europe B.V. 

Stationsweg 41 

3331 LR Zwijndrecht, The Netherlands 

Telephone: +31.78.625.6088 

Email: international@nl.bioness.com 

Website: www.bioness.com 

Vector Gait and Safety System™, Bioness, the Bioness Logo®, and LiveOn® are registered trademarks of Bioness Inc. in 

the United States or other countries | www.bioness.com 

©2013 Bioness Inc. 

All Rights Reserved 

No part of this publication may be reproduced, transmitted, transcribed, stored in a retrieval system, or translated into any language or 

any computer language, in any form or by any third party, without the prior written permission of Bioness Inc. 

Disclaimer 

Bioness Inc and its affiliates shall not be liable for any injury or damage suffered by any person, either directly or indirectly, as a result 

of the unauthorized use or repair of Bioness Inc products. Bioness Inc and its affiliates do not accept any responsibility for any damage 
caused to its products, either directly or indirectly, as a result of use and/or repair by unauthorized personnel. 

612-00624-001 Rev. B 
09/2013
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