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(57) ABSTRACT 

A valve prosthesis device is disclosed Suitable for implan 
tation in body ducts. The device comprises Support Stent, 
comprised of a deployable construction adapted to be ini 
tially crimped in a narrow configuration Suitable for cath 
eterization through the body duct to a target location and 
adapted to be deployed by exerting Substantially radial 
forces from within by means of a deployment device to a 
deployed State in the target location, the Support Stent 
provided with a plurality of longitudinally rigid Support 
beams of fixed length; Valve assembly comprising a flexible 
conduit having an inlet end and an outlet, made of pliant 
material attached to the Support beams providing collapsible 
slack portions of the conduit at the outlet. When flow is 
allowed to pass through the valve prosthesis device from the 
inlet to the outlet the valve assembly is kept in an open 
position, whereas a reverse flow is prevented as the collaps 
ible Slack portions of the valve assembly collapse inwardly 
providing blockage to the reverse flow. 
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IMPLANTABLE PROSTHETIC VALVE 

FIELD OF THE INVENTION 

0001. The present invention relates to implantable 
devices. More particularly, it relates to a valve prosthesis for 
cardiac implantation or for implantation in other body ducts. 

BACKGROUND OF THE INVENTION 

0002 There are several known prosthesis valves that 
have been previously described. U.S. Pat. No. 5,411,552 
(Andersen et al.), entitled VALVE PROSTHESIS FOR 
IMPLANTATION IN THE BODY AND CATHETER FOR 
IMPLANTING SUCH VALVE PROSTHESIS, discloses a 
Valve prosthesis comprising a Stent made from an expand 
able cylinder-shaped thread Structure comprising Several 
Spaced apices. The elastically collapsible valve is mounted 
on the Stent with the commissural points of the valve Secured 
to the projecting apices, which prevents the valve from 
turning inside out. Deployment of the valve can be achieved 
by using an inflatable balloon which in its deflated state is 
used to carry about it the valve Structure to its position and, 
when inflated, deploys the Stent in position to its final size. 
See, also, U.S. Pat. No. 6,168,614 (Andersen et al.) entitled 
VALVE PROSTHESIS FOR IMPLANTATION IN THE 
BODY and U.S. Pat. No. 5,840,081 (Andersen et al.), titled 
SYSTEMAND METHOD FORIMPLANTING CARDIAC 
VALVES. 

0003) In PCT/EP97/07337 (Letac, Cribier et al.), pub 
lished as WO 98/29057, entitled VALVE PROSTHESIS 
FOR IMPLANTATION IN BODY CHANNELS, there is 
disclosed a valve prosthesis comprising a collapsible valve 
Structure and an expandable frame on which the valve 
Structure is mounted. The valve Structure is composed of a 
valvular tissue compatible with the human body and blood, 
the valvular tissue being Sufficiently Supple and resistant to 
allow the valve structure to be deformed from a closed State 
to an opened State. The valvular tissue forms a continuous 
Surface and is provided with guiding means formed or 
incorporated within, the guiding means creating Stiffened 
Zones which induce the valve Structure to follow a patterned 
movement in its expansion to its opened State and in its 
turning back to its closed State. The valve Structure can be 
extended to an internal cover which is fastened to the lower 
part of the valve structure to prevent regurgitation. 
0004. There are several known methods currently used 
for replacing aortic valves and Several types of artificial 
prosthetic devices. Mechanical valves are commonly used in 
Several different designs (single and double flap) manufac 
tured by well-known companies Such as St. Jude, Medtronic, 
Sulzer, and others. Some of the main disadvantages of these 
devices are: a need for permanent treatment of anticoagul 
lants, noisy operation, and a need for a large-scale operation 
to implant. 
0005 There is a wide range of biologically based valves 
made of natural valves or composed of biological materials 
Such as pericardial tissue. These too are made and marketed 
by well-known companies Such as Edwards LifeSciences, 
Medtronic, Sulzer, Sorin, and others. 
0006 Polymer valves are new and are not yet in use, but 
Several companies are in the process of developing Such 
products. A new type of prosthesis is being considered, 
based on artificial polymer materials Such as polyurethane. 
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0007. The present invention introduces several novel 
Structural designs for implantable valves. An aspect of the 
present invention deals with the possibility of implanting the 
Valve percutaneously, i.e., inserting the valve assembly on a 
delivery device Similar to a catheter, then implanting the 
Valve at the desired location via a large blood vessel Such as 
the femoral artery, in a procedure Similar to other known 
interventional cardiovascular procedures. The percutaneous 
deployment procedure and device has an impact on the 
product design in Several parameters, Some of which are 
explained hereinafter. 
0008. The percutaneous implantation of medical devices, 
and particularly prosthetic valves, is a preferred Surgical 
procedure for it involves making a very Small perforation in 
the patient's skin (usually in the groin or armpit area) under 
local anesthetic Sedation, as opposed to a large chest Surgery 
incision, which requires general anesthesia, opening a large 
portion of the chest, and cardiopulmonary bypass. This 
percutaneous procedure is therefore considered Safer. 
0009. The present invention provides a series of new 
concepts in the field of aortic valves and other human valves. 

SUMMARY OF THE INVENTION 

0010. It is therefore thus provided, in accordance with a 
preferred embodiment of the present invention, a valve 
prosthesis device Suitable for implantation in body ducts, the 
device comprising: 

0011 a Support Stent, comprised of a deployable 
construction adapted to be initially crimped in a 
narrow configuration Suitable for catheterization 
through the body duct to a target location and 
adapted to be deployed by exerting Substantially 
radial forces from within by means of a deployment 
device to a deployed State in the target location, the 
Support Stent provided with a plurality of longitudi 
nally rigid Support beams of fixed length; and 

0012 a valve assembly comprising a flexible con 
duit having an inlet end and an outlet, made of pliant 
material attached to the Support beams providing 
collapsible Slack portions of the conduit at the outlet, 

0013 whereby when flow is allowed to pass through 
the valve prosthesis device from the inlet to the 
outlet the valve assembly is kept in an open position, 
whereas a reverse flow is prevented as the collapsible 
Slack portions of the valve assembly collapse 
inwardly providing blockage to the reverse flow. 

0014 Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support Stent 
comprises an annular frame. 
0015. Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly 
has a tricuspid configuration. 

0016 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly is 
made from biocompatible material. 

0017 Furthermore, in accordance with another preferred 
embodiment of the present invention, the valve assembly is 
made from pericardial tissue, or other biological tissue. 
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0.018 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly is 
made from biocompatible polymers. 

0.019 Furthermore, in accordance with another preferred 
embodiment of the present invention, the valve assembly is 
made from materials Selected from the group consisting of 
polyurethane and polyethylene terphthalane. 

0020) Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly 
comprises a main body made from polyethylene ter 
phthalane and leaflets made from polyurethane. 

0021 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said Support Stent is 
made from nickel titanium. 

0022. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support beams are 
Substantially equidistant and Substantially parallel So as to 
provide anchorage for the valve assembly. 

0023. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support beams are 
provided with bores So as to allow Stitching or tying of the 
valve assembly to the beams. 
0024. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support beams are 
chemically adhered to the Support Stent. 
0.025 Furthermore, in accordance with another preferred 
embodiment of the present invention, said valve assembly is 
riveted to the Support beams. 
0.026 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly is 
Stitched to the Support beams. 
0027) Furthermore, in accordance with another preferred 
embodiment of the present invention, Said beams are manu 
factured by injection using a mold, or by machining. 

0028. Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly is 
rolled over the Support Stent at the inlet. 
0029 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve device is 
manufactured using forging or dipping techniques. 

0030) Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly 
leaflets are longer than needed to exactly close the outlet, 
thus when they are in the collapsed State Substantial portions 
of the leaflets fall on each other creating better Sealing. 
0.031 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said valve assembly is 
made from coils of a polymer, coated by a coating layer of 
Same polymer. 

0032. Furthermore, in accordance with another preferred 
embodiment of the present invention, Said polymer is poly 
urethane. 

0033. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support Stent is 
provided with heavy metal markers So as to enable tracking 
and determining the valve device position and orientation. 
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0034) Furthermore, in accordance with another preferred 
embodiment of the present invention, the heavy metal mark 
erS are Selected from gold, platinum, iridium, or tantalum. 
0035) Furthermore, in accordance with another preferred 
embodiment of the present invention, the valve assembly 
leaflets are provided with radio-opaque material at the outlet, 
So as to help tracking the valve device operation in Vivo. 

0036 Furthermore, in accordance with another preferred 
embodiment of the present invention, Said radio-opaque 
material comprises gold thread. 

0037. Furthermore, in accordance with another preferred 
embodiment of the present invention, the diameter of Said 
Support Stent, when fully deployed is in the range of from 
about 19 to about 25 mm. 

0038 Furthermore, in accordance with another preferred 
embodiment of the present invention, the diameter of Said 
Support Stent may be expanded from about 4 to about 25 

. 

0039. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support beams are 
provided with bores and wherein the valve assembly is 
attached to the Support beams by means of U-shaped rigid 
members that are fastened to the valve assembly and that are 
provided with extruding portions that fit into matching bores 
on the Support beams. 

0040. Furthermore, in accordance with another preferred 
embodiment of the present invention, the Support beams 
comprise rigid Support beams in the form of frame construc 
tion, and the valve assembly pliant material is inserted 
through a gap in the frame and a fastening rod is inserted 
through a pocket formed between the pliant material and the 
frame and holds the valve in position. 
0041 Furthermore, in accordance with another preferred 
embodiment of the present invention, the main body of the 
valve assembly is made from coiled wire coated with 
coating material. 

0042. Furthermore, in accordance with another preferred 
embodiment of the present invention, the coiled wire and the 
coating material is made from polyurethane. 

0043. Furthermore, in accordance with another preferred 
embodiment of the present invention, a Strengthening wire is 
interlaced in the valve assembly at the outlet of the conduit 
so as to define a fault line about which the collapsible slack 
portion of the valve assembly may flap. 

0044) Furthermore, in accordance with another preferred 
embodiment of the present invention, the Strengthening wire 
is made from nickel titanium alloy. 
0045. Furthermore, in accordance with another preferred 
embodiment of the present invention, there is provided a 
valve prosthesis device suitable for implantation in body 
ducts, the device comprising a main conduit body having an 
inlet and an outlet and pliant leaflets attached at the outlet So 
that when a flow passes through the conduit from the inlet 
to the outlet the leaflets are in an open position allowing the 
flow to exit the outlet, and when the flow is reversed the 
leaflets collapse So as to block the outlet, wherein the main 
body is made from polyethylene terphtalate and collapsible 
leaflets are made form polyurethane. 
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0046. Furthermore, in accordance with another preferred 
embodiment of the present invention, Support beams made 
from polyurethane are provided on the main body and 
wherein the leaflets are attached to the main body at the 
Support beams. 
0047. Furthermore, in accordance with another preferred 
embodiment of the present invention, Said Support beams are 
chemically adhered to the main body. 
0.048. Furthermore, in accordance with another preferred 
embodiment of the present invention, there is provided a 
valve prosthesis device suitable for implantation in body 
ducts, the device comprising: 

0049 a support stent, comprised of a deployable 
construction adapted to be initially crimped in a 
narrow configuration Suitable for catheterization 
through the body duct to a target location and 
adapted to be deployed by exerting Substantially 
radial forces from within by means of a deployment 
device to a deployed State in the target location, the 
Support Stent provided with a plurality of longitudi 
nally rigid Support beams of fixed length; 

0050 a valve assembly comprising a flexible con 
duit having an inlet end and an outlet, made of pliant 
material attached to the Support beams providing 
collapsible Slack portions of the conduit at the outlet; 
and 

0051 substantially equidistant rigid support beams 
interlaced or attached to the slack portion of the 
Valve assembly material, arranged longitudinally. 

0.052 Furthermore, in accordance with another preferred 
embodiment of the present invention, there is provided a 
crimping device for crimping the valve device described 
above or in claim 1, the crimping device comprising a 
plurality of adjustable plates that resemble a typical SLR 
(Single Lens Reflex) camera variable restrictor, each pro 
Vided with a blade, that are equally dispersed in a radial 
Symmetry but each plate moves along a line passing off an 
opening in the center, all plates equidistant from that center 
opening. 

0053. Furthermore, in accordance with another preferred 
embodiment of the present invention, the multiple plates are 
adapted to move Simultaneously by means of a lever and 
transmission. 

0.054 Furthermore, in accordance with another preferred 
embodiment of the present invention, there is provided a 
method for deploying an implantable prosthesis valve device 
at the natural aortic valve position at the entrance to the left 
Ventricle of a myocardium of a patient, the method com 
prising the Steps of 

0055 (a) providing a balloon catheter having a 
proximal end and a distal end, having a first and 
Second independently inflatable portions, the first 
inflatable portion located at the distal end of the 
catheter and the Second inflatable portion adjacently 
behind the first inflatable portion; 

0056 (b) providing a guiding tool for guiding the 
balloon catheter in the vasculature of the patient; 

0057 (c) providing a deployable implantable valve 
prosthesis device adapted to be mounted on the 
second inflatable portion of the balloon catheter; 
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0.058 (d) guiding the balloon catheter through the 
patient's aorta using the guiding tool, the valve 
device mounted over the second inflatable portion of 
the balloon catheter until the first inflatable portion 
of the balloon catheter is inserted into the left ven 
tricle, whereas the Second inflatable portion of the 
balloon catheter is positioned at the natural aortic 
Valve position; 

0059 (e) inflating the first inflatable portion of the 
balloon catheter so as to substantially block blood 
flow through the natural aortic valve and anchor the 
distal end of the balloon catheter in position; 

0060 (f) inflating the second inflatable portion of 
the balloon catheter So as to deploy the implantable 
prosthesis valve device in position at the natural 
aortic valve position; 

0061 (g) deflating the first and second inflatable 
portions of the balloon catheter; and 

0062 (h) retracting the balloon catheter and remov 
ing it from the patient's body. 

0063. Furthermore, in accordance with another preferred 
embodiment of the present invention, the guiding tool com 
prises a guide wire. 
0064. Finally, in accordance with another preferred 
embodiment of the present invention, there is provided a 
method for deploying an implantable prosthesis valve device 
at the natural aortic valve position at the entrance to the left 
Ventricle of a myocardium of a patient, the method com 
prising the Steps of 

0065 (a) providing a balloon catheter having a 
proximal end and a distal end, having a first and 
Second independently inflatable portions, the first 
inflatable portion located at the distal end of the 
catheter and the Second inflatable portion adjacently 
behind the first inflatable portion; 

0066 (b) providing a guiding tool for guiding the 
balloon catheter in the vasculature of the patient; 

0067 (c) providing a deployable implantable valve 
prosthesis device adapted to be mounted on the first 
inflatable portion of the balloon catheter, and a 
deployable annular Stent device adapted to be 
mounted over the second inflatable portion of the 
balloon catheter, the deployable implantable valve 
prosthesis device and the deployable annular Stent 
kept at a predetermined distant apart; 

0068 (d) guiding the balloon catheter through the 
patient's aorta using the guiding tool, the valve 
device mounted over the first inflatable portion of the 
balloon catheter and the deployable annular Stent 
mounted over the second inflatable portion of the 
balloon catheter, until the first inflatable portion of 
the balloon catheter is positioned at the natural aortic 
Valve position; 

0069 (e) inflating the second inflatable portion of 
the balloon catheter so that the deployable stent 
device is deployed within the aorta thus anchoring 
the deployable annular Stent and the coupled valve 
device in position; 
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0070 (f) inflating the first inflatable portion of the 
balloon catheter So as to deploy the implantable 
prosthesis valve device in position at the natural 
aortic valve position; 

0071 (g) deflating the first and second inflatable 
portions of the balloon catheter; and 

0072 (h) retracting the balloon catheter and remov 
ing it from the patient's body. 

BRIEF DESCRIPTION OF THE FIGURES 

0.073 To better understand the present invention and 
appreciate its practical applications, the following Figures 
are provided and referenced hereafter. It should be noted that 
the Figures are given as examples only and in no way limit 
the Scope of the invention as defined in the appended claims. 
0.074 FIG. 1 illustrates an implantable prosthetic tricus 
pid valve in accordance with a preferred embodiment of the 
present invention, Suitable for percutaneous deployment 
using a Stent or Similar deploying means, in its deployed 
inflated position; 
0075 FIG. 2 depicts an implantable valve according to 
the present invention mounted over a deploying Stent with 
an inflatable balloon; 
0.076 FIG. 3 illustrates an implantable valve according 
to the present invention mounted over a Stent with an 
inflatable balloon, in a crimped position; 
0.077 FIG. 4 depicts implantable valve deployment in a 
natural aortic valve position in accordance with the present 
invention; 
0078 FIG. 5 demonstrates manufacturing a polyurethane 
implantable valve in a dipping technique according with the 
present invention; 
007.9 FIGS. 6a to 6e illustrate manufacturing of an 
implantable valve by forging according to the present inven 
tion; 

0080 FIGS. 7a and 7b demonstrate composite valve, 
which has polyurethane (PU) leaflets and Polyethylene 
terphthalate (PET) tubular-crown shaped construction, 
according to the present invention; 
0081 FIGS. 8a and 8b depict a manufacture process of 
a composite valve made of flexible PU leaflets, rigid PU 
construction for mounting and a PET tubular end; 
0082 FIGS. 9 to 9i demonstrate different methods of 
attachment between the valve and Stent according to the 
present invention; 
0.083 FIG. 10 illustrates a dipping mandrel with an extra 
portion, which improves the Sealing ability of the valve, 
according to the present invention; 

0084 FIGS. 11a to 11c illustrate a valve mounted on a 
Stent with an extra Support, which improves the force 
distribution on the valve material and facilitates prolonged 
durability of the valve, according to the present invention; 
0085 FIGS.12a to 12c depict a valve with rigid supports 
according to the present invention, located Substantially in 
the center of its leaflets. This design allows the valve leafs 
to perform without outer Support; 
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0.086 FIGS. 13a to 13c illustrate the manufacturing of a 
reinforced PU tube composed of strong fiber from PU, PET 
or other and a Softer PU coating, for Serving as the Support 
ing structure; 
0087 FIGS. 14a to 14c demonstrate incorporation of 
heavy metal markers on the Stent, according to the present 
invention. These markers allow orientation control while 
positioning the device at the required location; 
0088 FIGS. 15a to 15c demonstrate a valve with radio 
opaque coating, according to the present invention, which 
allows imaging of the valve motion under angiogram; 
0089 FIGS. 16a to 16c illustrate a procedure, which 
helps in accurate positioning the valve device with respect to 
the longitudinal orientation; 
0090 FIGS. 17a and 17b describe a valve device accord 
ing to the present invention, comprising one valve assembly 
mounted on a stent and an additional portion with a stent 
only. This allows placing the device in a way that coronaries 
are not blocked, longitudinal positioning thus becomes leSS 
Sensitive and the extra Stent decreases the risk of device 
migration within the vasculature; 
0091 FIGS. 18a and 18b demonstrate a crimping device 
according to the present invention, which can crimp a valve 
device in the operating theater as part of the implantation 
procedure; 

0092 FIGS. 19a to 19c depict a crimping machine 
according to the present invention, Similar to the one 
described in FIG. 18 with a different mechanical method; 
0093 FIGS. 20a and 20b demonstrate a valve according 
to the present invention, made of a tube mounted on a Stent. 
During Systole the tube is fully open and during diastole the 
tube collapses according to the mounting geometry provid 
ing tight Sealing, 

0094 FIG. 21 depicts a stent structure according to the 
present invention, with built-in mounting portions of con 
Stant length, which allow valve mounting, 
0.095 FIG. 22 depicts yet another preferred embodiment 
a valve assembly in accordance with the present invention, 
having dilated Supports, and 
0096 FIGS. 23a to 23e depict stages in a method of 
manufacturing an implantable prosthetic valve in accor 
dance with another preferred embodiment of the present 
invention. 

DETAILED DESCRIPTION OF THE 
INVENTION 

0097. A main aspect of the present invention is the 
introduction of Several novel designs for an implantable 
prosthesis valve. Another aspect of the present invention is 
the disclosure of Several manufacture methods for the manu 
facturing of implantable prosthesis valves in accordance 
with the present invention. A further aspect of the present 
invention is the provision of novel deployment and posi 
tioning techniques Suitable for the valve of the present 
invention. 

0098 Basically the implantable prosthetic valve of the 
present invention comprises a leafed-valve assembly, pref 
erably tricuspid but not limited to tricuspid valves only, 
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consisting of a conduit having an inlet end and an outlet, 
made of pliant material arranged So as to present collapsible 
walls at the outlet. The valve assembly is mounted on a 
Support Structure Such as a Stent adapted to be positioned at 
a target location within the body duct and deploy the valve 
assembly by the use of deploying means, Such as a balloon 
catheter or similar devices. In embodiments Suitable for safe 
and convenient percutaneous positioning and deployment 
the annular frame is able to be posed in two positions, a 
crimped position where the conduit passage cross-section 
presented is Small So as to permit advancing the device 
towards its target location, and a deployed position where 
the frame is radial extended by forces exerted from within 
(by deploying means) So as to provide Support against the 
body duct wall, Secure the valve in position and open itself 
So as to allow flow through the conduit. 
0099. The valve assembly can be made from biological 
matter, Such as a natural tissue, pericardial tissue or other 
biological tissue. Alternatively, the valve assembly may be 
made form biocompatible polymerS or Similar materials. 
Homograph biological valves need occasional replacement 
(usually within 5 to 14 years) and this is a consideration the 
Surgeon must take into account, when Selecting the proper 
Valve implant according to the patient type. Metal mechani 
cal valves, which have better durability qualities, carry the 
asSociated risk of long-term anticoagulation treatment. 
0100. The frame can be made from shape memory alloys 
Such as nickel titanium (nickel titanium shape memory 
alloys, or NiTi, as marketed, for example, under the brand 
name Nitinol), or other biocompatible metals. The percuta 
neously implantable embodiment of the implantable valve of 
the present invention has to be Suitable for crimping into a 
narrow configuration for positioning and expandable to a 
wider, deployed configuration So as to anchor in position in 
the desired target location. 
0101 The Support stent is preferably annular, but may be 
provided in other shapes too, depending on the cross-section 
shape of the desired target location passage. 
0102) Manufacturing of the implantable prosthetic valve 
of the present invention can be done in various methods, for 
example, by dipping, injection, electroSpinning, rotation, 
ironing, or pressing. 

0103) The attachment of the valve assembly to the Sup 
port Stent can be accomplished in Several ways, Such as by 
Sewing it to Several anchoring points on the Support Stent, or 
riveting it, pinning it, or adhering it, to provide a valve 
assembly that is cast or molded over the Support Stent, or use 
any other Suitable way of attachment. 
0.104) To prevent leakage from the inlet it is optionally 
possible to roll up Some slack wall of the inlet over the edge 
of the frame So as to present rolled-up sleeve-like portion at 
the inlet. 

0105. Furthermore, floating supports may be added to 
enhance the stability of the device and prevent it from 
turning inside out. 
0106 An important aspect of certain embodiments of the 
present invention is the provision of rigid Support beams 
incorporated with the Support Stent that retains its longitu 
dinal dimension while the entire Support Stent may be 
longitudinally or laterally extended. 
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0107 The aforementioned embodiments as well as other 
embodiments, manufacturing methods, different designs and 
different types of devices are discussed and explained below 
with reference to the accompanying drawings. Note that the 
drawings are only given for the purpose of understanding the 
present invention and presenting Some preferred embodi 
ments of the present invention, but this does in no way limit 
the Scope of the present invention as defined in the appended 
claims. 

0108) Reference is now made to FIG. 1, which illustrates 
a general tricuspid implantable prosthesis valve 20 in accor 
dance with a preferred embodiment of the present invention, 
Suitable for percutaneous deployment using an expandable 
Stent or similar deploying means, shown in its deployed 
position. Avalve assembly 28 comprises a conduit having an 
inlet 24 and an outlet 26, the outlet walls consisting of 
collapsible pliant material 29 that is arranged to collapse in 
a tricuspid arrangement. The valve assembly 28 is attached 
to an annular Support Stent 22, the one in this figure being a 
net-like frame designed to be adapted to crimp evenly So as 
to present a narrow configuration and be radially deployable 
So as to extend to occupy the passage at the target location 
for implantation in a body duct. Support beams 23 are 
provided on annular Support Stent 22 to provide anchorage 
to valve assembly 28. Support beams 23 are optionally 
provided with bores 25 to allow stitching of valve assembly 
28 to support beams 23 by thread, wires, or other attachment 
CS. 

0109) In the embodiment shown in FIG. 1, a cuff portion 
21 of the valve assembly 28 is wrapped around support stent 
22 at inlet 24 to enhance the stability. Preferably cuff portion 
21 of valve material 28 is attached to support beams 23. 

0110. Note that the entire valve structure is adapted to be 
radially crimped and radially expanded, and this lends to 
provide ease of navigation through narrow passages in the 
vasculature during positioning of the device and adequate 
deployment on the final location. This is made possible by 
the provision of a collapsible Support Stent Structure. How 
ever, the Support beams remain at all times constant at their 
length and thus are Suitable for Serving as the pliable valve 
assembly's anchorage. The valve assembly is attached to the 
Support Stent at the Support beams, and due to their constant 
length there is no need for Slack material as the attachment 
points (25) remain at constant distances regardless of the 
position of the valve device (crimped or deployed). This is 
an important feature for this means that the manufacturer of 
the valve device can make Sure the valve assembly is 
Secured and fastened to the Support Stent at all times. In prior 
art implantable valve devices the entire Support Structure 
changes its dimensions from its initial first crimped position 
and final deployed position, and this means that in the 
attachment of the valve assembly to the Support Structure 
one must take into consideration these dimension changes 
and leave slack material So that upon deployment of the 
device the valve assembly does not tear or deform. In the 
valve device of the present invention there is no relative 
movement between the valve assembly and the Support 
beams (along the longitudinal central axis of the device). AS 
a result, the valve device of the present invention acquires 
greater durability and is capable of withstanding the harsh 
conditions prevailing within the vasculature and especially 
the millions of cycles of StreSS applied by the blood pressure. 
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0111. The fixed attachment of the valve assembly to the 
Support Stent in the valve device of the present invention 
results in greater Stability, enhanced Safety, better Sealing 
and consequently longer lifespan. The novel design of the 
Valve device of the present invention leads to longitudinal 
Strength and rigidity whereas its collapsible Support Struc 
ture results in radial flexibility. 
0112 FIG.2 depicts an implantable valve 30 mounted on 
a deployable stent 32. The valve assembly 34 is attached to 
the deployable Support Stent 32 (dotted lines) along three 
Substantially equidistant and Substantially parallel Support 
beams 40 of constant length, which are part of stent 32. The 
attachment of valve assembly 34 to stent 32 is facilitated by 
the Support beams 40 to which valve assembly 34 is stitched 
with thread or fiber 46 (through bores 42 of Support beams 
40). Outlet leafs 38, which are a slack portion of the valve 
assembly, dangle inwardly, and the whole device is carried 
by an inflatable balloon 48, which serves as the deploying 
device. A portion of the valve assembly 34 at an inlet Zone 
45 is optionally rolled over Support stent 32 at the inlet, 
making up a rolled sleeve, which enhances the Sealing of the 
device at the valve inlet. 

0113 FIG.3 demonstrates an implantable valve mounted 
to a stent 50 with an inflatable balloon 52, in a crimped 
position. The Support stent 50 is initially crimped about the 
balloon 52 So that is presents a narrow cross-section and is 
thus Suitable for percutaneous catheterization and deploy 
ment. 

0114 FIG. 4 depicts an implantable valve deployment in 
a natural aortic valve position. The implantable valve is 
advanced while mounted over the balloon 52 until it reaches 
the desired target location 54 in a body duct, for example, 
aorta 56. The balloon is inflated and the support stent 50 
expands radially to take up its position. 

0115 FIG. 5 demonstrates the manufacture of a polyure 
thane Valve in a dipping technique. A dipping mandrel 60 is 
provided with a tubular portion 62 with surfaces 64 that 
correspond to the collapsible valve leaflets to be manufac 
tured. Mandrel 60 is dipped into a dissolved polyurethane 
bath 66 and is coated with a polyurethane coating in the 
desired form of the valve. Then, after the polyurethane 
coating has hardened Sufficiently, the completed valve is 
removed from mandrel 60. 

0116 FIGS. 6a to 6e illustrate manufacturing an implant 
able valve by forging. A Suitable tubularly shaped material 
74 is placed tightly on a tubular portion 68 of mandrel 67, 
covering the cusp portion 69. Flexible inserts 76 are pressed 
to mandrel 67, forging the tubular material to mandrel shape 
80. A tapered ring 70 holds the flexible inserts in place as the 
whole mold is placed in a hot oven regulated to a desired 
temperature, which is lower than the material's melting 
point. FIG. 6e illustrates a sectional side view of the 
mandrel and a croSS cut portion of the mold. The mold is 
made to press inwardly on the mandrel, which is covered 
with the valve material. As a result the material takes up the 
desired shape. The materials used can vary, for example, 
polyurethane (PU), polyethylene terphthalate (PET), or any 
other Suitable material, which may be formed by heating. 

0117 FIGS. 7a and 7b demonstrate a method of manu 
facturing a composite valve, which has PU leaflets and PET 
tubular construction with a crown shape. PU is an excellent 
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fatigue resistant material but is sensitive to tear. The PU is 
reinforced by the PET crown to allow safe attachment to a 
Stent by means of Stitching, riveting, or any other Suitable 
attachment method. A PET crown 86 is placed on a mandrel 
87, which is then (turned and) dipped in a container of 
dissolved PU. The manufactured device is a valve assembly 
having leaflets 88 composed of pure PU, and thus fatigue 
resistant, and a main body made of PET with protruding 
attachment portions 90 suitable for attachment built in the 
PU. 

0118 FIGS. 8a and 8b demonstrate a method of manu 
facturing a composite valve, which is based on flexible PU 
92 for as the main body of the valve, rigid PUSupport beams 
94 serving for the attachment area, and PET sleeve 96 
portions for the valve inlet. The need for a rigid portion for 
attachment (Support beams 94) is explained by the tendency 
of the flexible, fatigue resistant material to tear as already 
explained. The advantage of the stiff PU support beams is 
that they are chemically adhered to the main body, and this 
improves the overall durability of the valve due to reduction 
of inner forces and friction in the attachment area Specially 
attachment between two different materials. The valve is 
dipped in the method mentioned with reference to FIG. 5, 
and the rigid PU support beam 94 is created by way of mold 
injection, machining or any other Suitable way. The rigid PU 
support beam 94 is placed on the valve and then dipped into 
the container of dissolved PU. This is done while the valve 
is positioned on the mandrel (not shown). This method 
provides the ability to composite Several materials into one 
body and, by that, gain the advantage of the various prop 
erties of the materials as they are needed in different areas 
of the prosthesis. 

0119 FIGS. 9 to 9i demonstrate different methods of 
attachment between a valve assembly and the Support Stents. 
A valve assembly 99 shown in FIG. 9 is incorporated into 
valve 100 shown in FIG. 9a, where a support stent 102 is 
attached to valve assembly 99 through support beam 106. A 
detail is shown in FIG. 9b, where, in cross-section, it can be 
seen that layer 108 is an optional inner Support made of 
Stainless Steel or rigid polymeric material, Valve assembly 
99 comprises a PET layer 105 coated with a PU layer 104, 
with the outer support beam 106. Connector 107 is a 
connecting wire made of a strong material, Such as Stainless 
steel. FIG. 9c illustrates an alternative arrangement for 
attachment by a rivet 109, and in FIG. 9d the attachment is 
achieved by a suture 110. 

0120 FIGS. 9e to 9g show an attachment method com 
prising shaped rigid members 116, preferably made from 
metal, which tightly hold the PU valve material 118 by 
fitting in between a PU U-shaped nest 120 and are attached 
to a stent 122 by extruding portions 124 that are provided on 
U-shaped rigid member 116, which fit the bores 126 of the 
support beam 128 of the stent 122. FIGS. 9h and 9i show 
another attachment method, where rigid Support beams in 
the form of frame construction 132 are provided, and the 
valve assembly pliant material 135 made of a tubular 
material is inserted through a gap 137 in the frame. After 
insertion, a fastening rod 133 is inserted through the pocket 
formed between the pliant material and the frame and holds 
the valve in position. 

0121 FIG. 10 illustrates a dipping mandrel 139 with an 
extending portion 141, which improves the Sealing ability of 
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the valve. Since the valve is attached to a collapsible stent 
and is itself collapsible, it is difficult to determine the exact 
shape of the valve after crimping and deploying. It is of 
major importance that Sealing will be achieved. By adding 
the extension 141 the leaflets are made longer than needed 
to exactly close the outlet, and therefore when they are in the 
collapsed State, Substantial portions of the leaflets fall on 
each other creating better Sealing. 

0122 FIGS. 11a to 11c illustrate a valve assembly 
mounted on a Support Stent 144 with interlaced Strengthen 
ing wire 146, which improves the force distribution on the 
Valve material and facilitates prolonged durability of the 
valve. The Support is in the form of a wire, which has a 
crown shape as the shape of the three cusp valve base 148, 
it also has the ability to be crimped 150 to a small diameter, 
together with the stent, valve and balloon, as shown in FIG. 
11b. The forces applied to the valve edge 148 while working, 
are applied to the attachment points, by making the attach 
ment line longer we reduce the force on each attachment 
point. In this Support method the valve is attached by 
suturing 152 the entire line to the extra Support wire 146. 
This wire can be made of Stainless Steel, nickel titanium 
alloy Such as nitinol, or polymeric material. The Support 
suture renders the valve assembly default fault lines where 
the valve material more readily flexes, thus ensuring proper 
operation of the valve flaps (leaflets). Optionally the valve 
assembly shown in FIGS. 11a to 11c can be mounted on a 
Support Stent Such as the one described herein or similar 
Supporting Structures. The Strengthening wire is interlaced in 
the valve assembly at the outlet of the conduit So as to define 
a fault line about which the collapsible slack portion 154 of 
the valve assembly may flap. 

0123 FIGS. 12a to 12c depict a valve device provided 
with a stent 159 and substantially equidistant rigid support 
beams 160, interlaced or attached to the slack portion of the 
Valve assembly material 161, arranged longitudinally. This 
design allows the valve leaflets to perform without outer 
Support. The Support in Standard Valves is by tying the upper 
edge of the cusp to a rigid embodiment, So that it reacts to 
the load as a Suspension bridge. In this new design the 
prevention of collapsing is achieved Similar to an Indian 
tent, i.e., the rigid Supports lean on each other 162 when the 
valve is closed but do not interfere in opening 164 when the 
Valve is open. 

0124 FIGS. 13a to 13c illustrate the manufacturing of a 
Valve assembly in accordance with another preferred 
embodiment of the present invention. At first a polyurethane 
thread line 170 is fed from a PU supply 172, and coiled 
around a cylindrical drum 174 to form coil 176. Then, drum 
174 with coil 176 is dipped in a PU bath 177, and a second 
layer 178 of the PU coats coil 176, making it a stronger 
construction capable of withstanding tearing forces both 
laterally and in other directions. Incorporating two different 
types of materials-such as PU and PET may render 
greater durability and endurance to the valve assembly. This 
material is an alternative material to be used in the forging 
method shown in FIG. 6. 

0.125 FIGS. 14 to 14c demonstrate the incorporation of 
heavy metal markers on the Stent, which markers allow 
observation and thereby adjustment of orientation while 
placing the device in the required location. Heavy metals are 
radiopaque, that is, they are conspicuous on an angioscopic 
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image, which is a two-dimensional image. Since the coro 
nary arteries ostia 237 and 238 are located near the typical 
Valve deployment location and must stay open, it is 
extremely important to make Sure that the deployed valve 
assembly is not blocking a coronary ostium. In Some cases 
the Stent is lower than the ostium and in those cases it will 
Stay open, but in Some cases as shown in these figures it is 
necessary to make sure that the stent portion 239 that is 
connecting the valve Supports 235 is opposite the coronary 
Ostia, and in that way the blood Supply is preserved through 
the stent struts. Two heavy metal markers 232 are attached 
at the outlet side, one marker 230 at the inlet side. It is 
possible to adjust the angiogScopic view to the plane of the 
left coronary as shown in FIG. 14b and anatomically locate 
the other accordingly. If the two upper markers 232 are 
placed in the radiographic two dimensional image, one on 
top of the other, and the low marker 230 on the opposite side, 
we make Sure that the coronaries are open to blood flow as 
seen in FIG. 14c. Gold, platinum, iridium or tantalum are all 
biocompatible materials suitable for the markers described 
above. 

0126 FIGS. 15a to 15c illustrate a valve with a portion 
of radio-opaque material 267 Such as a thread of gold at the 
Sealing edge. When a valve is implanted, it is very important 
to have clear indications of how the valve is functioning in 
Vivo, pressure measurements, flow visualization, and dop 
pler measurements are utilized. It is also possible to examine 
the valve by ultrasound methods, however, observing the 
opening and closing of the valve cusps on a monitor. FIG. 
15b is an angiographic image 268 of the open Valve, while 
image 169 in FIG. 15c is the closed position as seen on the 
angiogram. 

0127 FIGS. 16a to 16c illustrate a procedure, which 
helps in placing the device in the longitudinal position. It is 
very important to place the device in the correct longitudinal 
position, for if it is too deep in the left ventricle it may 
interfere with the mitral valve function by improper closing 
or function of the valve. If it is positioned too high it may 
migrate, it may leak via the Sinus cavities, which are located 
around it, and/or it may block the coronaries. It is a neces 
Sary task to position the valve prosthesis in a narrow target 
location. In FIG. 14 a method of lateral orientation place 
ment is shown, and FIGS. 16a to 16c illustrate a longitu 
dinal positioning. The valve device (the valve assembly and 
the Support Stent) is placed on an inflatable balloon catheter, 
comprising double independently inflatable chambers 303, 
305, and is inserted into the left ventricle 302 in the crimped 
position and guided over a guiding Stylet or guide wire 300. 
The balloon, which is larger than the annulus diameter when 
inflated, is inflated in the left ventricle 302, and then the 
whole device is pulled slightly backwards. The balloon is 
supported on the inner part of the annulus 303, allowing 
positioning of the device in the exact desired position. In 
addition, it temporarily blocks the blood flow, and that 
improves the ability to hold the device in place while 
inflating it. The next step is inflating the second balloon 305, 
which deploys the valve device in the desired location. 
0128. The method for deploying an implantable prosthe 
sis valve device at the natural aortic valve position at the 
entrance to the left ventricle of a myocardium of a patient, 
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as depicted in FIGS. 16a, 16b and 16c, comprises the steps 
of: 

0129 (a) providing a balloon catheter having a 
proximal end and a distal end, having a first and 
Second independently inflatable portions, the first 
inflatable portion located at the distal end of the 
catheter and the Second inflatable portion adjacently 
behind the first inflatable portion; 

0130 (b) providing a guiding tool for guiding the 
balloon catheter in the vasculature of the patient; 

0131 (c) providing a deplovable implantable valve p 9. ploy p 
prosthesis device adapted to be mounted on the 
second inflatable portion of the balloon catheter 

0132 (d) guiding the balloon catheter through the 
patient's aorta using the guiding tool, the valve 
device mounted over the second inflatable portion of 
the balloon catheter until the first inflatable portion 
of the balloon catheter is inserted into the left ven 
tricle, whereas the Second inflatable portion of the 
balloon catheter is positioned at the natural aortic 
Valve position; 

0133 (e) inflating the first inflatable portion of the 
balloon catheter so as to substantially block blood 
flow through the natural aortic valve and anchor the 
distal end of the balloon catheter in position; 

0134 (f) inflating the second inflatable portion of 
the balloon catheter So as to deploy the implantable 
prosthesis valve device in position at the natural 
aortic valve position; 

elating the first and Second Inflatable 0135 (g) deflating the fi d d inflatabl 
portions of the balloon catheter; and 

0136 (h) retracting the balloon catheter and remov 
ing it from the patient's body. 

0.137 FIG. 17 describes a positioning of a valve device 
310 using an additional deployable stent 320. There are 
Several problems that may be encountered while deploying 
the Stent and valve in the aortic valve location: blockage of 
coronaries may occur that is dangerous if the diameter of the 
stent is similar to that of the coronaries aortic root 309. 
Secondly, migration of the whole device may also occur, 
which is a dangerous possibility, and there is the problematic 
challenge of exact positioning of the valve device that is 
very difficult to accomplish, as already explained. The newly 
Special designed device with a double diameter inflatable 
balloon and double Stent design allows placement of the 
device in a way that coronaries will not be blocked because 
of a Safe difference that is kept between the diameters, 
longitudinal placing is leSS Sensitive because of the Small 
diameter which ensures prevents over expansion of the 
valved prosthesis. The distal stent 320, which contains no 
Valve, is expanded into the ascending aorta, while the 
proximal Stent 310 is placed simultaneously in the annular 
position. This placement method is leSS challenging due to 
the smaller diameter of the proximal stent 310 which ensures 
that the mitral valve is Safe too dimensions are preserved, 
and the additional Stent decreases the risk of device migra 
tion. It is Safer to over dilate in the aorta, which is not true 
for the annulus. 

0.138. The method for deploying an implantable prosthe 
sis valve device at the natural aortic valve position at the 
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entrance to the left ventricle of a myocardium of a patient, 
as depicted in FIGS. 17a and 17b, comprises the steps of: 

0139 (a) providing a balloon catheter having a 
proximal end and a distal end, having a first and 
Second independently inflatable portions, the first 
inflatable portion located at the distal end of the 
catheter and the Second inflatable portion adjacently 
behind the first inflatable portion; 

0140 (b) providing a guiding tool for guiding the 
balloon catheter in the vasculature of the patient; 

0141 (c) providing a deployable implantable valve 
prosthesis device adapted to be mounted on the first 
inflatable portion of the balloon catheter, and a 
deployable annular Stent device adapted to be 
mounted over the second inflatable portion of the 
balloon catheter, the deployable implantable valve 
prosthesis device and the deployable annular Stent 
kept at a predetermined distant apart; 

0142 (d) guiding the balloon catheter through the 
patient's aorta using the guiding tool, the valve 
device mounted over the first inflatable portion of the 
balloon catheter and the deployable annular Stent 
mounted over the second inflatable portion of the 
balloon catheter, until the first inflatable portion of 
the balloon catheter is positioned at the natural aortic 
Valve position; 

0143 (e) inflating the second inflatable portion of 
the balloon catheter so that the deployable stent 
device is deployed within the aorta thus anchoring 
the deployable annular Stent and the coupled valve 
device in position; 

0144) (f) inflating the first inflatable portion of the 
balloon catheter So as to deploy the implantable 
prosthesis valve device in position at the natural 
aortic valve position; 

elating the first and Second Inflatable 0145 (g) deflating the fi d d inflatabl 
portions of the balloon catheter; and 

0146 (h) retracting the balloon catheter and remov 
ing it from the patient's body. 

0147 FIGS. 118a and 18b illustrate an accessory crimp 
ing device that is adapted to crimp a valve device in the 
operating theater as part of the implantation procedure. The 
crimping device 330 comprises Several adjustable plates that 
resemble a typical SLR camera variable restrictor. It is 
comprised of Simultaneously movable plates 332 each pro 
vided with a blade 334, that are equally dispersed in a radial 
Symmetry but each plate moves along a line passing off an 
opening in the center, all plates equidistant from that center 
opening 336. Initially (see FIG. 18a) the plates are drawn 
apart providing a large enough opening for the implantable 
valve to be positioned within that opening. When the plates 
are drawn towards the center (see FIG. 18b), the opening 
336 reduces in size but Still retains the annular shape, and 
this facilitates the crimping of the valve frame to a Small 
dimension Suitable for percutaneous positioning. 
0.148 FIG. 19a depicts a crimping method for the Sup 
port Stent of the valve prosthesis device of the present 
invention, whereby stent 340 is curled. In FIG. 19b a 
crimping device 343 is shown, comprising a body having an 
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annular void in which an expanded Stent is positioned. Lever 
346 is connected to the end 347 of the stent and as the lever 
is pulled the stent is curled about axle 345 into a curled 
position 349 (FIG. 19c). 
0149 FIGS.20a and 20b depict a valve made of a simple 
tube mounted to a stent 352. During systole period the tube 
is fully open and during diastole period the tube collapses 
according to the mounting geometry 357 and achieves 
Sealing. 
0150 FIG. 21 describes a newly designed support stent 
360 in its open position. Three of the longitudinal struts 362 
are full and thick and always stay with their original constant 
size, Serving as anchoring Support. Each of these Struts 362 
is provided with a plurality of bores 364, which are later 
used for mounting the valve assembly (not shown) and tying 
it to stent 360. Between struts 362 a web-like construction 
is provided, which is capable of being crimped to a narrow 
State and capable of being deployed again to a wider State. 
0151 FIG. 22 illustrates another preferred embodiment 
of an implantable prosthetic valve according to the present 
invention. It comprises a metal tube 370, having three 
portions with a thicker wall 371 than in the rest of the tube 
370, these areas form the longitudinal columns 372 in the 
construction, after the tube is cut to its final form. The 
advantage of Such a construction is in its Superior bending 
Strength, in Specific required portions of the construction, 
with minimal interference to the crimped volume of the 
whole construction. 

0152 FIGS. 23a to 23c depict a new method of manu 
facturing an artificial or biological crimpable valve device. 
A piece of fabric material 370 (FIG. 23a), is dipped in PU 
to create a portion which is later formed into Valve leaflets 
371 (FIG. 23b). This composite material 371 is then 
attached to an additional piece of fabric Such as PET 372 by 
means of Stitching, Suturing or other attaching technique 373 
(FIG. 23c). The resulting fabric 375 is cut along stitching 
line 373 leaving enough material to later suture the valve 
assembly to the Support construction. It is then formed to a 
tubular shape and stitched 374 (FIG.23d). The tubular valve 
is then attached to a support construction 380 by Suturing the 
bottom part around the valve 379 tightly to prevent leakage, 
and around the cut fabric line 376 (FIG.23e). This open wall 
structure 378 allows blood flow to the coronary arteries. The 
Valve is later placed with the coronary artery between the 
support columns 385. Additional variations of this can be 
made by replacing the composite material 371/370 with a 
biological patch Such as a Suitable pericardium patch. In 
Some cases it is possible to make the same valve without 
cutting the fabric 372 with the shaped cut 376, and by that 
create a valve with an outer tubular shape. The embodiment 
of FIGS. 23a to 23c is easy to manufacture as it is generally 
flat throughout most of the production proceSS and only at 
the final Stage of mounting on the Support Stent is it given a 
three-dimensional form. 

0153. A typical size of an aortic prosthesis valve is from 
about 19 to about 25 mm in diameter. A maximal size of a 
catheter inserted into the femoral artery should be no more 
than 8 mm in diameter. The present invention introduces a 
device, which has the ability to change its diameter from 
about 4 mm to about 25 mm. Artificial valves are not new; 
however, artificial valves in accordance with the present 
invention posses the ability to change shape and size for the 
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purpose of delivery and as Such are novel. These newly 
designed valves require new manufacturing methods and 
technical inventions and improvements, Some of which were 
described herein. 

0154 As mentioned earlier, the material of which the 
Valve is made from can be either biological or artificial. In 
any case new technologies are needed to create Such a valve. 
0155 To attach the valve to the body, the blood vessels 
determine the size during delivery, and the requirements for 
it to work efficiently, there is a need to mount it on a 
collapsible construction which can be crimped to a Small 
size, be expanded to a larger size, and be Strong enough to 
act as a Support for the valve function. This construction, 
which is in Somewhat Similar to a large "stent”, can be made 
of different materials such as Nitinol, biocompatible stain 
leSS Steel, polymeric material or a combination of all. 
Special requirement for the Stent are a Subject of Some of the 
embodiments discussed herein. 

0156 The mounting of the valve onto a collapsible stent 
is a new field of problems. New Solutions to this problem are 
described herein. 

O157 Another major aspect of the design of the valve of 
the present invention is the attachment to the body. 
0158. In the traditional procedure the valve is sutured in 
place by a complicated Suturing procedure. In the case of the 
percutaneous procedure there is no direct access to the 
implantation site therefore different attachment techniques 
are needed. 

0159. Another new problem that is dealt herein is the 
delivery procedure, which is new and unique. Positioning of 
the device in the body in an accurate location and orientation 
requires Special marking and measuring methods of the 
device and Surgical Site as was disclosed herein. 
0160 Artificial polymer valves require special treatment 
and Special conditions when kept on a shelf, as well as a 
Special Sterilization procedure. One of the consequences of 
the shelf treatment is the need to crimp the valve during the 
implantation procedure. A Series of devices and inventions 
to allow the crimping procedure are disclosed herein. 
0.161 It should be clear that the description of the 
embodiments and attached Figures Set forth in this specifi 
cation Serves only for a better understanding of the inven 
tion, without limiting its Scope as covered by the following 
claims. 

0162. It should also be clear that a person skilled in the 
art, after reading the present specification could make adjust 
ments or amendments to the attached Figures and above 
described embodiments that would still be covered by the 
following claims. 

1. A valve prosthesis device Suitable for implantation in 
body ducts, the device comprising: 

a Support Stent, comprised of a deployable construction 
adapted to be initially crimped in a narrow configura 
tion Suitable for catheterization through the body duct 
to a target location and adapted to be deployed by 
exerting Substantially radial forces from within by 
means of a deployment device to a deployed State in the 
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target location, the Support Stent provided with a plu 
rality of longitudinally rigid Support beams of fixed 
length; and 

a valve assembly comprising a flexible conduit having an 
inlet end and an outlet, made of pliant material attached 
to the Support beams providing collapsible Slack por 
tions of the conduit at the outlet, 

whereby when flow is allowed to pass through the valve 
prosthesis device from the inlet to the outlet the valve 
assembly is kept in an open position, whereas a reverse 
flow is prevented as the collapsible slackportions of the 
Valve assembly collapse inwardly providing blockage 
to the reverse flow. 

2. The valve device of claim 1, wherein the Support stent 
comprises an annular frame. 

3. The valve device of claim 1, wherein said valve 
assembly has a tricuspid configuration. 

4. The valve device of claim 1, wherein said valve 
assembly is made from biocompatible material. 

5. The valve device of claim 4, wherein the valve assem 
bly is made from pericardial tissue, or other biological 
tissue. 

6. The valve device of claim 1, wherein said valve 
assembly is made from biocompatible polymers. 

7. The valve device of claim 6, wherein the valve assem 
bly is made from materials Selected from polyurethane and 
polyethylene terphthalane. 

8. The valve device of claim 7, wherein said valve 
assembly comprises a main body made from polyethylene 
terphthalane and leaflets made from polyurethane. 

9. The valve device of claim 1, wherein said support stent 
is made from nickel titanium. 

10. The valve device of claim 1, wherein the Support 
beams are Substantially equidistant and Substantially parallel 
So as to provide anchorage for the valve assembly. 

11. The valve device of claim 1, wherein the Support 
beams are provided with bores So as to allow Stitching or 
tying of the valve assembly to the beams. 

12. The valve device of claim 1, wherein the Support 
beams are chemically adhered to the Support Stent. 

13. The valve device of claim 1, wherein said valve 
assembly is riveted to the Support beams. 

14. The valve device of claim 1, wherein said valve 
assembly is Stitched to the Support beams. 

15. The valve device of claim 1, wherein said beams are 
manufactured by injection using a mold, or by machining. 

16. The valve device of claim 1, wherein said valve 
assembly is rolled over the Support Stent at the inlet. 

17. The valve device of claim 1, wherein said valve device 
is manufactured using forging or dipping techniques. 

18. The valve device of claim 1, wherein said valve 
assembly leaflets are longer than needed to exactly close the 
outlet, thus when they are in the collapsed State Substantial 
portions of the leaflets fall on each other creating better 
Sealing. 

19. The valve device of claim 1, wherein said valve 
assembly is made from coiled a polymer, coated by a coating 
layer of Same polymer. 

20. The valve device of claim 19, wherein said polymer 
is polyurethane. 
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21. The valve device of claim 1, wherein the Support stent 
is provided with heavy metal markers So as to enable 
tracking and determining the valve device position and 
orientation. 

22. The valve device of claim 21, wherein the heavy metal 
markers are Selected from gold, platinum, iridium, or tan 
talum. 

23. The valve device of claim 1, wherein the valve 
assembly leaflets are provided with radio-opaque material at 
the outlet, So as to help tracking the valve device operation 
in vivo. 

24. The valve device of claim 23, wherein said radio 
opaque material comprises gold thread. 

25. The valve device of claim 1, wherein the diameter of 
Said Support Stent, when fully deployed is in the range of 
from about 19 to about 25 mm. 

26. The valve device of claim 1, wherein the diameter of 
Said Support Stent may be expanded from about 4 to about 25 

. 

27. The valve device of claim 1, wherein the Support 
beams are provided with bores and wherein the valve 
assembly is attached to the Support beams by means of 
u-shaped rigid members that are fastened to the valve 
assembly and that are provided with extruding portions that 
fit into matching bores on the Support beams. 

28. The valve device of claim 1, wherein the Support 
beams comprise rigid Support beams in the form of frame 
construction, and the valve assembly pliant material is 
inserted through a gap in the frame and a fastening rod is 
inserted through a pocket formed between the pliant material 
and the frame and holds the valve in position. 

29. The valve device of claim 1, wherein the main body 
of the valve assembly is made from coiled wire coated with 
coating material. 

30. The valve device of claim 31, wherein the coiled wire 
and the coating material is made from polyurethane. 

32. The valve device of claim 1, wherein a strengthening 
wire is interlaced in the valve assembly at the outlet of the 
conduit So as to define a fault line about which the collaps 
ible slack portion of the valve assembly may flap. 

33. The valve device of claim 32, wherein the strength 
ening-wire is made from nickel titanium alloy. 

33. A valve prosthesis device suitable for implantation in 
body ducts, the device comprising a main conduit body 
having an inlet and an outlet and pliant leaflets attached at 
the outlet So that when a flow passes through the conduit 
from the inlet to the outlet the leaflets are in an open position 
allowing the flow to exit the outlet, and when the flow is 
reversed the leaflets collapse So as to block the outlet, 
wherein the main body is made from polyethylene terphta 
late and collapsible leaflets are made form polyurethane. 

34. The valve device of claim 33, wherein support beams 
made from polyurethane are provided on the main body and 
wherein the leaflets are attached to the main body at the 
Support beams. 

35. The valve device of claim 33, wherein said support 
beams are chemically adhered to the main body. 

36. A valve prosthesis device suitable for implantation in 
body ducts, the device comprising: 

Support Stent, comprised of a deployable construction 
adapted to be initially crimped in a narrow configura 
tion Suitable for catheterization through the body duct 
to a target location and adapted to be deployed by 
exerting Substantially radial forces from within by 
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means of a deployment device to a deployed State in the 
target location, the Support Stent provided with a plu 
rality of longitudinally rigid Support beams of fixed 
length; 

Valve assembly comprising a flexible conduit having an 
inlet end and an outlet, made of pliant material attached 
to the Support beams providing collapsible Slack por 
tions of the conduit at the outlet; 

Substantially equidistant rigid Support beams interlaced or 
attached to the Slack portion of the valve assembly 
material, arranged longitudinally. 

37. A crimping device for crimping the valve device of 
claim 1, the crimping device comprising a plurality of 
adjustable plates that resemble a typical SLR camera Vari 
able restrictor, each provided with a blade, that are equally 
dispersed in a radial Symmetry but each plate moves along 
a line passing off an opening in the center, all plates 
equidistant from that center opening. 

38. The crimping device of claim 37, wherein the multiple 
plates are adapted to move Simultaneously by means of a 
lever and transmission. 

39. A method for deploying an implantable prosthesis 
Valve device at the natural aortic valve position at the 
entrance to the left Ventricle of a myocardium of a patient, 
the method comprising the Steps of 

(a) providing a balloon catheter having a proximal end 
and a distal end, having a first and Second indepen 
dently inflatable portions, the first inflatable portion 
located at the distal end of the catheter and the Second 
inflatable portion adjacently behind the first inflatable 
portion; 

(b) providing a guiding tool for guiding the balloon 
catheter in the vasculature of the patient; 

(c) providing a deployable implantable valve prosthesis 
device adapted to be mounted on the Second inflatable 
portion of the balloon catheter 

(d) guiding the balloon catheter through the patient's aorta 
using the guiding tool, the valve device mounted over 
the second inflatable portion of the balloon catheter 
until the first inflatable portion of the balloon catheter 
is inserted into the left ventricle, whereas the Second 
inflatable portion of the balloon catheter is positioned at 
the natural aortic valve position; 

(e) inflating the first inflatable portion of the balloon 
catheter so as to substantially block blood flow through 
the natural aortic valve and anchor the distal end of the 
balloon catheter in position; 

(f) inflating the second inflatable portion of the balloon 
catheter So as to deploy the implantable prosthesis 
Valve device in position at the natural aortic valve 
position; 
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(g) deflating the first and Second inflatable portions of the 
balloon catheter; and 

(h) retracting the balloon catheter and removing it from 
the patient’s body. 

40. The method of claim 39, wherein the guiding tool 
comprises a guide wire. 

41. A method for deploying an implantable prosthesis 
Valve device at the natural aortic valve position at the 
entrance to the left ventricle of a myocardium of a patient, 
the method comprising the Steps of 

(a) providing a balloon catheter having a proximal end 
and a distal end, having a first and Second indepen 
dently inflatable portions, the first inflatable portion 
located at the distal end of the catheter and the Second 
inflatable portion adjacently behind the first inflatable 
portion; 

(b) providing a guiding tool for guiding the balloon 
catheter in the vasculature of the patient; 

(c) providing a deployable implantable valve prosthesis 
device adapted to be mounted on the first inflatable 
portion of the balloon catheter, and a deployable annu 
lar Stent device adapted to be mounted over the Second 
inflatable portion of the balloon catheter, the deploy 
able implantable valve prosthesis device and the 
deployable annular Stent kept at a predetermined distant 
apart, 

(d) guiding the balloon catheter through the patient's aorta 
using the guiding tool, the valve device mounted over 
the first inflatable portion of the balloon catheter and 
the deployable annular Stent mounted over the Second 
inflatable portion of the balloon catheter, until the first 
inflatable portion of the balloon catheter is positioned at 
the natural aortic valve position; 

(e) inflating the second inflatable portion of the balloon 
catheter So that the deployable Stent device is deployed 
within the aorta thus anchoring the deployable annular 
Stent and the coupled valve device in position; 

(f) inflating the first inflatable portion of the balloon 
catheter So as to deploy the implantable prosthesis 
Valve device in position at the natural aortic valve 
position; 

(g) deflating the first and Second inflatable portions of the 
balloon catheter; and 

(h) retracting the balloon catheter and removing it from 
the patient’s body. 
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