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Medtronic Diabetes is the world leader in insulin pump therapy and continuous glucose monitoring
systems. Every day, our products and services help hundreds of thousands of people living with
diabetes lead healthier and more normal lives.

CareLink™ Personal Therapy Management Software for Diabetes is a Web-based program that is
provided free* by Medtronic Diabetes. It supports the following devices*:

Insulin Pumps:

* MiniMed Paradigm® 515/715 and MiniMed
Paradigm® 522/722 Insulin Pumps

Blood Glucose Meters:

» Paradigm Link® Blood Glucose Monitor
+ Bayer Ascensia® BREEZE™ and CONTOUR™

Information gathered: - Bayer Ascensia® DEX® family

* Insulin delivery (Bolus Wizard® calculator,

basal rates, priming, etc.) Bayer Ascensia ELITE™ family

* Insulin pump events (carbohydrates, blood BDILegieBlaod GlucoseMonitar
glucose, etc.) LifeScan OneTouch® series
» REAL-Time continuous glucose readings * Precision Xtra™

) D » Abbott FreeStyle® and FreeStyle Flash™
Continuous Glucose Monitoring

(CGM) System: Information gathered:

* Blood glucose readings
* Guardian® REAL-Time Continuous Glucose

Monitoring System

Information gathered:
* REAL-Time continuous glucose readings

» Guardian events (alerts, event markers, etc.)

NOTE: Incorrect dates or times affect the accuracy of the system reports. Always make sure your
computer, your insulin pump, your blood glucose meter and CGM system (if you have one) are all
displaying the current date and time. They should also be within one minute of one another.

*While software is provided for free, separate purchase of cable or other connectivity device may
be required.

tSome devices supported by this system may not be available in all countries where this system
is approved for use.

To access CareLink Personal software, go to http://carelink.minimed.com
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CareLink Personal software is a free online tool that allows the discovery of patterns
and problems that meter software and logbooks would not uncover. It allows you to:

* Have greater control by understanding the effects of insulin, carbohydrates,
and exercise on your glucose levels

+ Effectively maximize your therapy by easily identifying patterns and problems

» Work more productively with your healthcare provider by sharing detailed
reports in order to make therapy and lifestyle changes

* Get the full picture with continuous glucose monitoring data by revealing more
low or high glucose patterns than fingerstick data

As an added benefit, CareLink Personal software is designed so it can integrate with
CareLink Pro software for healthcare providers. You can easily and quickly upload your
latest device data to our secure site, and if your provider has CareLink Pro software,
he/she can download your device data in advance of your office visit. You and your
provider both save time, enabling you to focus fully on getting the best therapy results.

With CareLink Personal software, you are empowered to effectively maximize your
therapy while working with your healthcare professional to reach your individual goals.

In order to use Carelink Personal software, you need:

* Access to a personal computer (not a Macintosh) running Windows® 98SE, ME, 2000, XP, or Vista
+ Areliable Internet connection

* Microsoft® Internet Explorer version 5.5 (SP2) or higher

Adobe® Reader™ version 5.0 or higher

* A connectivity device, such as a Paradigm Link® Blood Glucose Monitor or ComLink™ device, with an
appropriate cable

The following table provides an overview of which connectivity devices can be used with the various upload devices.

Connectivity Device and

Device to Upload Customer Locations Cable Needed
MiniMed Paradigm® 515/715 or 522/722 North America Paradigm Link Blood Glucose Monitor
Insulin Pump and BD USB Cable
MiniMed Paradigm® 515/715 or 522/722 Worldwide ComlLink device with serial cable
Insulin Pump and USB-to-serial converter
(if applicable)
Guardian® REAL-Time CGM System Worldwide ComLink device with serial cable and
USB-to-serial converter
(if applicable)
Third-party standard blood glucose meter | Worldwide Contact that meter company

In the United States, if you need to order the BD USB Cable ($29.99), visit http://store.minimed.com and for
any other devices above, simply call 1-800-646-4633 and select Option 2 to reach the Supply Order Services
Department. If you are ordering a ComLink device, please advise the representative if you need a USB-to-serial
converter. In Canada, simply call 1-800-284-4416 to order any one of the devices above.

To access CareLink Personal software, go to http://carelink.minimed.com 1
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Protecting Your Privacy with the Highest Security Measures

At Medtronic Diabetes, we care about the security of your personal information. CareLink™ Personal
software complies with the strictest privacy regulations in the world, including HIPAA guidelines. The
system also uses Secure Sockets Layer (SSL), a data encryption technology, which ensures that data is

secure during the transfer.

Storing data in CareLink Personal software is often safer than storing it on a home computer system that
is connected to the Internet. We use a three-tier architecture that puts the data behind three separate
firewalls, and we separate each user’s medical data from the identity data.

Enrolling and Logging in

When you are ready to use CareLink Personal

software, go to http://carelink.minimed.com.

This will take you to the CareLink Personal
software Welcome screen.

Enrolling

@ Medtronic

welcome to the Medtronic CareLink Therapy Management System for
Diabetes. This Web-based system is cesigned o help you take information
fiom allof your diabetes management tadls — your insuln pump, continuous
glucose monitor, blooe glucoss meter(), and Iogoook — and crganize it into s
asy-to-read charts, graphs and tables. These reparts can hielp you and your Now everything is at your
healthcare provider discover trends and other information that can lead to fingertips. Start today.
imaraved theragy management for greater contral,

Downioad a Getting Started Guide

&85 8

Medtronic CareLink™
System

o ooy use [
Pump or Continuous. Meter
Gllcose Monitor
Features of the Medtronic CareLink System:
SignTn
+ Personal treatment repatts with the information you need

+ Works with our newest pumps, continuous alucose monitors, and
many popular blood alucose meters

Other Resources:

rted by this system may not be available in 2l countries where this
=

privacy statenent terms of use contact us faq

# all couniries, including laws and

C€

58

countviss or terviteries daseribed sbevs and have b  you diseortinue use

Now everything is at your

fingertips. Start today.

Before you can use CareLink Personal software for the first time, you must
provide information about yourself through a registration form. Registering is  sonup ow |

aseasyas|], 2, 3:

1. From the Welcome screen, click the Sign Up Now button.

2.After you have accepted the terms of agreement, you'll be asked to create
a username and password. The password can be any combination of letters
or numbers from 4 to 20 characters. Be sure to save your user name and
password in a safe place, and don’t share them with anyone else.

3.Enter your personal information in all the required fields, and click the
Submit button at the bottom of the form.

Once you have registered to use CareLink Personal software, you can login
from the Welcome screen using the username and password.

To access CarelLink Personal software, go to http://carelink.minimed.com
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Home: The Home Screen

The Home screen is the first screen you see after you login. It is a personalized screen, welcoming you and
displaying the following information:

5> Medironic CareLLink PErsONAL

THERAFY MANAGEMENT SOFTWARE FOR DIABETES

My Info Preferences Help Log-Off

f Home \ Upload Logbook

Welcome Back, John Smith.

Recent Activity - Last Five Uploads What Can I Do Next?
Date Device Serial # £ Upload Data from My Device
12/27/2006 Paradigm Link 00123 g ) ook
3 Enter Dats into My Loghoo
12/27/2006 Paradigm S22 100436
12/22/2006 Paradigm Link 100123 @ Generate Reparts
12/22/2006 Paradigm 522 100456
12/14/2006 Paradigm Link o012z
g‘ The Online Store is open - 24 hours a day To upload data to the system from your
The Cnline Store remains open to you around the MiniMed Paradigm insulin pump, Guardian
clock and is the best way to order additional supplies REAL-Time monitor, or blood glucose meter,
or accessories like pump cases, remotes and data yvou need a cable or other connectivity
rmanagement products. Register today and learn device. If you don't already have one, please
more about mySupplyConnection: our pump supplies, contact Medtronic product support at 1-800-
automatic delivery program. MIMIMED or your meter company.

My Info - Preferences - Help - Log-0ff

This area provides information about your most recent device uploads.

NoTE: When you first enroll, before any device uploads, the Recent Activity — Last 5 Uploads section is
empty. Once you begin uploading information to CareLink Personal software, this section will contain data.

These links can take you to the other screens where you can use the system’s features:
* Upload Data from My Device
* Enter Data into My Logbook
* Generate Reports

To access CareLink Personal software, go to http://carelink.minimed.com
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To navigate through CareLink™ Personal software, you can either use the links found under What Can | Do
Next? or you can click on the tabs near the top of the screen:

5% Medtronic Carelink PErsoNAL

THERAFY MANAGEMENT SOFTWARE FOR DIABETES

My Info  Preferences Help Log-Off

f Home \ Upload Logbook Reports

Welcome Back, John Smith.

These sections will be explained in more detail on the following pages. In the meantime, be sure to go to
the links at the top of the page to confirm that your personal information My Info is correct and to set your
Preferences. For example, check the default values for meal times and make any changes necessary so that
the information reflects your actual meal times. It is important to customize the glucose targets and meal
times to make the treatment reports more relevant. Preferences are saved by clicking I .

T Intraday Periods Preferences
Applies to the Modal Day BG by Period report &
Standard Preferences pofore Breaifast:
Aiter Breakfast
s Lt @ ssfors Lunch
BG Targst Range High: [140 | @) sfter Lunch
BG Target Range Low:  [70 | © Before Dinner
Hypo Threshold: [0 | @ After Dinner:
Carb Units: 9 Evening
Carb Conversion Factar: [150 | @ sleeping:
Display Preferences Advanced Intraday Periods Preferences
Lanouage applies to the Sensor Gverlay by Meal and Sensar Weekly Loghook reparts €
Time Farmat; G Target Range Time Period Post-Meal Analysis

From To

gaoamly] [ [v]- 3 [¥]hours

Low High From

Report Data Selection Breakfast Before

=

|
@
g
[
2
g
>
ES

=]
]

.

2

3

3

B

g

=

[<]

]
i i i i :
=] =] =] K3

after

' Repart link meter data as stored in the pump and Guardian rather than as stored in the meter €

Lunch Before

=

oPv v 1 - 3 [¥hours

I~ lanore carb data from pump and Guardian €
after
¥ Prefer pump data over Guardian data when both are present €
Dinner  Before

=

AFAAR AN
A9

0 500PM [v]- [eooPm [v] [1 [¥]- [3 [¥]hours

after on - 1
Evening o - &0 11:00 PM - 00 AW v
Sleeping 100 - 150 — 600 Akt

4

To access CareLink Personal software, go to http://carelink.minimed.com
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Upload: Transmitting Data from Your Device(s)

Upload refers to connecting your device(s) to the computer so that the information gathered can be
transmitted to the CareLink Personal database. Once uploaded, this information can be converted into
CareLink Personal reports. It is these reports that reveal the patterns in your blood glucose levels and help
you and your healthcare provider better manage your diabetes.

& Medtronic CareLink PERSONAL
My Info Preferences Help Log-Off

Upload

Select the Device... 1
e
~

Some devices supported by thi= system msy not ba svail

in 3l eauntries wherathis system i< approved for use

Please choose your device:

® MiniMed Paradigm® Insulin Pump

© Guardian® REAL-Time Continuous Glucose Monitor

O Blood Glucase Meter

‘ <Back H Next> | | fisn ][ cancel

NoTE: Check with your healthcare provider to find out how often you should upload and which reports you
should bring to your appointments.

When you attempt to upload for the first time, your computer may ask you to install certain Plug-ins and
drivers. Simply follow the directions on the screens to install the following:

* Sun Microsystems Java™ Plug-in
« Serial Port package file driver

+ BD USB interface cable driver
NOTE: BD USB cable must be unplugged from the computer during the driver installation process.
[ e

Doya

totrustihe signed applet distributed by "Mectronic Minibed?

by:"Ve

Before the first Upload screen is displayed, the following 0 ooyt s s
security warning displays: 5 e sy e ot s s s

By selecting Always, you can proceed with the upload and (oo |
never see this warning again. ] e

, if at any time you need help with CareLink Personal software, click on the
Help link at the top of any CareLink Personal screen. In addition to a full-length users
guide, there is a glossary to help you with unfamiliar terms. In the United States, you
also have the option of contacting the Medtronic Diabetes 24-Hour HelpLine at
1-800-646-4633 Option 1.

To access CareLink Personal software, go to http://carelink.minimed.com
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During the system upload process, detailed connection instructions are displayed, such as whether the
device should be on or off. The diagrams below illustrate how different devices are connected. However,
be sure to follow the on-screen directions provided by CareLink™ Personal software as you go through the
upload process.

If you have a MiniMed Paradigm® 515/715 or 522/722 Insulin Pump, connect your Paradigm
Link® Blood Glucose Monitor to your computer using a BD USB Cable.

If you don’t have a Paradigm Link Blood Glucose Monitor, connect your ComLink™ device to
your computer with a serial cable or a USB-to-serial converter.

If you have a Guardian® REAL-Time Continuous Glucose Monitoring System, connect the
ComLink device to your computer using a serial cable or a USB-to-serial converter.

USB port

Serial port

If you have a third-party standard blood glucose meter, use the cable provided by that meter
company to connect to your computer. Be aware that you will have to upload your blood
glucose meter and your insulin pump in two separate upload sessions.

To access CarelLink Personal software, go to http://carelink.minimed.com
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Once you connect your device to your computer, you are ready to transmit data from your device to the
CareLink Personal software.

NOTE: The data uploaded from your device(s) are stored on the CareLink Personal server, not on your
computer. Remember, CareLink Personal software meets the highest standards for security. It's actually
safer than storing data on your own computer.

Make sure your computer and your device(s) are all displaying the current date and time. They should also be
within one minute of one another.

If you have a MiniMed Paradigm REAL-Time System with a Paradigm Link Blood Glucose Monitor, you only
need to upload data from the insulin pump. This is because the meter data and/or the glucose sensor data
stored in the insulin pump will be uploaded at the same time as the insulin pump data.

Otherwise, if you have multiple devices, such as a MiniMed Paradigm Insulin Pump or a Guardian REAL-Time
System with a third-party meter, each device must be uploaded separately, starting with the insulin pump or
Guardian REAL-Time System.

CareLink Personal software will walk you through the upload process, telling you which device to upload and
when to connect it. Simply follow the instructions on each window, making sure to click Next > when you are
ready to move on.

NOTE: It is normal for your insulin pump to momentarily stop dispensing insulin during the upload process. The
software will automatically return it to the normal operation when the process is complete.

Sending Data... y

Please do not navigate away from this page
until the operation completes.

Sending Data to the system.

Please wait...

To access CarelLink Personal software, go to http://carelink.minimed.com
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When you see the Verify Connections window, read the steps. This is to ensure you have properly set up
communication between your computer and the device.

Finding Paradigm Link™... -

Please do not navigate away from this page
until the operation completes.

The system is
finding and setting up

your Paradigm Link™...

Read Progress (0%

]
‘ < Back | HNext > H Finish || Cancel ‘

When you are ready to complete the upload, click Finish. A progress window similar to the following displays:

@A

Reading Device...

Please do not navigate away from this page
% until the operation completes.

The system is
reading your pump now.
Please wait...

Read Progress (6%

|
[ <Back | wew | [ mnisn | [ icancal |

The amount of time it takes to upload your data will depend on how much data needs to be uploaded. Please
be patient until the progress window shows completion.

When the upload completes successfully, the following message displays:

SUCCESS! i
Read Complete @ ) @/ Z)

The system has successfully read your pump.
What can you do next?
® Click the Reports tab to view your data

® Click the Logbook tab to add additional information
® Click the Upload tab to upload another device

| < Back | HNext | H Finish H Cancel |

NoTE: If you click on another tab or link during an upload, the upload will be cancelled. You can also stop the
upload by clicking Cancel.

If you have additional devices to upload, follow these same directions.

To access CareLink Personal software, go to http://carelink.minimed.com
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Logbook

Logbook: An Electronic Resource

The Logbook screen is where you can record events related to your diabetes therapy. Rather than using a
physical logbook, in which you write in entries with a pencil or pen, with CareLink™ Personal software, you
can record information electronically. In fact, your CareLink Personal logbook information is included in many
of the CareLink Personal reports.

5% Medtronic CarelLink personAL

THERAFY MANAGEMENT SOFTWARE FOR DIABETES

My Info Preferences Help Log-Off

Logbook for May 4, 2007

Time Entry Comment Edit Delete

1:25 AM Euxercise: 30 minutes at Low intensity Went jogging &
7:25 AM Carbohydrate: 25 grams Small carbs &

9 o0

- Log-Off

—-Select--

¢ Staternent - Terms of Use - Contact Us - FAQ

Exercise
HbA1 o

Infusion Set Change
Urine Ketones

Here are the types of logbook entries you can make:
* Carbohydrates: Date, time and number of grams/exchanges of carbohydrates you consumed for a meal
or snack
« Exercise: Date, time, duration and intensity level of your exercise
« AlC results: Date, time and results of your A1C test
« Infusion set change: Date and time you changed your infusion set (if you have an insulin pump)

« Urine ketones: Date, time and results of your urine ketone test

To access CareLink Personal software, go to http://carelink.minimed.com
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Adding Entries

To add an entry in any of the CareLink™ Personal Logbook sections, simply follow the on-screen
instructions.

5% Meditronic CareLink personaL

THERAFY MANHAGEMENT SOFTWARE FOR DIABETES

My Info  Preferences Help Log-Off

Add Exercise Entries

Logbook Date: May 4, 2007

Time Minutes Intensity Comment
8 VI 05 VI Ahd VI I
8 [w]{05]x][AM[x] | Low |v]
[Low  [v]

8 VI 05 VI A VI
< Cancel m

ivacy Statement - Terms of Use - Contack Us - FAQ My Info - Prefer s - Help - Log-Off

5 Mecitronic CareLink pErsonAL

THERLFY MANAGEMENT SOFTWARE FOR DIABETES

My Info  Preferences Help Log-Off

Add HbA1c test result Entry

Logbook Date: May 4, 2007

Time: |8 VI 05 VI At VI
Hbalc test result: I g

Comment: I

< Cancel m

Privacy Statement - Terms of Use - Contact Us - FAQ My Info - Preferences - Help - Log-Off

To access CarelLink Personal software, go to http://carelink.minimed.com
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Reports

Reports: Uncovering Your Personal Patterns

CareLink Personal software makes it easier to track your blood glucose and sensor glucose levels, and to
compare any changes in those levels with your daily activities, such as meals and exercise routines. Charts
and graphs allow you to see the changes graphically, while tables provide the actual numeric values.

Therapy management sofware reports help you and your healthcare provider discover patterns and
problems easier than meter software and logbooks alone. While only your healthcare provider can alter
your insulin therapy, by becoming familiar with CareLink Personal reports, you too can take steps to
better control your glucose levels.

Quick View Summary
Fomedtronic 0 2006

(14 days)

Meter: Paracigm 722 4123456 Time Changes: 1
Meter: Paradigm System  #654321
HbAlc: 8.4% (3/9/06) Sormon e M Time Changes: !
o o Gl - High /Low / A dL.
Quick View Summary Report ueose -t R I
. . . InRange ® Outof Range O Meter (BG) | Sensor (5G) Target Range Hypo Distribution
This report shows how your insulin -
delivery, your diet and your exercise = h pl
patterns affect how well you are = ‘ ) | -
controlling your blood glucose and sensor . -
glucose levels over a two-week period. “ 1 i e
%

The chart reveals your glucose ranges in
a given day and shows how often you are

Wed Thu Fi  Sst  Sun  Mon Tue Wed Thu  Fri Sat  Sun  Mon  Tue  Averageor
Mard  Mard Mari0 Mari1 Mariz Mari3 Mari4 Mari5 Maris Mari7 Maris Mari9 Mar20 Mar2i Total

M:'l'l 120'!!34 21619 1M;Eﬂ
either above or below your target range e e i
- . ot Pmetoge 076 G283 zse  Tzee e nuee Ty ez 7 2 T e
(i.e., outside the green zone). The report S
also provides a “snapshot” of how you Insulin Delivery (Units)
are delivering your insulin, which may be . L .. LBk e B e
helpful in uncovering problems.
*Try to determine what might be going on during the days Total (U)
you are out of range. Be sure to bring this report to the
attention of your healthcare provider.
Wed Thu Fri Sat Sun Mon Tue Wed Thu Fri Sat Sun Mon Tue Average or
Mar8  Mar9 Mar10 Marll Mar12 Mar13 Martd Marl5 Mari6 Mar17 Mar18 Marl9 Mar20 Mar21 Total
Total Insulin 222 664 4 571 599 729 62.4 ns 602 622 693 628 60 708 2.1
Bosimuin 127 3 a4 253 5 s me a1 i e w5 s e e %7
M‘-;:fpandl:::: :‘ 752 57! ;2 4’.2 5!4 :'I :D ;.‘7 :| 5: :4 ;ﬂ 5:’5 :;
Prime Volume 1.2 93 84 95 82 75
Logbook
Carbs (grams) 72 167 196 220 158 286 89 98 94 13 188 108 89 a1 135
et A
Set Changes o
John Smith Page: 1 Printed: 05/15/2006, 01:45 PM

To access CareLink Personal software, go to http://carelink.minimed.com
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Sensor Daily Overlay

This report is based on continuous glucose
monitoring for up to seven days. You choose the
seven days of glucose sensor tracings you want to
see, and this report layers them on top of each other
for comparison. Each day has a different color tracing
so you can easily tell them apart, making it easy to
recognize similar patterns from day to day and even
hour to hour. The Sensor Daily Overlay report also
helps you identify specific days that you may want to
look at in more detail using a Daily Summary report.

*Share any regularly repeating patterns with your healthcare provider.
Talk to him or her about what you might be doing at those times.

Sensor Overlay by Meal

This report is based on continuous glucose
monitoring, includes data from the Bolus Wizard®
calculator. It shows the effects of your food intake
on your blood glucose levels for up to seven days,
and reveals repeating patterns and differences
during meal periods from day to day. (Be sure to
click on the Preferences link at the top of the
screen to set your meal times.)

*If you find that your sensor glucose levels are regularly out of your target
ranges before and/or a period after you eat, talk to your healthcare provider
about the possibility of adjusting your insulin therapy or your insulin to
carbohydrate ratio.

Sensor Daily Overlay
Eymedtronic o35 ar 21, 2006

(7 days)
Meter:Paradigm 722 #123456.
Meter:Parad #654321
HbA1c: 8.4% (3/9/06) Pomresieiy :.‘I'" System
Sensor Data (mg/dL)
BMSME __ BM6M6 ___ 3HTMOE _ 3MBI0S __  3MGIOE 312008 20006 Avg. oo

Soo o0 aoes  ®oos 8o Woes  wedp oo 40% 6o B0y W% 000
WedMariS  ThuMari6  FriMari?  SatMari8  SunMari®  MonMar20  TeeMar2i  Averags /Totsl
#Sensorvaives 261 26 o 288 288 -2 19 1610
HIgnSG (mgidly 302 210 208 20 268 254 216
Low SG (mgidL) 8 40 128 [ ] 0 ] “
Average SG (mgidLy 187 178 161 m 154 168 16 164
Standard Dev. ] 2 21 5 a ar 28 =
aD % a3 77 19 7 uz2 150 Na 74
#¥alid Callbeations a 2 a 4 2 a 1

Excursion Summary

WedMar15  ThUMsr1S  FAMa17  SHMM1E  SunMar1s  MonMsr20  TeaMmrz1  AversgeTetsl
2 2 1 3 4 a 3 (]

# Excursions 1
# High Excursions 2 1 1 3 4 4 3 18
# Hypo Excursions [l 1 (] 0 ] o o 1
AUC AboveLimit 550 02 212 403 248 EX a4 310
AUG Baiow Limit 00 o4 L 00 oo 00 a1 o1

Duration Distribution (hh:mm)

SO0

MBoVE A1 1605 T4%| 1705 91| 400 79%| 1680 69%| 1365 Se%| 1e0 7% 225 15%| &720 %
Witin(F0-141) 540 6% 125 % 180 P 715 0% 1005 42%  GI0 26% 1395 1% 4540 3%

000 % G2 2% OO0 0% 015 TR 000 O% 000 0% 035 4% 10 1%

Jonn Smith Page:1 Printed:04/2512006, 01:11 PM

Medironic  Sensor Overlay by Meal
% Mar 15 - Mar 21, 2006
(7 days)

HbAlc: 8.4% (3/9/06) PIIIIIP:IP;L!:IQM 722 4123456

Overlay by Meal Event (mg/dL)
Breakfast Lunch Dinner

Ry
s
e
—r
— e
o —"]

e

£
&
:
:
H
&

Aflr  Evaning1100  ANTime
Poriods

A

Siooging 300 Bolors er Botoro Atar
AM-6O0AM  Broakiast  Broakiast  Lunch ioner P - 00AM
Range| 101180 | -1 | f01-160  T0-190 | W01-160 | 70-10 | 01-160 | 101-150
Average 86 ) 148 0 18 208 i i 17
wonsa 12 20 228 20 =2 20 254 22 20
Low % 7% ) % 102 1% & &
sungwmev 2 @ a7 «© & s % £ a
FotReadings 216 * w ) % @ 116 20 o4
BelowTarget Ao Torget
Daily Average by Meal Event (mg/dL) A In Range R
Before iter Botore Ater Belorn After ATime
SeeS™  groaddast  Breskiast  Lumch Lunch Dinner inner Evening Periods
WedMarts| 11 A A 21 2 23 1 1 18
ThuMarts 166 A A ) 150 =8 WA [0 i
FaMar1? A N A wa WA WA 145 i 124
sotmtor 10 UGN na A 20 P e 2 1w 67
Sunmarts [ dgn 17 o a7 2 10 158 180 o
Monmarz 131 140 152 A WA 20 " 2 14
T Mar 21 123 13 s na NA A WA A 113
Varis-Marzi 126 ] 148 ] T ] 7 T 57

Duration Distribution (hh:mm)

CORODDDD

300 17 | 208 6% 315 98% | 440 58% | 425 8% | 535 Se% | 1025 %
lnmng- 10 &% 055 an 005 2% 250 %% 035 1% | 405 &% 635 3%
350 21% | 000 0% | 120 2m | 000 0% | 02 6% | 000 0% | 000 0% | 300 1%

Printad: 04/25/2006, 01:09 P

To access CareLink Personal software, go to http://carelink.minimed.com
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Daily Summary

This report centers on one day—whatever day you
have selected — and provides three graphs:

* Meter and sensor glucose readings
* Insulin usage

* The carbohydrates you have eaten (taken from
your entries into the Bolus Wizard calculator) and
your exercise routines, if you recorded these

If you look down the page, you will see that on all
three graphs, the time of day is aligned. So, looking
from graph to graph, you see exactly what was
happening at the same time for all the elements.

*Once you and your healthcare provider have detected a repeating pattern, the
Daily Summary report can help pinpoint what is causing the problem.

Device Settings

This report shows the settings in your device
as of the date and time selected. This is
helpful for:

» Documenting insulin pump settings in case
your device settings are lost or deleted

* Verifying all settings are correct and
working properly

*Bring this Device Settings report with you whenever you visit your
healthcare provider.

Medironic  Daily Summary
& Mar 20, 2006

HbAlc: 8.4% (3/9/06)
Glucose (mg/dL)

Sensor Alarm 3 Target Range

Motec: PanignTz2  W123450
Meter: Paradign Sysiem #E54321
Pump: Pacdgn 722 #1Z5455
Sansor: In use

ParadigmBG @  Motsr BG W Sensor Hypo
-
m Q! \ /Wﬁ
- ~ M
ST
)
=
p| 1 "
T T T T T AT TR T e
Insulin Delivery
pump Alorm %2 Bows | SqusreBoius I Basal _ TempBasal  Suspend

o T

uhom  3oes 4 s0n 4o M00s  woo  200p

‘Carbohydrates and Exercise

aoor  so0  soor

Carbs in grams @ Exercise Infensity
- "
| . L S
A

Summary

Total Minutes

“Total (U) €0.0 “Total Carbs (grams)
Basal (U} 322 54% Average Corbs (grams) 44 Average Intensity
Bolus (U) 278 46% #ollesls 2  Average Minutes
Normal (U) 27.8 # o Episodes
Square (U) 0.0
E
Tomp Basal Minutes 0
BofMlarme 0

?Th\ Medironic  Device Settings

Pump Settings at: 3/1/07 14:36 Pump: Paradigm 722 2010167

Printes: B425/2008, 01:12 PM

Time Changes: 7

NOTE: Seiin
Settin,
o 55} Medtronic  Device Setings
Basal
Temp Bs
Bolus Wizard
Standard Bolus Wizard  On 8G Units  mmollL Active InsulinTime 2 hours
=i BW Setup Status  Complete Carb Units  Exchanges
#
H
:
il Unils/Exchange mmoliL per Unit mmolil
:g Time Ratio Time Sensitivity Time EG Low BG High
§ 00:00 0.4 00:00 05 00:00 39 40
B 03.00 02 03.00 10 0300 40 49
06:00 0.3 06:00 1.1 06:00 4.9 5.0
Pattern A 09.00 23 08:00 30 09:00 50 78
i 12:00 30 12:00 58 10:00 74 138
# 15.00 45 15.00 70 1100 78 70
2
- 18.00 26 18:00 89 19:00 138 139
jia 2100 5.0 21:00 222 23.00 136 139
i
|i —
H Utilities
Swm o Low Reservair Warning Type  Time Meter Option  On Alarm Clocks
Low Reservoir Warning Amount 2200 MeterID1 000008 Off
Pattern B AlertType Besp Meter D2 000088 1 0200
Auto Off 20 hours Meter D3~
pfemte Time Display 24 Hr. 2 00
¥ BeepVolume Low Remote Option  On 3 08:00
& Program Block  Off Remote 1D 1 111111 %
H Remote D2 222227
1 Remote ID3 333333 s
i
i [
§
H 7
b
]
Sensor Settings
—_— Sensor Feature On High Glucose Limit  Off BG Units  mmoliL
Transmitter ID 7878780 High Glucose Value 12 0 mmoll Missed Data 15 minutes
Cal Reminder On High Glucose Snooze 020 Alam Snooze 0:15
CalTime Reminder 005 Low Glucose Limit  On
Low Glucose Valus 3.2 mmoill
Low Glucoss Snooze 0125
Pump Settings at /107 1435 Page: 2 Printed: /1107, 9:57 A

To access CareLink Personal software, go to http://carelink.minimed.com
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There is a link near the top right of the Reports screen, called Understanding My Reports. When you click this link,
help text displays with information describing the report you generated. Also, where appropriate, it explains what you
should be looking for in the results.

My Info  Preferences Help Log-Off

l Loghook / Reports \

) Medtronic Car

My Info
Reports one at a Time | Batch Repaorting

Understanding My Reports

Understan

Quick Yiew Summar T
¥ Sensor Overlay by Meal

Daily Summary

Data Table Start Date: |05/04/2007 A

Modal Day Periods End Date: NE04/007 2l

Reports are displayed in PDF format. They can be viewed online, saved, printed and/or e-mailed. NoTE: If your
healthcare provider has CareLink Pro software, he/she can access your uploaded device data remotely within
seconds. Speak with your healthcare provider to determine the best way to share your device(s) data.

% Medtronic CareLink PERSONAL

My Info  Preferences Help  Log-Off

Reports one at a Time | Batch Reporting

Understanding My Reports

Quick Yiew Summar i
¥ Sensor Overlay by Meal

Daily Summary

Data Table Start Date: [05/04/2007 )
Modal Day Periods End Date:  [0504/2007 il

Modal Day Hourly

Trends Summary This report presents sensor glucose data in the

B context of pre-meal and post-rmeal target ranges,
Device Settings as well as Evening and Sleeping time periods,
Sensor Daily Overlay It is designed to assist you in seeing how well
.= | your glucose stayed within your target range
hefore and after meals, in the evening and during
sleeping time.

Sensor Weekly Logbook

Sensor Overlay by Meal

Reports require Acrobat® Reader®

My Info - Preferences - Help - Log-Off

To access CareLink Personal software, go to http://carelink.minimed.com
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Viewing Reports
Select a report from the menu on the left-hand side of the screen. Select the date or date range for the
report and click the Go button. Your report is displayed as a PDF file in a separate window.

BEERES

relink Users /” Reports Page - Windows Internet Explorer

ENOO- B (][] [ 28]
B

Norton Ankivrus

@ - oton Itemet secuty @~
(] m— e, . . 9 scarch Web - | A Upgradetion ~ 2 BB+ - @ | G0 el - @ My Yahoo! ~ €D Answers P FantasySports ~ 36 Hodkey + D Musc v »

| https:iicarelink.minimed. com/reporter/secure/ReportServer/1159987144517. pdf - Windows Internet Explorer.
Q- [ sicran ST [%9) [3¢] [indons ve 28] -

- @ - [} Page ~ G Took -

- 9 40 [3 ttpscorinkmiined confreponefsearefieput | |

B&@- %<6 &B0E|K > re s -0 DEEEB-|N
- B-#|5-/-2- B405F 6]

Dl

> Medtronic Quick View Summary
% Sep 19 - Oct 2, 2006

(14 days) i

Meter: Paradign System 100123
Pump: Paradigm 522 00455
HbATc: 7.1% (9/9/06) Sensor: nuse |
M Glucose - High / Low / Average (mg/dL)
InRange ®  Out of Range O Meler(BG)I Sensor (SG) I Target Range Hypo — Distribution

1,022 high
@2%

=sEsva

Saving Reports

To save your report, click Save a Copy on the Adobe Acrobat toolbar, as shown below. Type a name for the
report in the file name field and click Save.

=Back - = - () 7ol | @ search  [F]Favorites

Address I http:/fcarelink. minimed.com

E Sa:e 3 Copy ‘ L.,w Prirt % Email ﬂ Search

|

w  Favorites  Tools  Help
- D 2 At Dssarch GiFevoites @veda (3| By S

p:/carelink.minimed,com | @6 ‘L\n)@ » gsnaglt ‘@ &

oy | (= Prit (B Email (] Search
oot Toxt ‘ f - ,ﬁ @ 13%

D Ay g

Medtronic  Quick View Summary
% Jul 27, 2004 - Aug 9, 2004

(14 days)
Meter: Paradigm 515 #000456
HbA1c: 7.2% (9/24/2004) Pump: Paradigm 515 #000456

=
@
#
=
&
£
5
[

Blood Glucose High / Low / Average (mg/dL)

To access CareLink Personal software, go to http://carelink.minimed.com
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Once the report you generated is displayed, click Print on the Adobe Acrobat toolbar to open the print
dialog box.

Gpack - = - £ ot | iQhsearch  [GFavorites

Address I@ http:ffearelink.minimed .com

E Save a Copy ,_‘_ m a_l Email ﬁ Search
&N T setect Text Prlr:; g L E

| A

fw Favorites Tods Help
- @ [ 4| Qoearch GiFavortes @Media (B | Eh- S B
pi/icarelink.minimed.com =l oo |urke »] emsnag ® '|
ooy [ Print | @ Emal @ Sewrch |1 1 1N Yy

‘@g -] EG} 113%

Review & Comment = # Sion ~
ity o

Medlt Quick View Summary
@ ronic Jul 27, 2004 - Aug 9, 2004

(14 days)

Meter: Paradigm 515 #000456
Pump: Paradigm 515 #000456

HbA1c: 7.2% (9/24/2004)

Blood Glucose High / Low / Average (mg/dL)

To e-mail a report to your healthcare provider, Microsoft Outlook® users can simply click E-mail on the
Adobe Acrobat toolbar. An e-mail form will automatically open with the report already attached. Simply
type in your healthcare provider’s e-mail address and click Send.

If you have a different e-mail program, be sure your report is saved where you can easily find it. Start a new e-mail
message to your healthcare provider and use the Attach function to embed the report in the message.

NOTE: Be sure to get your healthcare provider’s permission before e-mailing reports to him or her. Also, be aware that
e-mail may not be a secure communication medium. Your medical information contained within an e-mailed report is
no longer protected under the security of the CareLink Personal system.

Subject: |

Yahoo! Mail - carreonolive!
AttachrFlles

%‘ /j} ¥ http:/ /us.f542_mail.yahoo.com jym/Compose?YY=991438&yS beta=yes&ySbeta=y

Sl | eprere—
| v
O’O!@ MAIL E.JSTQTQS: My Account]

A | - -

Save as a Draft Cancel
Insert addresses | Add CC - Add BCC
Subject: |
AttachFiles
W A r u|h O RS =] E =S stetoney

To access CarelLink Personal software, go to http://carelink.minimed.com
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CareLink™ Personal software was designed to give you and your healthcare provider better insight into your
personal patterns. This is something that meter software and logbooks simply cannot do. Better insight can
lead to better therapy management, more control over your blood glucose levels, and improved quality of life
for you.

* Log on at http://carelink.minimed.com to take advantage of this powerful free resource brought to
you by Medtronic Diabetes.

* Make sure the date and time on your device(s) and computer are properly synchronized.
* Upload data from your device(s) regularly, as recommended by your healthcare provider.
* Become familiar with and review the CareLink Personal reports in order to detect specific patterns.

* Upload your device(s) data and speak to your healthcare provider to determine the best way to share
your data, so that together you can continue to improve your diabetes management.

, if at any time you need help with CareLink Personal software, click on
the Help link at the top of any CareLink Personal screen. In addition to a full-length
users guide, there is a glossary to help you with unfamiliar terms. In the United
States, you also have the option of contacting the Medtronic Diabetes 24-Hour
HelpLine at 1-800-646-4633 Option 1.

CareLink

THERAPY MANAGEMENT SOFTWARE FOR DIABETES

To access CareLink Personal software, go to http://carelink.minimed.com
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CareLink Personal reports make it easier for you to discuss your therapy with your healthcare provider
and identify potential problems. Information from these reports is far more comprehensive than
meter software and logbooks. The list of report types you can select from varies depending on the
device(s) you have uploaded, as shown below

MiniMed Paradigm® 515/715/  MiniMed Paradigm Blood Glucose Guardian®REAL-Time
522/722 Insulin Pump REAL-Time System Meter System

v
v

Reports

Quick View Summary
Daily Summary
Modal Day Periods
Modal Day Hourly

Trends Summary

LKL

Data Table

LSS LKL

Device Settings

LIS LKKKLKKL
LKL KL

Sensor Daily Overlay *
Sensor Weekly Logbook *
Sensor Overlay by Meal *

*NOTE: Although these reports will be available for the MiniMed Paradigm 522/722 Insulin Pump Users, they will not contain any glucose sensor information

The reports produced by CareLink Personal Therapy Management Software for Diabetes are intended to be used together with the consultation of a
healthcare provider familiar with the diagnosis and treatment of diabetes. Please review the report data with your healthcare provider; he or she
is the only person who should adjust your therapy or recommend lifestyle changes.

Diabetes World Headquarters Africa Canada Europe India Latin America
Medtronic Diabetes, Medtronic Africa Medtronic of Canada Ltd. Medtronic International Trading Sarl ~ Medtronic Pvt. Ltd. Medtronic, Inc.
18000 Devonshire Street 1East Gate Lane 6733 Kitimat Road Route du Molliau 31 501, Eagle’s Flight, Andheri-Kurla Road 3750 N.W. 87 Avenue
Northridge, CA 91325 Johannesburg, South Africa Mississauga Ontario Case postale, CH-1131 Mumbai 400 093, India Suite 700
www.medtronicdiabetes.com +27 11677 4800 L5N 1W3 Tolochenaz, Switzerland +9122 2683 6733 Miami, FL 33178
1-800-646-4633 Fax: +27 11616 1104 1-800-284-4416 +4121802 70 00 Fax: +9122 2683 0806 305-500-9328
Australia East Asia Greater China Japan Middle East & North Africa
Medtronic Australasia Pty Ltd., Medtronic International Ltd. Medtronic (Shanghai) Ltd. Meditronic Japan & Medtronic Mediterranean,
Diabetes Division 16/F Manulife Plaza 8/F Zhangjiang Mansion Medtronic Asia-Pacific HQ, St. Charles City Center
97 Waterloo Road The Lee Gardens No. 560 SongTao Road Comodio Shiodome, 5F Omar Daouk Street
North Ryde NSW 2113 33 Hysan Avenue Shanghai 201203, P.R. China 2-14-1, Higashi Shimbashi 2020-0908 Beirut—Lebanon
PO Box 945 Causeway Bay 021-50800998 Minato-ku, Tokyo 009611370670
North Ryde NSW 1670 Hong Kong 105-0021, Japan Fax: 00 9611370920
Telephone: +612 9857 9000, +852 28914300 +81-3-6430-2011

Fax: +612 9878 5100
Toll Free: 1800 668 670

Paradigm, Paradigm Link, Guardian and Bolus Wizard are registered trademarks, and
CareLink and ComLink are trademarks of Medtronic MiniMed, Inc.

Ascensia, CONTOUR and DEX are registered trademarks, and BREEZE and ELITE are
trademarks of Bayer Corporation.

Abbott Freestyle is a registered trademark and Freestyle Flash and Precision Xtra are
trademarks of Abbott Laboratories.

OneTouch is a registered trademark of LifeScan, Inc., a Johnson & Johnson Company.
BD Logic is a registered trademark of Becton, Dickinson and Company.

Java is a trademark of Sun Microsystems, Inc.

Adobe and Reader are registered trademarks of Adobe Systems Incorporated.
Windows, Internet Explorer, and Outlook are registered trademarks of Microsoft, Inc.
© 2007 Medtronic MiniMed, Inc. All rights reserved. 9401457-012 080107

Medironic

Alleviating Pain - Restoring Health - Extending Life
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