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METHODS AND SYSTEMS FOR FOCUSED 
BIPOLAR TISSUE ABLATION 

RELATED APPLICATION DATA 

2 
pole may be located adjacent to a large blood vessel, while 
the other pole may be located adjacent to tissue which is less 
perfused. Thus, the pole located in the less perfused tissue 
will heat the tissue immediately surrounding the electrode 

This application is a continuation of U.S. patent applica­
tion Ser. No. 09/663,048, filed on Sep. 15, 2000, the entire 
disclosure of which is expressly incorporated by reference 
herein. 

5 much more rapidly than the tissue surrounding the opposite 
polar electrode is heated. In such circumstances, the tissue 
surrounding one pole may be preferentially heated and 
necrosed, while the tissue surrounding the other pole will 

10 
BACKGROUND OF THE INVENTION 

1. Field of the Invention 

neither be heated nor necrosed sufficiently. 
For all these reasons, it would be desirable to provide 

improved electrosurgical methods and systems for treating 
tumors in the liver and other body organs. It would be 
particularly desirable if the methods and systems could 
produce relatively large lesions (regions of necrosed tissue) The present invention relates generally to the structure 

and use of radiofrequency electrosurgical apparatus for the 
treatment of solid tissue. More particularly, the present 
invention relates to an electro surgical system having pairs of 
electrode arrays which are deployed to treat large volumes 
of tissue, particularly for the treatment of tumors in the liver 
and other tissues and organs. 

15 within the solid tissue, preferably being capable of produc­
ing lesions having volumes greater than 30-35 cm3

, more 
preferably greater than 70 cm3

, and even more preferably 
greater than 150 cm3

, or larger. In addition, it would be 
desirable to provide methods and systems which can uni-

The delivery of radiofrequency energy to treatment 
regions within solid tissue is known for a variety of pur­
poses. Of particular interest to the present invention, radiof­
requency energy may be delivered to diseased regions in 
target tissue for the purpose of causing tissue necrosis. For 
example, the liver is a common depository for metastases of 
many primary cancers, such as cancers of the stomach, 
bowel, pancreas, kidney, and lung. Electrosurgical probes 

20 formly produce tissue lesions in highly vascularized tissues, 
such as the liver, and even more particularly in tissues which 
are unevenly perfused, such as tissues which are near major 
blood vessels, in such organs. It would be still further 
desirable to provide methods and systems which can pro-

25 duce tissue lesions having a variety of geometries, such as 
ovoid and cylindrical, rather than just spheroidal. At least 
some of these objectives will be met by the invention of the 
present application. 

for deploying multiple electrodes have been designed for the 
treatment and necrosis of tumors in the liver and other solid 30 

tissues. See, for example, the LeVeen™ Needle Electrode 
available from RadioTherapeutics Corporation which is 
constructed generally in accord with published PCT appli­
cation WO 98/52480. 

The probes described in WO 98/52480 comprise a num- 35 

ber of independent wire electrodes which are extended into 
tissue from the distal end of a cannula. The wire electrodes 
may then be energized in a monopolar or bipolar fashion to 
heat and necrose tissue within a defined generally spherical 
volumetric region of target tissue. In order to assure that the 40 

target tissue is adequately treated and to limit damage to 
adjacent healthy tissues, it is desirable that the array formed 
by the wire electrodes within the tissue be precisely and 
uniformly defined. 

Despite the significant success that has accompanied use 45 

of the LeVeen™ Needle Electrode in treating solid tissue 
tumors, the ability to treat particular types of tumors has 
been somewhat limited. For example, the ability to produce 
very large tissue lesions, for example lesions having vol­
umes greater than 30---35 cm3

, has been problematic. In 50 

addition, such larger tumors tend to be less spheroidal in 
shape than smaller tumors. Since the LeVeen™ Needle 
Electrode produces generally spheroidal lesions, the ability 
to treat larger, non-spheroidal tumors can be limited. Addi­
tionally, the ability to treat highly vascularized tissues and/or 55 

tissue near a large blood vessel has also been limited. In the 
latter cases, heat being introduced by the electrode can be 
rapidly carried away by circulating blood, making uniform 
heating and control of temperature in the vascularized 
tissues difficult. Uniform heating and temperature control of 60 

the tissue being treated is, of course, one prerequisite to 
obtaining homogenous lesions in and around the tumors. 

The ability to provide uniform heating and the creation of 
homogenous tissue lesions is particularly difficult with bipo-
lar devices. The two bipolar electrodes may be placed in 65 

regions with quite different perfusion characteristics, and the 
heating around each pole can be quite different. That is, one 

2. Description of the Background Art 
U.S. Pat. Nos. 5,827,276; 5,855,576; and 5,868,740 to 

LeVeen and German Patent Publication No. 2124684 to 
Stadelmayr describe devices for deploying pairs of axially 
spaced-apart electrode arrays. U.S. Pat. Nos. 6,090,105; 
6,071,280; 5,928,229; 5,913,855; 5,863,290; 5,672,174; and 
5,672,173, describe multiple electrode devices having 
coaxial electrode structures including a primary antenna and 
at least one curved secondary antenna that deploys from the 
primary antenna. See, also U.S. Pat. No. 5,611,803 and WO 
99/32041. 

SUMMARY OF THE INVENTION 

The present invention provides improved methods, appa­
ratus, and kits for performing electrosurgical treatment of 
tissues and in particular for performing radiofrequency 
tissue necrosis for the treatment of tumors and diseased 
tissues. The methods, apparatus, and kits are particularly 
useful for creating large volume tissue lesions, such as those 
having volumes above 30 cm3

, often above 70 cm3
, and 

sometimes above 150 cm3
, or larger. In addition to being 

able to form relatively large volume tissue lesions, the 
methods, apparatus, and kits of the present invention are 
capable of producing highly uniform lesions where tissue 
necrosis is induced substantially uniformly through the 
entire treated region. Moreover, the present invention pro­
duces lesions having well-defined peripheries, typically 
ovoid or cylindrical, so that targeted tissue having different 
(non-spherical) geometries) may be necrosed with only 
minimum damage to adjacent healthy tissues. 

In a first aspect of the present invention, probes for 
deploying electrode arrays comprise a shaft having a distal 
end and proximal end. A first array of electrodes is mounted 
on the shaft and is constructed or adapted to shift between 
a retracted configuration, typically within the shaft, and 
deployed configuration. The deployed configuration of the 
first electrode array will have a concave face, typically 
comprising a plurality of curved electrodes, more typically 
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compnsmg at least three curved electrodes which evert 
when deployed from the shaft so that the electrodes each 
extend generally axially from the shaft, turn radially out­
ward, and preferably turn around so that the tips of the 
electrodes are turned backwardly relative to their initial 
direction. In the most preferred embodiments, the electrode 
array will turn substantially completely, i.e., at or close to 
180°, from the initial axial direction. The probe further 
includes a second electrode array having electrodes mounted 
on the shaft at a location spaced-apart proximally from the 
first array of electrodes. The electrodes of the second array 
are also capable of shifting between a retracted configuration 
and a deployed, where the deployed array typically com­
prises a plurality of everting electrodes, generally as 
described above. The first and second arrays, when 
deployed, are arranged so that the concave faces are opposed 
to each other on opposite sides of a treatment region. 

In various preferred embodiments of the apparatus of the 
present invention, the probe may further include a self­
penetrating tip, usually at the distal end of the shaft. The 
self-penetrating tip can take any conventional form, such as 
a sharpened tip, an electro surgical tip ( one adapted to 
penetrate tissue when connected to an electrosurgical power 
supply operating in a cutting mode), and the like. Alterna­
tively, the probes may be introduced through or by exchange 
with a conventional carmula and stylet assembly as 
described generally in U.S. Pat. No. 5,827,276, the full 
disclosure of which is incorporated herein by reference. 

The first and second electrode arrays will be mechanically 
coupled to the shaft to permit their deployment relative to 
the shaft. Usually, one electrode array will be mounted to 
extend in a distal direction and to evert from the shaft while 
the second array will be mounted to advance in a proximal 
direction relative to the shaft and to evert therefrom. Usually, 
the individual electrodes of each electrode array will be 
received within one or more cavities or lumens within the 
shaft so that the electrodes may be fully retracted into the 
shaft for introduction of the probe into tissue and removal of 
the probe from tissue. Operation of the two arrays may be 
coupled so that said arrays deploy simultaneously. More 
usually, however, the arrays will be separately deployable. 

The first and second electrode arrays will each be con­
nected or coupled to deployment mechanism(s) for advanc-
ing the electrodes relative to the shaft to achieve the desired 
everted deployment. Usually, the deployment mechanisms 
will comprise a first rod connected to the first electrode array 
and slidably disposed in or on the shaft and a second rod or 
tube connected to the second electrode array and slidably 
disposed in or on the shaft. In this way, distal advancement 
of the first rod or tube relative to the shaft causes the first 
electrode array to extend distally and evert radially out­
wardly relative to the shaft. Likewise, proximal retraction of 
the second rod relative to the shaft causes the second 
electrode array to draw proximally and evert radially out­
wardly from the shaft. Operation of the first and second rods 
or tubes may be coupled so that the user need perform only 
one deployment action using the probe. Usually, however, 
actuation of the two rods will not be coupled so that 
deployment of the two electrode arrays may be effected 
entirely separately. In particular embodiments, the first rod 
may be mounted coaxially within a central lumen or passage 
of a second tube to provide for a more compact design. 

In a first exemplary embodiment, the first and second rods 
are mounted coaxially and threaded drive pins are mounted 

4 
are mounted in parallel and a rack and pinion assembly is 
provided in a handle to effect simultaneous advancement 
and retraction of the rods. In a third exemplary embodiment, 
the distal and proximal arrays may be separately advanced, 

5 with one array being initially deployed and the second array 
being separately deployed, usually after the first array is 
satisfactorily located. Optionally, the electrode deployment 
device embodiments which permit separate array deploy­
ment could be used with only a single array, usually but not 

10 necessarily the distal array. While the distal array will 
normally be deployed first, there is no reason why the 
proximal array could not be deployed first, with or without 
subsequent deployment of the distal array. When only one 
array is deployed, the device could be used in a monopolar 

15 fashion with the deployed array being coupled to one pole of 
the power supply and a second, dispersive electrode (typi­
cally placed on an exterior body surface) being coupled to 
the other pole of the power supply. In the illustration of the 
third embodiment, the distal array is deployed by advancing 

20 a rod which extends axially through the length of the device, 
typically by depressing a knob at the proximal end of the 
device. The proximal array, in contrast, is separately 
deployed by rotating a threaded sleeve in the device, typi­
cally using the same knob which is used to advance the distal 

25 array. Optionally, a marker is provided on the handle so that 
the deployment of the proximal and/or distal array can be 
visually determined. 

The first and second electrode arrays will typically com­
prise a plurality of single electrode elements, usually includ-

30 ing at least three electrode elements, frequently including 
five or more electrode elements, and often including ten or 
more electrode elements. Electrode elements will usually be 
configured to diverge and in come cases evert from the shaft 
in a simple curve having a generally constant radius as the 

35 electrode advances. Usually, the distal tips of each electrode 
will be circumferentially spaced-apart by equal distances, 
although some variation in spacing may be acceptable. The 
construction and configuration of the electrode elements is 
described in detail in U.S. Pat. No. 6,050,992, the full 

40 disclosure of which is incorporated herein by reference. 

Once deployed, the electrode arrays will span a planar 
area which is disposed generally transverse to the axis of the 
shaft. The planar area which is spanned will be generally 

45 
circular, typically having an area in the range from 3 cm2 to 
20 cm2 (when the electrodes are fully deployed), often in the 
range from 3 cm2 to 15 cm2

, and preferably in the range from 
6 cm2 to 13 cm2

. The areas of the first and second electrode 
arrays will usually be approximately equal, though that is 

50 
not necessarily the case at all times. In some instances, it 
may be desirable to use electrode arrays having differing 
diameters and planar areas in order to produce lesions 
having different geometries. It will be appreciated that 
spaced-apart, axially aligned electrode arrays having circu-

55 
lar peripheries with identical diameters will produce gener­
ally cylindrical lesions, while arrays having different diam­
eters will produce lesions having conical sections. 

Preferably, the first and second electrode arrays will be 
spaced-apart along an axial line therebetween, usually 

60 through the shaft. Preferably, the arrays are spaced-apart by 
distance in the range from 2 cm to 10 cm, usually from 3 cm 
to 7 cm, and preferably from 4 cm to 6 cm. 

in a handle assembly in order to effect simultaneous 65 

advancement and retraction of the first and second rods. In 

The resulting volumes of necrosed tissue will generally be 
larger than those achievable with a single array device, such 
as the prior LeVeen™ Needle Electrode discussed above. 
The treatment volumes achievable with the present inven-

a second exemplary embodiment, the first and second rods tion may be at least 30 cm3 or larger, often being 70 cm3 or 
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larger, sometimes being 150 cm3 or larger, and typically 
being in the range from 50 cm3 to 70 cm3

. 

In other preferred embodiments of the apparatus of the 
present invention, the first and second electrode arrays will 
be electrically isolated from each other in order to permit 5 

bipolar energization, i.e., to allow each electrode array to be 
separately connected as individual poles to an electrosurgi­
cal, radiofrequency, or other power supply. Such embodi­
ments will typically include separate connectors for each of 
the electrode arrays in order to permit bipolar connection 10 

and operation. Of course, such separately connectable elec­
trode arrays can also be operated individually in combina­
tion with a separate dispersive electrode, either externally 
mounted or internally mounted, as described for example, in 
copending application Ser. No. 09/656,307, the full disclo- 15 

sure of which is incorporated herein by reference. In other 
embodiments, the first and second electrode arrays may be 
electrically coupled to permit common monopolar opera­
tion, although such monopolar operation will generally be 
less desirable. The first and second electrode arrays may be 20 

coupled internally, i.e., within the electrode deployment 
device itself, or externally, e.g., in the power supply and/or 
in the cable(s) connecting the electrode deployment device 
to the power supply. 

In still other preferred embodiments, at least the first 25 

electrode array will include a first axial conductor extending 
proximally along the shaft from the first electrode array. The 
first axial conductor will be electrically coupled to the first 
electrode array so that they will operate at the same electrical 
potential. Usually, the second electrode array will also 30 

include an electrically coupled axial conductor which 
extends distally along the probe shaft. The first and second 
axial conductors will thus be opposed ( as are the first and 
second electrode arrays). A gap will remain between the 
termini of the axial conductors to maintain electrical isola- 35 

tion between the first and second electrode arrays. Usually, 
the gap will be in the range from 0.5 cm to 5 cm, preferably 
from 1 cm to 3 cm. Typically, arrays having smaller diam­
eters will require less spacing in order to maintain isolation, 
thus requiring smaller gaps. At least the first axial conductor 40 

will preferably extend axially in the proximal direction 
beyond the tips of the electrodes of the first array. Usually, 
if a second axial conductor is employed, its tip will extend 
axially in a distal direction beyond the tips of the electrodes 
of the array. Thus, in an exemplary embodiment, the tips of 45 

both axial conductors will be closer to each other than the 
tips of the electrodes in the respective electrode arrays. 

6 
plary embodiments, the second electrode array is deployed 
from the same probe as was the first electrode array. Alter­
natively, the second electrode array may be deployed from 
a second probe through tissue to the location on the other 
side of the treatment region, e.g., the side opposite to the first 
electrode array. 

The methods of the present invention are useful for 
treating a wide variety of tissues, particularly liver, lung, 
kidney, pancreas, stomach, spleen, uterus, and the like. 
Usually, the treatment region is a tumor or other diseased 
region and the treatment regions are imaged and identified 
using conventional techniques capable of elucidating a tar­
get tissue, such as ultrasonic scanning, magnetic resonance 
imaging (MRI), computer-assisted tomography (CT), fluo­
roscopy, nuclear scarming (using radiolabeled tumor-spe­
cific probes), and the like. 

Tissue necrosis is preferably achieved by applying radiof-
requency current in an amount and for a time sufficient to 
thermally destroy the tissue. Usually, the electrical current is 
applied at a frequency in the range from 300 kHz to 1.2 
MHz. The current is applied at a power level selected to 
achieve the ablation, typically being in the range from 20 W 
to 300 W, usually from 50 W to 200 W. In the exemplary 
embodiments, the electrical current is supplied from a 
radiofrequency power supply in a bipolar marmer where the 
first and second electrode arrays are attached to opposite 
poles of the power supply. 

The methods of the present invention will preferably 
employ first and second electrode arrays having the dimen­
sions set forth above with respect to the pro bes of the present 
invention and will preferably produce lesions having the 
volumes defined by probes, as set forth above. 

Preferably, the methods will employ a first electrode array 
having a first axial conductor extending at least part of the 
way toward the second electrode array along an axis ther­
ebetween. The first axial conductor will be electrically 
coupled to the first electrode array and will terminate at a 
point located axially beyond the termination points of the 
electrode wires in the first electrode array, typically by a 
distance in the range from 5 mm to 10 mm. Such extension 
of the first axial conductor axially beyond the first electrode 
array, places the conductor closer to the second electrode 
array and optional second axial conductor. Thus, a preferred 
central electrical conduction path is provided between the 
first and second arrays. Usually, the second electrode array 
will also include a second axial conductor extending part of 
the way to the first array, and the second axial conductor will 
usually extend axially beyond the tips of the electrodes in the 
second electrode array. Thus, in a preferred embodiment, the 

In another aspect of the present invention, methods for 
treating a treatment region in tissue comprise deploying a 
first electrode array in tissue on one side of the treatment 
region. A second electrode array is deployed in tissue along 
an axis with the first array and on the other side of the 
treatment region. Both the first and second electrode arrays 
have concave sides and convex sides, and a concave side of 
the first array faces a concave side of the second array when 
the electrodes are fully deployed. After deploying the elec­
trodes, an electrical current, usually a bipolar radio frequency 
current, is applied from the first and second electrode arrays 
through the intervening tissue. 

50 proximal ends of the first axial conductors and the distal 
ends of the second axial conductors will lie closer to each 
other than will any of the tips of the individual electrodes in 
the two respective electrode arrays. Such a structure will 
provide a preferred electrical conduction path through a gap 

55 left between the termini of the first and second axial con-

Usually, deploying the first electrode array comprises 60 

introducing a first probe through tissue to a location on one 
side of the treatment region and advancing a first plurality of 
at least three electrodes from the probe in an everting 
pattern. The second electrode array is deployed similarly by 
advancing a second plurality of at least three electrodes from 65 

the probe in an everting pattern at a location on the other side 
(typically opposite) of the treatment region. In the exem-

ductors. The current path and resulting current flux between 
the first and the second arrays is thus concentrated initially 
within the center of the tissue volume being treated (i.e., 
along the axis between the two arrays) which would not be 
the case in the absence of the axial conductors. 

It has been further found that the use of the preferred 
everting electrodes in the first and second arrays defines a 
generally ovoid lesion volume generally bounded by an 
outer cylindrical wall having hemispherical ends. Use of the 
axial conductors along the axis between those arrays helps 
to assure that tissue in the center of the treatment region is 
treated before the tissues lying at the outer cylindrical and 
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hemispherical peripheries of the treatment region is treated. 
After the central portions of the treatment region have been 
heated and necrosed to the extent that impedance to current 
flow increases, the individual electrodes of the electrode 
arrays will continue to heat and treat the outer portions. This 5 

two-step approach helps to assure that the entire volume, 
including both inner and outer portions of the treatment 
volume, is adequately necrosed. 

Preferential heating of the center of the lesion can also 
reduce the effect of non-uniform blood flow at different 10 

8 
within a target body tissue. The method set forth in the 
instructions for use will generally be in accord with any of 
the methods described above for the present invention. 
Usually, the treatment probe will be packaged in a conven­
tional medical device package, such as a tray, box, tube, 
pouch, or the like. The instructions for use may be provided 
on a separate sheet of paper or may be printed in whole or 
in part on a portion of the packaging. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a schematic illustration of the deployment of a 
first electrode array and a second electrode array in accor­
dance with the methods of the present invention. 

FIGS. lA-lC are schematic illustrations of the progres­
sion of tissue ablation achieved with the preferred treatment 
apparatus and methods of the present invention. 

points within the region to be treated. Destruction of the 
blood vessels within the center of the treatment region of 
tissue will tend to reduce perfusion differences in the larger, 
outer shell of the region. Moreover, even if the two electrode 
arrays experience different cooling because of such differ- 15 

ences in blood flow, the everted configuration of the two 
opposed electrode arrays will enhance creation of a substan­
tially contiguous shell surrounding the preferentially heated 
core. This effect further reduces the non-uniformities created 

FIG. 2 illustrates a first exemplary electrode array deploy­
ment probe constructed in accordance with the principles of 

20 the present invention. by differential cooling which has been a major problem in 
prior efforts to treat large tissue volumes with bipolar 
radiofrequency ablation. 

In a further aspect of the present invention, methods for 
bipolar radiofrequency necrosis of the tissue comprise 
deploying a first array of electrodes and a second array of 25 

electrodes in tissue. The first electrode array is deployed on 
one side of a treatment region and includes both a transverse 
face and an axial conductor extending in an axial direction 
from the transverse face. Usually, the electrode array which 
is located distally, i.e., furthest away from the entry point, 30 

will be deployed first in order to permit unimpeded imaging 
of the target tissue and the electrode during deployment. For 
that reason, the use of devices having separately deployable 
electrode arrays will often be preferred. Similarly, the sec­
ond electrode array includes a transverse face and an axial 35 

conductor extending in an axial direction opposed to the first 
axial conductor on the first electrode array. Bipolar radiof­
requency current is then applied between the two electrode 
arrays to heat and necrose tissue therebetween. The first and 
second electrode arrays will preferably have concave sur- 40 

faces and fully everted electrode tips which face each other, 
but the use of such concave electrode arrays is not necessary. 
For example, the electrode arrays may be radially divergent, 
but not actually evert. Alternatively, the electrode arrays 
may be deployed by using a diverter to turn straight elec- 45 

trodes radially outward, as generally described in German 
patent application 2124684 to Stadelmayr. 

The transverse faces of the first and second electrode 
arrays are preferably introduced from a single probe, but 
optionally could be introduced using two separate probes, 50 

such as two separate LeVeen™ Needle Electrodes as 
described previously. The LeVeen™ Needle Electrodes 
would have to be modified to include the axial conductors, 
as described in more detail below. 

The tissues to be treated and the treatment conditions will 55 

FIG. 3 is an enlarged portion of the electrode deployment 
array of FIG. 2 shown with portions broken away. 

FIG. 4 illustrates the electrode deployment probe of FIG. 
2, shown with the electrodes retracted. 

FIG. 5 is an enlarged view of the distal end of the probe 
of FIG. 4. 

FIG. 6 illustrates a second exemplary electrode deploy­
ment probe constructed in accordance with the principles of 
the present invention. 

FIG. 7 is a detailed view of the distal end of the probe of 
FIG. 6. 

FIG. 8 illustrates the use of a pair of separate electrode 
deployment probes for deploying electrodes in accordance 
with the methods of the present invention. 

FIG. 9 illustrates a kit including an electrode deployment 
probe, instructions for use, and packaging in accordance 
with the principles of the present invention. 

FIG. 10 is a perspective view of a third exemplary 
electrode deployment probe constructed in accordance with 
the principles of the present invention. 

FIGS. llA and llB are detailed views of the distal end of 
the probe of FIG. 10 illustrating a distal array deployed 
(FIG. llA) and distal and proximal probes deployed (FIG. 
llB). 

FIGS. 12A-12C illustrate the manner in which the elec­
trode arrays are deployed from the probe of FIG. 10. 

FIG. 13 is a detailed view of the handle of the probe of 
FIG. 10, with portions broken away. 

DESCRIPTION OF THE SPECIFIC 
EMBODIMENTS 

The present invention is intended to position electrode 
arrays, particularly bipolar arrays, relative to treatment 
regions within solid tissue of a patient. The treatment 
regions may be located anywhere in the body where hyper-
thermic exposure may be beneficial. Most commonly, the 
treatment region will comprise a solid tumor within an organ 
of the body, such as the liver, lung, kidney, pancreas, breast, 

be generally the same as described above in connection with 
the earlier embodiments of the methods of the present 
invention. Similarly, the electrode array dimensions will 
generally be the same as described above, except that the 
electrodes need not be concave or everting in all embodi­
ments. 

60 prostate (not accessed via the urethra), uterus, and the like. 

The present invention still further comprises kits includ­
ing one or more probes capable of deploying at least first and 
second electrode arrays, generally as described above. The 
kits will further include instructions for use for deploying 
the electrode arrays and applying bipolar radiofrequency 
current for treating a tumor or other diseased condition 

The volume to be treated will depend on the size of the 
tumor or other lesion, but the present invention is particu­
larly suitable for treating large treatment regions having the 
volumes and geometries set forth above. The peripheral 

65 dimensions of the treatment region may be regular, e.g., 
spherical or ellipsoidal, but will more usually be somewhat 
irregular. The lesion created to enclose the target tissue 
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region utilizing this invention will usually be cylindrical or 
10 

and convex surfaces. By facing the concave surfaces and 
electrode tips of the two electrode arrays toward each other 
so that they are generally aligned along a common axis, 
usually defined by a shaft of the probe, radiofrequency and 

a truncated conical volume, as described in more detail 
below. The treatment region may be identified using con­
ventional imaging techniques capable of elucidating a target 
tissue, e.g., tumor tissue, such as ultrasonic scanning, mag­
netic resonance imaging (MRI), computer-assisted tomog­
raphy (CAT), fluoroscopy, nuclear scanning (using radiola­
beled tumor-specific probes), and the like. Preferred is the 

5 other high frequency currents may be applied to tissue in a 
manner which creates a uniform lesion, i.e., a lesion which 
is continuous and without significant portions of viable 
tissue, even when the region has portions which have 

use of high resolution ultrasound which can be employed to 
monitor the size and location of the tumor or other target 10 

tissue being treated, either intraoperatively or externally. 

different perfusion and different cooling characteristics. 
Referring now to FIG. 1, a system 10 comprising a first 

electrode array 12 and a second electrode array 14 is 
schematically illustrated. The electrode arrays 12 and 14 are 
shown as fully everting arrays where individual electrode 
wires extend first in an axial direction, diverge radially 

Apparatus according to the present invention will usually 
comprise at least one probe having a distal end adapted to be 
positioned beneath a tissue surface at or near the treatment 
region or regions. A first array of electrodes comprising a 
plurality of tissue-penetrating electrodes, typically in the 
form of sharpened, small cross-section metal elements are 
reciprocatably attached to the probe so that they penetrate 
into tissue as they are advanced from a first specific site 
(referred to hereinafter as the first target site) at or adjacent 
to a peripheral boundary of the treatment region, as 
described in more detail hereinafter. The primary require­
ment of such electrode elements is that they can be deployed 

15 outwardly, and tum back upon themselves until they face in 
an opposite direction from which they began. The first 
electrode array 12 further includes an axial conductor 16 
which extends along an axis line 18 toward a second axial 
conductor 20 which is part of the second electrode array 14. 

20 The first electrode array 12 has a concave surface 22 and a 
convex surface 24, and the second electrode array 14 also 
has a concave surface 26 and a convex surface 28. In a 
preferred aspect of the present invention, the concave sur-

in an array, preferably a three-dimensional array, emanating 
from the first treatment site within the treatment region of 25 

the tissue. Usually, the first electrode array will be deployed 
from a first target site on a "distal" side of the treatment 
region, i.e., the side which is most remote from the organ or 
tissue entry point. In the exemplary embodiments, the elec­
trode elements are first introduced to the treatment region in 30 

a radially collapsed or other constrained configuration, and 
thereafter advanced into the tissue from a delivery cannula 
or other element in a divergent pattern to achieve the desired 
three-dimensional array. The electrode elements will diverge 
radially outwardly from the delivery cannula (located at the 35 

first target site) in a uniform pattern, i.e., with the spacing 
between adjacent electrodes diverging in a substantially 
uniform and/or symmetric pattern. Preferably, adjacent elec­
trodes will be spaced-apart from each other in similar or 
identical, repeated patterns and will usually be symmetri- 40 

cally positioned about an axis of the delivery element. The 
electrode elements may extend or project along generally 
straight lines from the probe, but will more usually be 
shaped to curve radially outwardly and to evert proximally 
so that they face partially or fully in the proximal direction 45 

when fully deployed. It will be appreciated that a wide 
variety of particular patterns can be provided to uniformly 
cover the region to be treated. 

Apparatus according to the present invention will also 
comprise at least a second array of electrodes comprising a 50 

plurality of tissue-penetrating electrodes typically in the 
form-of sharpened, small cross-section metal wires or ele­
ments. The second electrode array will usually be attached 
to the same probe as is the first electrode array. In some 
instances, however, the methods of the present invention 55 

may utilize first and second electrode arrays which are 
deployed from separate probes and operated in a bipolar 
manner, as described in more detail below. The electrode 
wires or elements of the second array will be deployed from 
a second target site within the treatment region, usually on 60 

a "proximal" side thereof, i.e., the side which is closest to the 
organ or tissue entry point. The electrodes of the second 
array will be introduced similarly to those of the first array, 
i.e., in a collapsed configuration, and subsequently deployed 
radially outwardly. In the exemplary embodiments, both the 65 

first and the second electrode arrays include everting elec­
trode elements which form arrays having generally concave 

faces at 22 and 26 of the electrode arrays 12 and 14 face each 
other along the axis line 18. The first axial conductor 16 and 
the second axial conductor 20 also face each other and 
extend toward each other, (usually beyond the inward ter­
minations of the metal elements of the corresponding arrays 
22 and 26) leaving a gap between the distal termini of each 
conductor 16 and 20 which is less than the distance between 
the inward terminations of the arrays 22 and 26. The current 
flow will initially be concentrated in this gap which is 
located in the central core of the tissue treatment region, as 
illustrated in FIG. lA above. Preferably, the distance 12 

between the inner termini 17 and 21 of the axial conductors 
16 and 20 will be in the range from 0.25 to 0.75 of the 
distance 11 between the inner termini of the innermost 
portions of the electrode arrays 24 and 26. The treatment 
region will thus be heated and necrosed from the center 
outward, thus enhancing the ability to completely and uni­
formly necrose the entire tissue volume of the treatment 
region defined by the outward perimeters of the arrays 22 
and 26, as illustrated in FIG. lC above. 

In the methods of the present invention, the first electrode 
array 12 and the second electrode array 14 will be disposed 
within tissue on opposite sides of a treatment region. The 
arrays will be disposed generally as shown in FIG. 1, 
preferably with the axial conductors 16 and 20 aligned along 
a common axis line, most preferably being positioned on a 
single probe shaft, as will be described in more detail 
hereinafter. The first electrode array 12 is connected to a first 
pole 30 of a radiofrequency power supply 32. A second 
electrode array 14 is connected to the other pole 34 of the 
power supply 32. In this way, the first electrode array and 
second electrode array will be powered in bipolar manner in 
order to effect radio frequency current flow through the tissue 
volume between the arrays. Tissue destruction by the current 
will define the treatment region. 

The geometry and volume of the treatment region within 
the patient tissue is determined by controlling various 
dimensions of the apparatus. For example, the arrays 12 and 
14 will usually have outer circular diameters Din the range 
from 1 cm to 6 cm, usually from 2 cm to 4 cm. The diameters 
of each array will usually be the same, although they could 
differ in certain circumstances. When the diameters are the 
same, the geometry of the lesion created will be generally 
cylindrical. When the diameters are different, the geometry 
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could generally be a truncated cone. The distance between 
the electrode arrays 11 will usually be in the range from 2 cm 
to 10 cm, more usually in the range from 3 cm to 7 cm, and 
preferably in the range from 4 cm to 6 cm. The axial 
conductor 16 will typically have a length in the range from 5 

0.5 cm to 2 cm, and the gap between the distal termini of the 
axial conductors 16 and 20 will typically have a length 12 in 
the range from 0.5 cm to 5 cm, usually from 1 cm to 3 cm. 
Usually, the inner termination 17 of the first axial conductor 
16 will extend beyond the inner terminations of the indi- 10 

vidual electrodes in a first electrode array 22 by a distance 
13 in the range from 0.5 cm to 2 cm, preferably from 0.7 cm 
to 1.3 cm. Similarly, the axial conductor 20 associated with 

12 
ends of their voltage and power capabilities, with voltage 
then being increased as necessary to maintain current flow. 
More suitable power supplies will be capable of supplying 
an ablation current at a relatively low fixed voltage, typically 
below 200V (peak-to-peak). Such low voltage operation 
permits use of a power supply that will significantly and 
passively reduce output in response to impedance changes in 
the target tissue. The output will usually be from 50 W to 
200 W, usually having a sinusoidal wave form, but other 
wave forms would also be acceptable. Power supplies 
capable of operating within these ranges are available from 
commercial vendors, such as Radionics and RadioThera­
peutics Corporation. A preferred power supply is model 
RF-2000, available from RadioTherapeutics Corporation, 
Mountain View, Calif., assignee of the present application. 

The probe which contains the deployable electrode ele­
ment arrays will usually comprise an elongate shaft, typi­
cally a rigid or semi-rigid, metal or plastic cannula. In some 
cases, the cannula will have a sharpened tip, e.g., be in the 

the second electrode array 26 will terminate inwardly at 21 
relative to the inward terminations of the individual elec- 15 

trodes, typically by a length in the ranges just set forth, more 
typically, having a length equal to 13 as also in the first axial 
conductor 16. The use of the axial conductors 16 and 20 is 
generally preferred since they provide a preferred current 
return path in bipolar operation which increases the current 
flux within the center of the region being treated. Such 
increased current flux, in tum, assures that the center of the 
treated region, e.g., along the axis line 18 between the tips 

20 form of a needle, to facilitate introduction to the tissue 
treatment region. In such cases, it is desirable that the 
cannula or needle be sufficiently rigid, i.e., have sufficient 
column strength, so that it can be accurately advanced 
through tissue. In other cases, the cannula may be introduced 17 and 21 of the axial conductors 16 and 20, will be 

preferentially heated prior to the heating and necrosis of the 
outer portions of the treatment region. If the outer portions 
of the treatment region were treated first, it might be more 
difficult to assure that all portions, and in particular the inner 
portions, of the treatment region are adequately treated. 

25 using an internal sty let which is subsequently exchanged for 
one or more of the electrode arrays. In the latter case, the 
cannula can be relatively flexible since the initial column 
strength will be provided by the stylet. The cannula serves 
to constrain the individual electrode elements of the elec-

Referring to FIGS. lA-lC, the propagation of the tissue 30 

necrosis region achieved by the apparatus and methods of 
the present invention is schematically illustrated. Initially, 
the current flux is concentrated between the tips 17 and 21 
of the axial conductors 16 and 20, resulting in a relatively 
small generally cylindrical or ovoid necrosis region, as 35 

shown in FIG. lA. As the tissue become necrosed, its 
impedance increases, causing the current flux to move 
outwardly beyond the central core, creating a spheroidal 
region of necrosis, as shown in FIG. 1B. After the central 
region between arrays 22 and 26 including most or all of the 40 

volume surrounding the axial conductors becomes more 
fully necrosed, and the impedance increases over an even 
larger volume, current flow between the inner most tips of 
the individual conductors of the arrays 24 and 26 will 
increase, eventually resulting in the entire region between 45 

the arrays becoming necrosed, as shown in FIG. lC. Usually, 

trode arrays in a radially collapsed configuration to facilitate 
their introduction to the tissue treatment region. The first 
electrode array can then be deployed to its desired configu­
ration, usually a three-dimensional configuration, by extend­
ing distal ends of the electrode elements from the distal end 
of the cannula into the tissue. In the preferred case of the 
tubular cannula, this can be accomplished simply by advanc-
ing the distal ends of the electrode elements of the first 
electrode array distally from the tube so that they emerge 
and deflect (usually as a result of their own spring or shape 
memory) in a radially outward pattern. The electrode arrays 
of the second electrode array may then be proximally 
advanced from the tube so that they emerge and deflect 
(again, usually as a result of their own spring or shape 
memory) in a radially outward pattern which is a mirror 
image of the pattern formed by the first electrode array. 
Particular devices employing a single probe or elongate 
member for deploying such spaced-apart arrays will be 
described in more detail below. 

Referring now to FIGS. 2-5, a first exemplary electrode 
probe 50 will be described. The probe 50 has a coaxial 
design with a distal electrode array 52 and a proximal 
electrode array 54. The distal electrode array 52 is deployed 
by a distal conductor 56 which is attached to a slider 58 
having a threaded end 60. The proximal electrode array 54 

the region of necrosis will extend slightly beyond the arrays 
themselves due to heat conduction from the tissue which is 
being directly heated by the electrical current flow. In 
addition to the impedance increase, the reduction of blood 50 

flow through the central portions of the treatment region as 
that tissue becomes necrosed will also contribute to the 
uniformity of heating and subsequent necrosis of the larger 
volume. That is, as the blood flow through the treatment 
region is decreased, the ability to uniformly heat the tissue 55 is attached to a proximal conductor 62 which, in tum, is 

attached to a proximal yoke 64. The proximal yoke 64 also 
has a threaded end 66 in a handle 68 of the probe 50. The 
handle 68, in turn, includes a stationary portion 70 and a 
rotatable portion 72. The rotatable portion 72 has a first 

via the passage of current is enhanced. 
The RF power supply 32 may be a conventional general 

purpose electrosurgical power supply operating at a fre­
quency in the range from 300 kHz to 1.2 MHz, with a 
conventional sinusoidal or non-sinusoidal wave form. Such 
power supplies are available from many commercial sup­
pliers, such as Valleylab, Aspen, and Bovie. Most general 
purpose electrosurgical power supplies, however, are con­
stant current, variable voltage devices and operate at higher 
voltages and powers than would normally be necessary or 65 

suitable for the methods of the present invention. Thus, such 
power supplies will usually be operated initially at the lower 

60 threaded channel 74 which receives the threaded end 60 of 
the distal array slider 58. A second threaded channel 76 
receives the threaded end 66 of the proximal yoke 64. In this 
way, rotation of the rotatable part 72 of handle 68 will 
simultaneously advance the distal slider 58 to deploy the 
distal electrode array 52 and retract the proximal yoke 64 
which will deploy the proximal array 54, as best illustrated 
in FIG. 3. The proximal conductor 62 extends distally 
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through an insulated outer sheath 80 and past a gap 82 (FIG. 
4) between the sheath 80 and a proximal conductor tube 84. 
When the proximal array 50 is distally advanced, as shown 
in FIGS. 4 and 5, the proximal array will be contained within 

14 
lated gap region 124 at the distal end of the proximal 
conductor 122 may also be tapered or beveled in order to 
facilitate insertion. 

As best seen in FIG. 7, the proximal conductor 110 and 
distal conductor 106 will both extend through parallel tubes 
which are covered by an insulating material 130. Thus, the 
probe 100 may be used in generally the same manner as 
described for prior probe 50. 

Referring now to FIG. 8, the methods of the present 

a central lumen of the proximal conductor tube 84. As the 5 

array 54 is proximally advanced, by rotation of handle 
portion 72, the individual electrode tines advanced radially 
outwardly through the gap 82 and eventually extend to their 
fully everted configuration, as shown in FIGS. 2 and 3. 

10 invention may be performed using separate electrode 
deployment probes 160 and 170, such as the LeVeen™ 
Needle Electrodes described previously. To use such sepa­
rate probes, they should be inserted to a tissue region in 
generally opposite directions along coincident axes to lie 

While the proximal array 54 is being proximally 
deployed, the distal array 52 is simultaneously being 
deployed by advancing distally outwardly from a distal 
conductor tube 86 at the distal end of the probe 50. When 
fully deployed, a distal electrode array 52, as shown in 
FIGS. 2 and 3, is in electrical contact with the distal 
conductor 86 so that the array and conductor form an 
integrated electrode array of the type illustrated in FIG. 1. 
Similarly, the proximal electrode array 54 is in electrical 
contact with the proximal conductor tube 84. The two arrays 
and respective conductors form an integrated electrode 
structure similar to that shown in FIG. 1. A non-conductive 
gap 88 remains between the conductor tubes 86 and 84. 

15 side-by-side, as illustrated in FIG. 8. The electrode arrays 
162 and 172 may then be deployed in a manner such that the 
concave faces 164 and 174 of the arrays are opposed along 
a generally axial line therebetween. Preferably, at least a 
portion of each probe 160 and 170 will be modified to 

20 provide an axial conductor. For example, a distal portion 168 
of the shaft of electrode deployment probe 160 may have an 
insulating sheath removed so that it becomes electrically 
conductive. In this way, the deployed array 162 will be 
electrically coupled to a conductor region 168 which forms 

The probe 50 may be employed by introducing the probe 
into target tissue with both electrode arrays 52 and 54 
completely withdrawn within their respective conductors 84 
and 86. The probe 50 may be introduced directly using the 
sharpened distal tip 90 formed at the distal end of the distal 
conductor 84. Once at the desired target site, which may be 30 
determined using various imaging techniques as described 
above, the rotating portion 72 of handle 68 is rotated in order 

25 an axial conductor for use in the methods of the present 
invention. Similarly, a distal portion 178 of probe 170 may 
also have its insulation removed so that it becomes electri­
cally active and acts as an axial conductor in combination 
with the electrode array 172. Once the electrode arrays 162 
and 172 are deployed as shown in FIG. 8, they may be 
electrically powered and used to perform methods according 
to the present invention as described above. 

to advance both electrode arrays 52 and 54 into tissue. Thus, 
the two electrode arrays together envelope a tissue volume 
which becomes the treatment region when electrical power 35 
is applied. The proximal conductor 62 and distal conductor 
56 are then connected to an electrosurgical power supply 
through connectors (not shown) on the handle 68. 

Referring now to FIGS. 6 and 7, a second exemplary 
probe 100 constructed in accordance with the principles of 40 

the present invention will be described. The probe 100 
includes a distal array 102 and a proximal array 104, each of 
which comprise a plurality of individual everting electrodes 
which may be similar in construction to those described in 
connection with probe 50. The distal array 102 is connected 45 

through a conductor 106 to a first rack 108. The proximal 
array 104 is connected to a conductor 110 which is con­
nected to a second rack 112. The racks 108 and 112 are 
coupled by a pinion gear 114 so that pulling on a knob 116 

Referring now to FIG. 9, a kit according to the present 
invention will include at least a single electrode deployment 
probe, such as probe 50, and instructions for use IFU. The 
instructions for use will set forth a method for deploying a 
pair of electrodes from probe 50 in tissue in accordance with 
any of the methods described hereinabove. The instructions 
for use will generally be written on a package insert or other 
separate piece of paper or enclosure, but could also be 
printed in whole or in part on other packing materials. 
Usually, all components of the kit will be packaged together 
in a conventional package 200, such as a pouch, tray, box, 
tube, or the like. Preferably, the probe 50 will be sterilized 
within the package so that they are immediately ready for 
use in a sterile environment. 

Referring to FIGS. 10, llA, and 11B, a fourth exemplary 
electrode probe 300 will be described. The electrode probe 
300 has a coaxial design with a distal electrode array 302 

in a proximal direction (arrow 118) causes the first rack 108 
to move proximally and the second rack 112 to move 
distally. This way, the distal array 102 which is connected to 
rack 108 will be retracted proximally within the probe while 
the proximal array 104 will be retracted distally within the 
probe. Unlike probe 50, however, the distal array 102 and 
proximal array 104 are disposed in different, parallel tubular 
structures. The distal array 102 is disposed in a distal 
conductor tube 120, as best shown in FIG. 7, and the 
proximal array 104 is disposed in a proximal conductor tube 
122. The distal conductor tube 120 and proximal conductor 
tube 122 are both electrically conductive so they act as axial 
conductors in conjunction with their respective arrays. 
Moreover, an insulated gap 124 exists between the electri­
cally conductive tubes 120 and 122 to provide a gap between 
them, as generally described previously. Additionally, the 
distal tip 126 of at least the distal conductor tube 120 will be 
sharpened to facilitate tissue insertion. Optionally, the insu-

50 (FIG. llA) and a proximal electrode array 304 which may 
be separately deployed. As shown in FIG. llA, the distal 
electrode array 302 has been deployed while the proximal 
array 304 remains retracted within the electrode probe 300. 
As shown in FIG. 11B, both the distal electrode array 302 

55 and the proximal electrode array 304 have been deployed. 
While it is not illustrated, it also possible to deploy the 
proximal electrode array 304 without having deployed the 
distal electrode array 302. 

The primary components of the electrode probe 300 are 
60 generally the same as those for the prior embodiments of the 

electrode probes of the present invention. The electrode 
probe 300 includes a shaft 306 having a distal end 308 and 
a proximal end 310. A handle structure 312 is attached to the 
proximal end 310 of the shaft 306 and includes a cylindrical 

65 body 314 and a deployment knob 316. A portion or region 
318 of the cylindrical body 314 is transparent to permit 
viewing of a translatable marker ring 320, as will be 
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described in more detail hereinafter. The shaft 306 will 
preferably have a sharpened or otherwise tissue-penetrating 
tip 322, as generally described above in connection with 
prior embodiments. 

The distal array 302 will be electrically coupled to a 5 

portion of the shaft 324, which provides the axial conductor 
described in connection with prior embodiments. Similarly, 
the proximal electrode array 304 will be electrically coupled 

16 
and axially reciprocate within the body 314 of the handle, as 
shown in FIGS. 12A-12C above. In addition, the knob 316 
captures rotatable terminal 344 which, in turn, is connected 
to a coupling shaft 360. Axial movement of the knob 316 
causes both the terminal 342 and shaft 360 to reciprocate and 
deploy the distal array 302. Temporary retaining ring 370 
and spacer 372 will be removed prior to deployment. 

The knob 316 is also coupled to a rotatable core 346 
which rotates with the knob. Rotation of the core 346 
engages threads 348 on a shuttle 350 which axially translates 
in response to rotation of the knob 316. Axial translation of 
the shuttle, in turn, translates a shaft 352 which is connected 
to and deploys the proximal electrode array 304. In this way, 
the arrays 302 and 304 may be independently and separately 
deployed using the knob, as generally shown above in FIGS. 
12A and 12C. A marker surface 320 will be present on the 
shuttle 350 so that the marker will move and be visible 
through the transparent region 318 of the handle. Electrical 
terminals 380 and 382 are provided for connection to a 

to a second portion 326 of the shaft, which also provides an 
axial conductor as described above. Thus, when fully 10 

deployed, the electrode arrays 302 and 304 together with 
respective axial conductors 324 and 326 will provide the 
electrode array configuration as shown in FIG. 1. The axial 
conductors 324 and 326 will be separated by an electrically 
non-conductive portion 328 of the shaft. The electrode probe 15 

300 will further include a first cylindrical conductor 330 for 
attaching an external power supply to the proximal array 
304. A second conductor 332 (FIG. 13) is provided in the 
knob 316 of the handle structure 312 for connecting the 
distal array 302 to the external power supply. 20 bipolar power supply, generally as shown in FIG. 1. 

Referring now to FIGS. 12A-12C, sequential deployment 
of the electrode arrays 302 and 304 using the electrode probe 
300 will be described. As shown in FIG. 12A, the electrode 
probe 300 is in its initial or shelf configuration with both 
electrode arrays 302 and 304 being retracted within the shaft 25 

306. The deployment knob 316 will be positioned in its 
proximal-most position relative to the cylindrical body 314 
of handle 312. Initially after the sharpened tip 322 of shaft 
306 is introduced through solid tissue to a desired target site, 
either the distal array 302 or the proximal array 304 may be 30 

selectively deployed. As shown in FIG. 12B, the distal array 
302 is deployed by depressing the knob 326, i.e., axially 
translating the knob relative to the cylindrical body 312 in a 
distal direction so that the electrode array 302 is advanced 
distally from the distal end of the shaft 306. As with the prior 35 

embodiments, the distal electrode array 302 will first emerge 
in a distal direction and then diverge, typically to form an 
everted configuration as illustrated. The proximal array 306 
is separately deployed by rotating the handle 316 as illus­
trated by the arrow 340 in FIG. 12C. Such rotation causes 40 

the proximal electrode array 304 to first advance proximally 
relative to the shaft 306 and then to diverge radially out­
wardly. Again, in the preferred embodiment, the proximal 
array will also evert so that its tips end up pointed toward the 
tips of the electrodes in the distal electrode array 302, as 45 

shown in FIG. 12C. In addition to deploying the proximal 
array 304, twisting of the handle 306 causes the marker ring 
320 to axially translate in a proximal direction from the 
initial position, as shown in FIGS. 12A and 12B, to a final 
position as shown in FIG. 12C. Movement of the marker 320 50 

allows the physician to visually confirm whether or not the 
proximal electrode array 304 has been deployed. Determi­
nation of whether the distal electrode array 302 has been 
deployed can readily be made based on the axial position of 
the knob 316. When in the proximally extended configura- 55 

tion of FIG. 12A, the physician knows that the distal 
electrode array 302 has not been deployed. When it is fully 
advanced in a distal direction, as shown in FIGS. 12B and 
12C, the physician will know that the distal array 302 has 
been deployed. 60 

A wide variety of internal mechanisms can be provide for 
allowing the separate deployment of the distal electrode 
array 302 and the proximal electrode array 304. A particular 
exemplary structure is shown in FIG. 13, where portions of 
the handle structure 312 are broken away to reveal the inner 65 

components thereof. The deployment knob 316 is attached 
to a slideable sleeve 344 which enables the knob to rotate 

While the above is a complete description of the preferred 
embodiments of the invention, various alternatives, modifi­
cations, and equivalents may be used. Therefore, the above 
description should not be taken as limiting the scope of the 
invention which is defined by the appended claims. 

What is claimed is: 
1. A tissue ablation probe, comprising: 
a shaft having a distal end and a proximal end; 
a first array of electrodes mounted on the shaft, the first 

array of electrodes having a retracted configuration and 
a deployed configuration; 

a second array of electrodes mounted on the shaft at a 
location spaced apart proximally from the first array of 
electrodes, the second array of electrodes having a 
retracted configuration and a deployed configuration, 

wherein at least one of the electrodes of the first array is 
configured to initially deploy from the shaft in a distal 
direction, wherein at least one of the electrodes of the 
second array is configured to initially deploy from the 
shaft in a proximal direction, wherein the at least one 
electrode of the first array has an end that faces at least 
partially in the proximal direction, the at least one 
electrode of the second array has an end that faces at 
least partially in the distal direction, and the end of the 
at least one electrode of the second array is located 
proximal to the end of the at least one electrode of the 
first array when the first and the second arrays are 
deployed, and wherein the deployed first and second 
electrode arrays are configured to necrose a volume of 
tissue therebetween when electrical energy is applied 
between the first and second electrode arrays. 

2. The probe of claim 1, wherein each of the electrodes of 
the first and the second arrays everts away from the shaft as 
it is being deployed. 

3. The probe of claim 1, wherein the shaft has at least one 
cavity for receiving the first and the second electrode arrays 
when the first and the second electrode arrays are retracted. 

4. The probe of claim 1, wherein the shaft has at least one 
cavity for receiving the first electrode array when the first 
electrode array is retracted, and at least a second cavity for 
receiving the second electrode array when the second elec­
trode array is retracted. 

5. The probe of claim 1, further comprising: 
a first rod connected to the first electrode array and 

slidably disposed in the shaft, wherein the first elec-
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trade array is placed in the deployed configuration 
when the first rod is slid within the shaft in the distal 
direction; and 

a second rod connected to the second electrode array and 
slidably disposed in the shaft, wherein the second 5 

electrode array is placed in the deployed configuration 
when the second rod is slid within the shaft in the 
proximal direction. 

6. The probe of claim 1, wherein either or both of the first 
and the second electrode arrays span a planar area in the 10 

range between 3 cm2 to 20 cm2 when deployed. 
7. The probe of claim 1, wherein the first and the second 

electrode arrays, when deployed, are spaced at least 2 cm 
from each other. 

8. The probe of claim 1, wherein the first and the second 15 

electrode arrays each has a concave face when deployed. 
9. The probe of claim 1, further comprising: 
a first connector coupled to the shaft for connecting the 

first electrode array to one pole of a power supply; and 
a second connector coupled to the shaft for connecting the 20 

second electrode array to a second pole of the power 
supply. 

10. The probe of claim 1, wherein the first and second 
electrode arrays are configured to necrose the volume of 
tissue axially outward from a center of the volume of tissue. 25 

11. The probe of claim 1, wherein the entire lengths of the 
at least one electrode of the first array and the at least one 
electrode of the second array are uninsulated. 

12. The probe of claim 1, wherein the volume of tissue 
configured to be necrosed by the first and second electrode 30 

arrays is at least 30 cm3
. 

13. The probe of claim 1, wherein the first and second 
electrode arrays are completely spaced apart in the axial 
direction when in the deployed configuration. 

14. The probe of claim 1, wherein the second electrode 35 

array deploys from a proximal axial location of the shaft, 
and the first electrode array deploys from a distal axial 
location of the shaft. 

18 
electrode of the first array has an end that faces at least 
partially in the proximal direction, the at least one 
electrode of the second array has an end that faces at 
least partially in the distal direction, and the end of the 
at least one electrode of the second array is located 
proximal to the end of the at least one electrode of the 
first array when the first and the second arrays are 
deployed, and wherein the deployed first and second 
electrode arrays are configured to necrose a volume of 
tissue therebetween when electrical energy is applied 
between the first and second electrode arrays. 

17. The probe of claim 16, further comprising: 
a first rod connected to the first electrode array and 

slidably disposed in the shaft, wherein the first elec­
trode array is placed in the deployed configuration 
when the first rod is slid within the shaft in the distal 
direction; and 

a second rod connected to the second electrode array and 
slidably disposed in the shaft, wherein the second 
electrode array is placed in the deployed configuration 
when the second rod is slid within the shaft in the 
proximal direction. 

18. The probe of claim 16, wherein either or both of the 
first and the second electrode arrays span a planar area in the 
range between 3 cm2 to 20 cm2 when deployed. 

19. The probe of claim 16, wherein the first and the second 
electrode arrays are spaced at least 2 cm from each other. 

20. The probe of claim 16, wherein the first and the second 
electrode arrays each has a concave face when deployed. 

21. The probe of claim 20, wherein the concave face of the 
first electrode array faces the concave face of the second 
electrode array when the electrode arrays are deployed. 

22. The probe of claim 16, further comprising: 
a first connector coupled to the first tube for connecting 

the first electrode array to one pole of a power supply; 
and 

a second connector coupled to the second tube for con­
necting the second electrode array to a second pole of 
the power supply. 15. The probe of claim 1, wherein the end of the at least 

one electrode of the second array is proximal to the end of 40 

the at least one electrode of the first array. 
23. The probe of claim 16, wherein the first and second 

electrode arrays are configured to necrose the volume of 
tissue axially outward from a center of the volume of tissue. 

24. The probe of claim 16, wherein the entire lengths of 
the at least one electrode of the first array and the at least one 

45 electrode of the second array are uninsulated. 

16. A tissue ablation probe, comprising: 
a first tube having a distal end, a proximal end, and a 

lumen extending between the ends; 
a first array of electrodes at least partially disposed within 

the lumen of the first tube, the first array of electrodes 
having a retracted configuration and a deployed con­
figuration; 

a second tube located next to the first tube, the second tube 
having a distal end, a proximal end, and a lumen 
extending between the ends; 

a second array of electrodes at least partially disposed 
within the lumen of the second tube, the second array 
of electrodes having a retracted configuration and a 
deployed configuration, 

wherein at least one of the electrodes of the first array is 
configured to initially deploy from the shaft in a distal 
direction, wherein at least one of the electrodes of the 
second array is configured to initially deploy from the 
shaft in a proximal direction, wherein the at least one 

25. The probe of claim 16, wherein the volume of tissue 
configured to be necrosed by the first and second electrode 
arrays is at least 30 cm3

. 

26. The probe of claim 16, wherein the first and second 
50 electrode arrays are completely spaced apart in the axial 

direction when in the deployed configuration. 
27. The probe of claim 16, wherein the second electrode 

array deploys from a proximal axial location of the shaft, 
and the first electrode array deploys from a distal axial 

55 location of the shaft. 
28. The probe of claim 16, wherein the end of the at least 

one electrode of the second array is proximal to the end of 
the at least one electrode of the first array. 

* * * * * 




