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1 

PULSE OXIMETER AND SENSOR 
OPTIMIZED FOR LOW SATURATION 

CROSS-REFERENCE TO RELATED 
APPLICATIONS 

This is a continuation of U.S. application Ser. No. 09/003, 
413, filed Jan. 6, 1998, now U.S. Pat. No. 6,272,363, which 
is a continuation of U.S. application Ser. No. 08/413,578, 
filed Mar. 30, 1995, now U.S. Pat. No. 5,782,237, which is 

2 
lation ratio over a range of in vivo measured arterial oxygen 
saturations (SaO2 ) on a set of patients, healthy volunteers or 
animals. The observed correlation is used in an inverse 
manner to estimate saturation (SpO2 ) based on the real-time 

5 measured value of modulation ratios. (As used herein, SaO2 

refers to the in vivo measured functional saturation, while 
SpO2 is the estimated functional saturation using pulse 
oximetry.) 

a continuation-in-part of U.S. application Ser. No. 08/221, 10 

911, filed Apr. 1, 1994, now U.S. Pat. No. 5,421,329, which 
disclosures are incorporated herein by reference. 

The choice of emitter wavelengths used in conventional 
pulse oximeters is based on several factors including, but not 
limited to, optimum signal transmission through blood per­
fused tissues, sensitivity to changes in arterial blood oxygen 
saturation, and the intensity and availability of commercial 
LEDs at the desired wavelengths. Traditionally, one of the BACKGROUND OF THE INVENTION 

Pulse oximetry is used to continuously monitor the arte­
rial blood oxygen saturation of adults, pediatrics and neo­
nates in the operating room, recovery room, intensive care 
units, and increasingly on the general floor. A need exists for 
pulse oximetry in the delivery room for monitoring the 
oxygen status of a fetus during labor and delivery, and for 
monitoring the oxygen status of cardiac patients. 

15 two wavelengths is chosen from a region of the absorption 
spectra (FIG. 1) where the extinction coefficient of HbO2 is 
markedly different from Hb. The region near 660 nm is 
where the ratio of light absorption due to reduced hemoglo­
bin to that of oxygenated hemoglobin is greatest. High 

20 intensity LEDs in the 660 nm region are also readily 
available. The IR wavelength is typically chosen near 805 
nm (the isosbestic point) for numerical convenience, or in 
the 880-940 nm spectrum where additional sensitivity can 
be obtained because of the inverse absorption relationship of 

Pulse oximetry has traditionally been used on patient 
populations where arterial blood oxygen saturation is typi­
cally greater than 90%, i.e., more than 90% of the functional 
hemoglobin in the arterial blood is oxyhemoglobin and less 
than 10% is reduced hemoglobin. Oxygen saturation in this 
patient population rarely drops below 70%. When it does 
drop to such a low value, an unhealthy clinical condition is 
indicated, and intervention is generally called for. In this 30 
situation, a high degree of accuracy in the estimate of 
saturation is not clinically relevant, as much as is the trend 
over time. 

25 Hb and HbO2 . Unfortunately, pulse oximeters which use 
LED wavelengths paired from the 660 nm band and 900 nm 
bands all show diminished accuracy at low oxygen satura-
tions. 

SUMMARY OF THE INVENTION 

According to the invention, more accurate estimates of 
low arterial oxygen saturation using pulse oximetry are 
achieved by optimizing a wavelength spectrum of first and Conventional two wavelength pulse oximeters emit light 

from two Light Emitting Diodes (LEDs) into a pulsatile 
tissue bed and collect the transmitted light with a photodiode 
positioned on an opposite surface (transmission pulse 
oximetry), or an adjacent surface (reflectance pulse 
oximetry). The LEDs and photodetector are housed in a 
reusable or disposable sensor which connects to the pulse 
oximeter electronics and display unit. The "pulse" in pulse 
oximetry comes from the time varying amount of arterial 
blood in the tissue during the cardiac cycle, and the pro­
cessed signals from the photodetector create the familiar 
plethysmographic waveform due to the cycling light attenu­
ation. For estimating oxygen saturation, at least one of the 
two LEDs' primary wavelength must be chosen at some 
point in the electromagnetic spectrum where the absorption 

35 second light sources so that the saturation estimates at low 
saturation values are improved while the saturation esti­
mates at high saturation values are minimally adversely 
affected as compared to using conventional first and second 
wavelength spectrums. It has been discovered that calcula-

40 tions at low saturation can be significantly improved if the 
anticipated or predicted rates of absorption and scattering of 
the first wavelength spectrum is brought closer to, optimally 
equal to, the anticipated or predicted rates of absorption and 
scattering of the second wavelength spectrum than otherwise 

45 exists when conventional wavelength spectrum pairs are 
chosen, such as when conventionally using a first wave­
length centered near 660 nm and a second wavelength 
centered anywhere in the range of 880 nm-940 nm. 

of oxyhemoglobin (HbO2) differs from the absorption of 
reduced hemoglobin (Hb). The second of the two LEDs' 50 

wavelength must be at a different point in the spectrum 
where, additionally, the absorption differences between Hb 
and HbO2 are different from those at the first wavelength. 
Commercial pulse oximeters utilize one wavelength in the 
near red part of the visible spectrum near 660 nanometers 55 

(nm), and one in the near infrared part of the spectrum in the 
range of 880 nm-940 nm (See FIG. 1). As used herein, "red" 
wavelengths or "red" spectrum will refer to the 600-800 nm 
portion of the electromagnetic spectrum; "near red", the 
600---700 nm portion; "far red", the 700-800 nm portion; and 60 
"infrared" or "near infrared", the 800---1000 nm portion. 

Photocurrents generated within the photodetector are 
detected and processed for measuring the modulation ratio 
of the red to infrared signals. This modulation ratio has been 
observed to correlate well to arterial oxygen saturation as 65 

shown in FIG. 2. Pulse oximeters and pulse oximetry 
sensors are empirically calibrated by measuring the modu-

The present invention solves a long felt need for a pulse 
oximeter sensor and system which provides more accurate 
estimates of arterial oxygen saturation at low oxygen 
saturations, i.e. saturations equal to or less than 80%, 75%, 
70%, 65%, or 60%, than has heretofore existed in the prior 
art. The sensor and system is particularly useful for estimat-
ing arterial saturation of a living fetus during labor where the 
saturation range of principal importance and interest is 
generally between 15% and 65%, and is particularly useful 
for estimating arterial saturation of living cardiac patients 
who experience significant shunting of venous blood into 
their arteries in their hearts and hence whose saturation 
range of principle importance and interest is roughly 
between 50% and 80%. By contrast, a typical healthy human 
has a saturation greater than 90%. The invention has utility 
whenever the saturation range of interest of a living subject, 
either human or animal, is low. 

In addition to providing better estimates of arterial oxygen 
saturation at low saturations, the sensor, monitor, and system 
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of the invention further provide better and more accurate 
oxygen saturation estimates when perturbation induced arti­
facts exist and are associated with the subject being moni­
tored. 

When the rates of absorption and scattering by the tissue 5 

being probed by the first and second wavelength spectrums 
are brought closer together for the saturation values of 
particular interest, improved correspondence and matching 

4 
fetal sensor is subject to increased perturbation induced 
artifact. Another unique factor in fetal oximetry is that the 
sensor is typically inserted through the vagina and the 
precise location where it lands is not known in advance. 

The present invention recognizes all of these features 
unique to fetal oximetry or oximetry for low saturation 
patients and provides a sensor which optimizes the immu­
nity to perturbation induced artifacts. This optimization is 
done with a trade-off on the sensitivity to changes in of the tissue actually being probed by the first and second 

wavelengths is achieved, thus drastically reducing errors 
introduced due to perturbation induced artifacts. For 
example, when light of one wavelength is absorbed at a rate 
significantly higher than that of the other wavelength, the 
light of the other wavelength penetrates significantly further 
into the tissue. When the tissue being probed is particularly 
in-homogenous, this difference in penetrations can have a 
significant adverse impact on the accuracy of the arterial 
oxygen saturation estimate. 

10 saturation value. This trade-off results in a more reliable 
calculation that is not obvious to those who practice the prior 
art methods which attempt to maximize the sensitivity to 
changes in the saturation value. The improvement in per­
formance that results from these optimizations are appli-

15 cable to both reflectance and transmission pulse oximetry. 
An example of a fetal transmission pulse oximetry configu­
ration usable with the present invention is described in U.S. 
patent application Ser. No. 07/752,168, assigned to the 
assignee of the present invention, the disclosure of which is Perturbation induced artifacts include, but are not limited 

to, any artifact that has a measurable impact on the relative 
optical properties of the medium being probed. 

Perturbation induced artifacts include but are not limited 
to the following: 

20 incorporated herein by reference. An example of a non-fetal 
transmission pulse oximetry configuration usable with the 
present invention is described in U.S. Pat. No. 4,830,014, 
assigned to the assignee of the present invention, the dis-
closure of which is incorporated herein by reference. 

BRIEF DESCRIPTION OF THE DRAWINGS 

(1) variations in the tissue composition being probed by 25 
the sensor from subject to subject, i.e., variations in the 
relative amounts of fat, bone, brain, skin, muscle, 
arteries, veins, etc.; FIG. 1 is a chart of the absorption characteristics of 

oxyhemoglobin (HbO2) and reduced hemoglobin (Hb) ver-

30 
sus wavelength showing prior art near red and infrared LED 
wavelengths; 

(2) variations in the hemoglobin concentration in the 
tissue being probed, for example caused by vasal 
dilations or vasal constrictions, and any other physical 
cause which affects blood perfusion in the tissue being 
probed; and 

(3) variations in the amount of force applied between the 
sensor and the tissue being probed, thus affecting the 35 

amount of blood present in the nearby tissue. 
In one embodiment, the present invention provides a fetal 

pulse oximeter sensor with a light source optimized for the 
fetal oxygen saturation range and for maximizing the immu­
nity to perturbation induced artifact. Preferably, a far red and 40 

an infrared light source are used, with the far red light source 
having a mean wavelength between 700-790 nm. The 
infrared light source can have a mean wavelength as in prior 
art devices used on patients with high saturation, i.e., 
between 800---1000 nm. As used herein, "high saturation" 45 

shall mean an arterial oxygen saturation greater than 70%, 
preferably greater than 75%, alternatively greater than 80%, 
optionally greater than 90%. 

The fetal sensor of the present invention is further opti­
mized by arranging the spacing between the location the 50 

emitted light enters the tissue and the location the detected 
light exits the tissue to minimize the sensitivity to pertur­
bation induced artifact. 

According to a preferred embodiment, electrooptic trans­
ducers (e.g., LEDs and photodetectors) are located adjacent 55 

to the tissue where the light enters and exits the tissue. 
According to an alternate embodiment, the optoelectric 
transducers are located remote from the tissue, for example 
in the oximeter monitor, and optical fibers interconnect the 
transducers and the tissue with the tissue being illuminated 60 

from an end of a fiber, and light scattered by the tissue being 
collected by an end of a fiber. Multiple fibers or fiber bundles 
are preferred. 

The present invention recognizes that the typical oxygen 
saturation value for a fetus is in the range of 5-65%, 65 

commonly 15-65%, compared to the 90% and above for a 
typical patient with normal (high) saturation. In addition, a 

FIG. 2 is a graph of red/IR modulation ratio versus 
oxygen saturation; 

FIG. 3 is a diagram illustrating light penetration through 
different layers of tissue at different distances; 

FIG. 4A is a chart of the variation in extinction and 
scattering coefficients over a range of wavelengths for 
different saturation values; 

FIG. 4B is a table of the values of FIG. 4A; 

FIG. 5 is a diagram illustrating the placing of a sensor on 
a fetus; 

FIG. 6 is a graph illustrating the spectrum of an LED 
according to the present invention; 

FIGS. 7-18 are graphs showing experimental modeling of 
the modulation ratio and saturation error as a function of 
saturation for different red and infrared wavelength combi-
nations; 

FIGS. 19-23 are charts illustrating saturation and the 
error due to applied force for different combinations of 
emitter wavelength and emitter-detector spacing from 
experiments done on sheep; 

FIGS. 24 and 25 are diagrams illustrating the construction 
of a sensor according to the present invention; 

FIGS. 26A-B are diagrams of a single package, dual 
emitter package used in the present invention; and 

FIG. 27 is a block diagram of a pulse oximeter according 
to the present invention. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

An understanding of the design of the fetal sensor accord­
ing to the present invention requires an understanding of the 
environment in which the sensor will operate. FIG. 3 illus­
trates the layers of tissue in a typical fetus location where a 
sensor may be applied. Typically, there would be a first layer 
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of skin 12, perhaps followed by a layer of fat 14, a layer of 
muscle 16, and a layer of bone 18. This is a simplified view 
for illustration purposes only. The contours and layers can 
vary at different locations. For instance, bone would be 
closer to the surface on the forehead, as opposed to closer 5 

muscle on the neck. Such variations in sites can produce the 
first type of perturbation artifact mentioned in the 
summary-artifact due to variations in tissue composition. 

The general paths of light from an emitter 20 to a 
photodetector 22 are illustrated by arrows 24 and 26. Arrow 10 

24 shows light which passes almost directly from emitter 20 
to detector 22, basically shunted from one to the other, 
passing through very little blood perfused tissue. Arrow 26, 

6 
pairs (i.e., 660 nm and 892 nm), as illustrated by points A 
and B on curve 101. 

For low tissue oxygen saturation, points C and Don curve 
102 graphically indicate that there is a very significant 
mismatch between the product of the absorption and scat­
tering coefficients of the 660 nm near red and 892 nm 
infrared light, with the near red light being more strongly 
absorbed and scattered. This very significant absorption and 
scattering mismatch results in very different tissue being 
probed by the near red and infrared light which significantly 
degrades the accuracy of the arterial oxygen saturation 
calculation. In addition, when a large range of low arterial 
oxygen saturations need to be accurately calculated, as when 
monitoring a fetus during labor where the range of arterial 
oxygen saturations can extend between 15% and 65%, it is 
evident from FIG. 4A that not only does a significant 
mismatch between the rates of absorption and scattering of 
the near red and infrared light exist, but that the amount of 
mismatch will vary significantly as arterial oxygen satura-

on the other hand, illustrates the deeper penetration of 
another path of the light. The depth of penetration is affected 15 

by the wavelength of the light and the saturation. At low 
saturation, infrared light penetrates deeper than near red, for 
instance. The deeper penetration can result in an undesirable 
variation between the infrared and red signals, since the IR 
signal will pass through more different layers. 20 tion varies, thus causing a differential inaccuracy of oxygen 

saturation estimates which varies with the arterial saturation. Also illustrated in FIG. 3 is the effect of using an emitter 
28 which is spaced on the tissue at a greater distance from 
a detector 30 than the first pair 20, 22 described. As can be 
seen, this greater separation results in the penetration of a 
larger amount of tissue, as indicated by arrows 32 and 34. 25 

Thus, the greater spacing increases the depth of penetration, 
although it will reduce the intensity of the signal received at 
the detector due to more attenuation from more of the light 
being absorbed in the tissue and the greater light propagation 
distances involved. 30 

The second type of perturbation mentioned in the sum­
mary is variations in the concentration of blood in the tissue 
from patient to patient or over time. A lower concentration 
results in less absorption, increasing the penetration depth. 

35 
The inventors estimate that the mean penetration depth of 
photons in a medium is related to the product of the 
absorption and scattering coefficients, and this estimate is 
consistent with the findings of Weiss et al., Statistics of 
Penetration Depth of Photons Re-emitted from Irradiated 

40 
Tissue, Journal of Modern Optics, 1989, vol. 36, No. 3, 
349-359, 354, the disclosure of which is incorporated herein 
by reference. 

On the other hand, points D and Eon curve 102 in FIG. 
4A illustrate advantages of a preferred embodiment of the 
invention of choosing first and second wavelengths, i.e., 732 
nm and 892 nm, which have absorption and scattering 
characteristics which are more closely balanced as compared 
to the prior art pairing of 660 nm and 892 nm for 40% tissue 
oxygen saturation. As can be appreciated, since the 732 nm 
extinction and scattering coefficients more nearly match the 
892 nm extinction and scattering coefficients, improved 
overlap of the tissue being probed by the two wavelengths 
of light result. In addition, 732 nm results in a smaller 
variation of the extinction and scattering coefficients as a 
function of oxygen saturation as compared to 660 nm, thus 
resulting in better and more accurate oxygen saturation 
estimates over a wider range of saturations. The tissue 
oxygen saturation values shown in FIG. 4A are closely 
correlated to arterial oxygen saturation values. In general, a 
given value of tissue oxygen saturation corresponds to a 
higher value of arterial oxygen saturation. For example, the 
inventors estimate that 85% tissue oxygen saturation corre­
sponds to roughly 100% arterial oxygen saturation. 

A preferred embodiment of the invention is to optimize Absorption of light in tissue in the visible and near 
infrared region of the electromagnetic spectrum is domi­
nated by the absorption characteristics of hemoglobin. 
Absorption coefficients of hemoglobin can be found in the 
literature, for example Zijlstra, et al., "Absorption spectra of 
human fetal and adult oxyhemoglobin, de-oxyhemoglobin, 
carboxyhemoglobin and methemoglobin", Clinical 
Chemistry, 37/9, 1633-1638, 1991 (incorporated herein by 
reference). Measured scattering coefficients of tissue are 
influenced by the methodology of measurement and the 
model used to fit the data, although there is general agree­
ment in the relative sensitivity to wavelength regardless of 
method. Tissue scattering coefficients used by the inventors 

45 
the wavelengths used for a sensor to estimate fetal arterial 
oxygen saturation during labor where the saturation of 
interest is below 70%, a typical range of interest being 
between 15% and 65%. Attempting to match or balance the 
rates of absorption and scattering of the two wavelengths in 

50 
a fetal sensor is particularly useful since the amount of 
perturbation induced artifacts are so severe in number and 
magnitude. For example, for a surface reflection sensor, it is 
difficult to know a priori where on the fetus the sensor will 
be located. For example, sometimes it will be on the head, 

55 
other times the cheek. Hence, the tissue composition varies 
from application to application. In addition, the force by 
which the sensor is applied will vary during labor thus 
introducing still additional perturbation induced artifacts. 

are based on diffusion theory, and are taken from Schmitt, 
"Simple photon diffusion analysis of the effects of multiple 
scattering on pulse oximetry", IEEE Transactions on Bio­
medical Engineering, Vol. 38, No. 12, December 1991, the 60 
disclosure of which is incorporated herein by reference. 

Another preferred embodiment of the invention is to use 
the sensor of the invention for cardiac patients whose range 
of saturation, where accuracy in calculations is important, is 
from 50% to 80%. FIG. 4A is a graph showing the product of the absorption 

and scattering coefficients for 0%, 40%, 85% and 100% 
saturations for wavelengths between 600 nm and 1,000 nm. 
For 85-100% tissue oxygen saturation, good balance or 65 

correlation exists between the product of the absorption and 
scattering coefficients of conventionally chosen wavelength 

FIG. 5 illustrates the placement of a sensor 410 on a fetus 
412. The sensor is connected by a cable 414 to an external 
pulse oximeter monitor. As can be seen, sensor 410 is 
wedged between a uterine wall 416 and the fetus 412. In this 
instance, the sensor is on the side of the fetus' forehead. This 
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wedging of the sensor applies a force to the skin immedi­
ately below the sensor, which reduces the amount of blood 

8 
source in a particular sensor 200. In one embodiment, 
multiple resistor values may be assigned to select different 
sets of coefficients. In another embodiment, the same resis­
tors are used to select from among the coefficients appro-

in the local tissue. This reduces the amount of blood the light 
signal will pass through, thus increasing the difficulty of 
obtaining an accurate blood oxygenation reading. 

In choosing an optimum LED wavelength, it must be kept 
in mind that LEDs have a spectral width, and are not a single 
narrowband wavelength device like a laser. FIG. 6 illustrates 

5 priate for an infrared source paired with either a near red 
source or far red source. The selection between whether the 

the spectral spread of one preferred wavelength for a sensor 
according to the present invention, showing the far red 10 

wavelength at 735 nm as being the peak wavelength. 
However, arrow 510 indicates a distribution of wavelengths 
which can be approximately 25 nm wide at which the 
intensity level is approximately 50% of that of the peak 
wavelength. In addition, when manufacturing LEDs, it is 15 

difficult to tightly control the mean wavelength. Thus, a 
purchaser specifying a particular wavelength, such as a 735 
nm wavelength in an embodiment of the present invention, 
will expect to receive LEDs whose actual mean wavelength 
can vary by 10, 20 or more nanometers from the specified 20 

value. A narrow range is typically achieved by testing and 
sorting. 

FIG. 27 is a block diagram of one embodiment of a pulse 
oximeter implementing the present invention. Light from 
light source 210 passes into patient tissue 212, and is 25 

scattered and detected by photodetector 214. A sensor 200 
containing the light source and photodetector may also 
contain an encoder 216 which provides signals indicative of 
the wavelength of light source 210 to allow the oximeter to 
select appropriate calibration coefficients for calculating 30 

oxygen saturation. Encoder 216 may, for instance, be a 
resistor. 

Sensor 200 is connected to a pulse oximeter 220. The 
oximeter includes a microprocessor 222 connected to an 

35 
internal bus 224. Also connected to the bus is a RAM 

near red or far red set will be chosen can be selected with a 
control input from control inputs 254. Control inputs 254 
may be, for instance, a switch on the pulse oximeter, a 
keyboard, or a port providing instructions from a remote 
host computer. 

The inventors of the present invention use both modeling 
and prototypes to achieve the optimized sensor set forth 
herein. Several theoretical models exist for describing the 
scattering of light within tissue. The models used by the 
inventors assume isotropic scattering within a homogeneous 
tissue bed. Even though this is a simplification of the true 
nature of light scattering in tissue ( tissue is inhomogeneous 
and light is scattered primarily in the forward direction), 
these models are useful for predicting behaviors of pulse 
oximetry, and the sensitivity to many design parameters. 

Utilizing such a model, different choices of LED wave-
lengths were explored. Tissue characteristics were numeri­
cally defined and the basis ( calibration) correlation between 
SaO2 and modulation ratio was calculated for each wave­
length pair considered. Change in physiological condition 
was simulated by revising one or more of the numerically 
defined physical parameters. SpO2 was recalculated from 
the resulting modulation ratio, and the saturation region 
where errors were minimized was noted. For arterial satu­
rations above 80% the conventional wavelength choice of 
660 nm paired with 890 nm results in optimum performance, 
while for arterial saturations below 70%, 735 nm band 
emitters paired with 890 nm gives improved stability. 

FIGS. 7 through 18 show the predicted errors due to 
changing the tissue blood volume to one fourth the basis 
value for a variety of red and IR LED wavelength pairs. The 
A figures (such as 7A) show the modulation ratio vs. SaO2 . 

40 
The B figures (7B) show the saturation error vs. SaO2 . This 
perturbation simulates the effects of blood volume variations 
within the patient population, anemia, ischemia, or localized 
exsanguination of blood in the tissue. 

memory 226 and a display 228. A time processing unit 
(TPU) 230 provides timing control signals to light drive 
circuitry 232 which controls when light source 210 is 
illuminated, and if multiple light sources are used, the 
multiplexed timing for the different light sources. TPU 230 
also controls the gating-in of signals from photodetector 214 
through an amplifier 233 and a switching circuit 234. These 
signals are sampled at the proper time, depending upon 
which of multiple light sources is illuminated, if multiple 

45 
light sources are used. The received signal is passed through 
an amplifier 236, a low pass filter 238, and an analog-to­
digital converter 240. The digital data is then stored in a 
queued serial module (QSM) 242, for later downloading to 
RAM 26 as QSM 242 fills up. In one-embodiment, there 

50 
may be multiple parallel paths of separate amplifier filter and 
ND converters for multiple light wavelengths or spectrums 
received. 

A detector and decoder module 242 determines the wave­
length of the light source from encoder 216. One embodi­
ment of circuitry for accomplishing this is shown in com­
monly assigned U.S. Pat. No. 4,770,179, the disclosure of 
which is hereby incorporated by reference. 

Based on the value of the received signals corresponding 

55 

to the light received by photodetector 214, microprocessor 60 

222 will calculate the oxygen saturation using well-known 
algorithms. These algorithms require coefficients, which 
may be empirically determined, corresponding to, for 
example, the wavelengths of light used. These are stored in 
a ROM 246. The particular set of coefficients chosen for any 65 

pair of wavelength spectrums is determined by the value 
indicated by encoder 216 corresponding to a particular light 

Sensitivity of the calibration to a change in tissue blood 
concentration is shown for several pairings of red and IR 
wavelengths. In each case, the LED has no secondary 
emission, and the perturbation is in going from a nominal 
2% blood concentration in the tissue to 0.5%. 

Figure Table 

IR LED 

red LED 805 nm 890 nm 940 nm 

660 nm 7 8 9 
700 nm 10 
730 nm 11 12 13 
760 nm 14 15 16 
790 nm 17 18 

FIGS. 7-9 show the type of performance found in con­
ventional pulse oximeters. FIGS. 10---18 show shifting of the 
optimum performance region from saturations above 80% to 
lower saturations when the red LED wavelength is chosen in 
the 700 nm-790 nm region of the spectrum. Light scattering 
is minimally affected by changes in oxygenation, but light 
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absorption is significantly affected as reduced hemoglobin in 
the tissue changes to oxyhemoglobin or vice-versa. Pulse 
oximetry's optimum performance region occurs when there 
is a balance of the two channels' scattering and absorption 
properties within blood perfused tissue. Balance occurs 
when there is a good overlap of the volumes of tissue probed 
by the two channels, requiring that the penetration depth of 
light at the two wavelengths be matched. At the higher 
saturations, this optimum balance occurs with the pairing of 
wavelengths with a red emitter in the 660 nm band, while at 
the lower saturations the balance improves with the use of a 
red emitter in the 730 nm band. The variation of the IR LED 
from 805 to 940 nm does not produce a significant difference 
in performance. 

When using an LED pair near 730 nm and 890 nm for 
pulse oximetry, the sensitivity of modulation ratio to 
changes in oxygen saturation (i.e., the slope of the curve in, 
for example, FIG. 1) is reduced relative to the use of 660 nm 
and 890 nm, but the measurement becomes more robust to 
changes in the tissue characteristics other than oxygen 
saturation. Noise in the measurement of modulation ratio 
due to factors such as instrument electronics noise, 
digitization, or ambient light interference, become more 
important but can generally be accounted for with good 
instrument design and appropriate signal processing. The 
bias and deviations due to tissue optical properties, however, 
become less significant with the proper choice of emitter 
wavelengths when they are chosen based on the saturation 
region of primary interest. 

The inventors conducted empirical tests on sheep using 
prototype sensors. The empirical observations support the 
use of 735 nm band red LEDs in the design of a pulse 
oximeter that is more robust to perturbation induced artifacts 
at the lower saturation region. Reflectance pulse oximetry 
sensors were fabricated using conventional 660 nm-890 nm 
LED pairs, and with 735 nm-890 nm pairs. 

FIGS. 19-23 show that measurements were taken at a 
range of oxygen saturation values indicated along the X axis 
from approximately 100% oxygen saturation to less than 
10%. The plots show the calculated saturation (SpO2 ) for 
each actual saturation (SaO2 ) value. The actual saturation 
value is determined by simultaneously drawing blood 
samples from an arterial catheter placed in the left femoral 
artery. SaO2 is measured on a laboratory co-oximeter 
(Instrument Labs IL 282 or Radiometer OSM-3). This is the 
value used on the X axis in these figures. 

As can be seen, the diagonal line in FIGS. 19, 20, and 22 
indicates the desired result where the calculated value is 
equal to the actual value as measured with the catheter. The 
tests illustrated in FIGS. 19, 20, and 22 were done with a 
nominal force of approximately 50 grams applied to the 
sensor holding it against the skin. 

Using the 660 nm sensor with center-to-center emitter/ 
detector spacing of 14 mm at the tissue, FIG. 19 shows that 
sensor calibration is very sensitive to the type of tissue 
probed. The calibration on the head and neck are very 
different. 

10 
ing. FIG. 23 shows that this sensor is also insensitive to force 
applied to the sensor (perturbation induced artifact). 

It was experimentally confirmed that increasing the 
emitter/detector center-to-center spacing from 5.8 mm for 

5 735 nm/890 nm LED wavelengths decreased the sensitivity 
to perturbation induced artifacts, with good performance 
being achieved by an emitter/detector separation equal to or 
greater than 10 mm. 

Both the modeling and the actual experiments illustrate an 
10 improvement in reliability of a saturation measurement 

achieved by optimizing the red wavelength to be within 
700-790 nm range. In addition, reduction of the saturation 
error reading in the presence of force artifact is achieved by 
increasing the spacing of the emitters from the detector. 

15 f The force applied to the sensor causes exsanguination o 
the surface tissue, further magnifying the remaining dispari­
ties due to the inhomogeneity of the tissue, or causing 
shunting of light between the emitter and detector, thus 
causing errors in the saturation calculation. These are com-

20 
pensated for by wider emitter/detector spacing, which 
results in the light from the red and infrared LEDs penetrat­
ing deeper into the tissue, thus increasing the likelihood of 
their going through, on the average, the same combination of 
tissue structures, as illustrated in FIG. 3. 

25 
FIG. 24 is a top view of a sensor according to one 

embodiment of the present invention. The sensor face 110 
supports a far red LED 112 and an infrared LED 114. These 
are spaced by a distance of 14 mm center-to-center from a 

30 detector 116. Preferably, the centers of the far red and 
infrared LEDs are no more than 0.5 mm apart. The sensor 
face is connected by a cable 118 to a connector 120 for 
connection to the pulse oximeter monitor. FIG. 25 shows a 
side view of the sensor of FIG. 24, illustrating the fulcrum 

35 portion 122 of the sensor and sensor back 132. When placed 
in utero, the uterus will apply a force to the sensor back 132 
and deform the fulcrum 122. As can be seen, this technique 
results in a force being applied to the sensor resulting in 
good sensor-fetus contact but possibly resulting in local 

40 exsanguination of the tissue. It should be noted that any 
sensor embodiment will have possible local exsanguination. 

The modeling and empirical tests show that the nature of 
the correlation between modulation ratio and saturation in 
pulse oximetry is related to tissue optical properties, and that 

45 the sensitivity to varying perturbation induced artifacts can 
be affected by choice of emitter wavelengths. For high 
oxygen saturations, the choice of 660 nm and 890 nm band 
emitters is well suited for stable pulse oximetry calculations, 
while 700-790 nm and 890 nm band emitters perform better 

50 at low saturations. Other wavelength combinations may be 
chosen from elsewhere in the visible and near infrared 
portion of the spectrum by following an analysis similar to 
the one described here. Currently, however, overall instru­
ment design considerations ( e.g., electronic signal-to-noise 

55 and potential shunting of light with narrowly spaced com­
ponents in a reflectance probe) favor the use of the wave­
lengths discussed. By using the analysis described, other 
improvements to pulse oximetry are possible. FIGS. 19-23 
illustrate the results of these tests for several prototype Using the 735 nm sensor with a 5.8 mm center-to-center 

emitter/detector spacing at the tissue, the bias between the 60 

head and neck is greatly reduced as illustrated by FIG. 20. 
There is, however, still substantial sensitivity to surface 
exsanguination. This is apparent in FIG. 21 which illustrates 

sensors. 
FIGS. 26A and 26B are front and side views of a single 

package containing emitters 112 and 114 of FIGS. 24 and 25. 
Both emitters are encapsulated in a single semiconductor 
package, to make the package more compact to provide the the effect of a perturbation induced artifact (sensor applied 

force). 
FIG. 22 shows the location insensitivity of a 735 nm 

sensor with a 14 mm center-to-center emitter/detector spac-

65 miniaturization which is advantageous for a fetal sensor 
application. In the embodiment of FIG. 26A, emitter die 112 
is mounted via a conductive epoxy 130 to a substrate 132. 

IPR2025-01252 Page 00021



US 6,662,033 B2 
11 

Substrate 132 takes the form of a metal plating, an exterior 
portion 134 of which forms the outside lead to the package. 
Emitter 114 is mounted on top of metal substrate 136, an 
exterior 138 of which forms the second lead. 

The electrical connection to emitter 114 is provided 5 

through lead 138 on one side up through the conductive 
epoxy, and through the other side via a wire bond 140, which 
connects to the other lead 134. Similarly, lead 134 connects 
through conductive epoxy 130 to the second emitter 112, 
with the other side of emitter 112 connected via a wire bond 10 

142 to lead 138. Accordingly, as can be seen, applying a 
voltage with a first polarity to the two leads 134 and 138 will 
turn on one of the emitters, and turn off the other, while 
reversing the polarity will reverse which emitter is turned on 
and which emitter is turned off. Both of the emitters and their 15 

corresponding substrates are encapsulated in a package 144 
which may, for instance, be plastic. 

FIG. 26B is a side view showing the encapsulated pack-
age 144 from the side, and illustrating the emitting light 146 
from emitters 112, 114. The structure of FIGS. 26A-26B is 20 

compact and usable for a fetal application. Preferably, the 
distance between the centers of the two emitter dies 112 and 
114 is less than 2 mm. This way the package's wiring allows 
the package to have two leads, as opposed to four leads 
which would be required by using two separate emitter 25 

packages. 
As an alternative to using a far red and an infrared LED, 

other methods for producing selected light spectrums of two 
different wavelengths can be used. For example, lasers could 
be used rather than LEDs. Alternately, a white light or other 30 

light source could be used, with the wavelength being 
optimized at the detector. This could be done by using 
appropriate filters in front of either the light source or the 
detector, or by using a wavelength sensitive detector. If 
filters are used, they could be placed in front of alternate 35 

detectors or emitters, or filters could be alternately activated 
in front of a single emitter or detector. 

A pulse oximeter for use over a broad saturation range can 
utilize multiple wavelength pairs ( e.g., both 660 nm and 730 

40 
nm band emitters coupled with a 900 nm-emitter), with the 
appropriate emitter pair chosen for use in the calculation of 
SpO2 based on the estimated value of the oxygen saturation. 

Such a pulse oximeter could be implemented with two or 
more red LEDs, or alternately could be implemented with a 45 
single light source and multiple filters, or multiple wave­
length sensitive detectors. Different red wavelength spec­
trums could be utilized, based on the saturation of the 
patient. 

As will be understood by those with skill in the art, the 50 
present invention can be embodied in other specific forms 
without departing from the essential characteristics thereof. 
The wavelength could be varied while still optimizing in 
accordance with the present invention. Also, light pipes, 
light fibers, multiple filters, or multiple detectors could be 55 
used in accordance with the concepts of the present inven­
tion. Different sensors than the fulcrum structure as set forth 
in FIG. 25 could be used, such as a bladder structure for 
inflating and holding the sensor against the fetus. 
Accordingly, reference should be made to the appended 60 
claims for defining the scope of the invention. 

What is claimed is: 
1. A method for measuring blood oxygen saturation in a 

fetus, comprising the steps of: 
providing a sensor and a pulse oximeter; 65 

selecting a far red and infrared light source and a light 
detector; 

12 
detecting light at said detector including an infrared 

wavelength spectrum useful for measuring oxygen 
saturation in a patient with high saturation, the detected 
light including a far red wavelength spectrum which 
has a mean wavelength between 700 and 790 nanom­
eters; 

placing said light sources in a single encapsulated pack­
age and mounting said package on said sensor; 

placing said sensor on said fetus; 

measuring an intensity of light from said light source at 
said light detector after scattering through a portion of 
said fetus; and 

determining said blood oxygen saturation using said 
intensity and said pulse oximeter. 

2. The method of claim 1 further comprising the steps of: 

selecting a second red light source; 

selecting a wavelength spectrum of said second red light 
source to have a mean wavelength less than 700 
nanometers; and 

selectively activating either or both said first mentioned or 
second red light source. 

3. A fetal pulse oximeter sensor comprising: 

a housing; 

at least one light source mounted in said housing; 

at least one detector mounted in said housing; 

means for detecting light subsequent to being scattered by 
fetal tissue, the light including an infrared light 
spectrum, said infrared spectrum having a range useful 
for measuring oxygen saturation in a patient with high 
saturation, the detected light also including a red light 
spectrum, said red light spectrum having a mean wave­
length between 700 and 790 nanometers; 

said detector being mounted in said housing spaced from 
said light sources and positioned to detect light from 
said light sources; and 

in which the combination of the light source and detector 
limit light signals received at the detector from the light 
source to no more than three spectra. 

4. The sensor of claim 3 wherein said light source 
comprises at least one LED. 

5. The sensor of claim 3 wherein said light source 
comprises red and infrared light sources spaced from said 
detector by at least 10 mm. 

6. The sensor of claim 3 wherein said light source 
comprises red and infrared light sources spaced from said 
detector by at least 14 mm. 

7. The sensor of claim 3 wherein said means for providing 
comprises a light source which emits a limited spectrum. 

8. The sensor of claim 3 wherein said means for providing 
comprises a filter between said light source and said detector 
for passing a limited spectrum of light. 

9. The sensor of claim 3 wherein said means for providing 
comprises a wavelength sensitive detector which detects a 
limited spectrum of light. 

10. The sensor of claim 3 further comprising: 
means for providing a red light spectrum having a mean 

wavelength less than 700 nanometers. 
11. The sensor of claim 10 wherein 
said means for providing a red light spectrum having a 

mean wavelength between 700 and 790 nanometers is 
a first light emitting diode; and 

said means for providing a red light spectrum having a 
mean wavelength less than 700 nanometers is a second 
light emitting diode. 
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12. A fetal pulse oximeter comprising: 

an input connector for receiving at least first and second 
signals from a sensor obtained by scattering light 
through tissue of a fetus, the light having at least red 
and infrared spectrums and being limited to more than 5 

three spectra; 

14 
limit light signals received at the detector from the light 
source to no more than three spectra, a first spectrum 
including 735 nanometers at an intensity of at least 50% of 
the intensity of any other wavelengths in said first spectrum. 

15. The sensor of claim 14, wherein a second spectrum 

a memory storing coefficients suitable for said infrared 
spectrum having a range useful for measuring oxygen 
saturation in a patient with high saturation and said red 
light spectrum having a mean wavelength between 700 
and 790 nanometers; and 

has a mean wavelength of from 805 to 940 nm used, in 
conjunction with said first spectrum, for measuring oxygen 
saturation in a patient, said sensor being connectable to a 
pulse oximeter for using said first and second spectra to 

10 calculate arterial oxygen saturation. 
16. A sensor as claimed in claim 14 in which a third 

spectrum has a mean wavelength near 660 nm. 
17. The sensor of claim 14 wherein said sensor 1s a 

a processor, coupled to said memory and said input 
connector, for calculating the oxygen saturation of said 
fetus using said coefficients. 

13. The pulse oximeter of claim 12 wherein said memory 
further comprises: 

15 reflectance sensor. 

coefficients for a red light spectrum having a mean 
wavelength less than 700 nanometers. 

14. A fetal pulse oximeter sensor which comprises a 20 
housing with at least one light source and at least one light 
detector mounted in the housing in such a way that the 
detector is spaced from the light source and can detect light 
from the light source after scattering by fetal tissue, in which 
the combination of the light source and the light detector 

18. The sensor of claim 14 wherein said sensor 1s a 
transmission sensor. 

19. The sensor of claim 14 wherein said light source and 
said light detector are spaced apart by at least 10 cm. 

20. The sensor of claim 14 wherein said light source and 
said light detector are spaced apart by at least 14 cm. 

21. The sensor of claim 14 wherein only a single said light 
detector is provided in said sensor. 

* * * * * 
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