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Mass spectrometry for proteomics
Xuemei Han1, Aaron Aslanian1,2 and John R Yates III1
Mass spectrometry has been widely used to analyze biological

samples and has evolved into an indispensable tool for

proteomics research. Our desire to understand the proteome

has led to new technologies that push the boundary of mass

spectrometry capabilities, which in return has allowed mass

spectrometry to address an ever-increasing array of biological

questions. The recent development of a novel mass

spectrometer (Orbitrap) and new dissociation methods such as

electron-transfer dissociation has made possible the exciting

new areas of proteomic application. Although bottom-up

proteomics (analysis of proteolytic peptide mixtures) remains

the workhorse for proteomic analysis, middle-down and top-

down strategies (analysis of longer peptides and intact

proteins, respectively) should allow more complete

characterization of protein isoforms and post-translational

modifications. Finally, stable isotope labeling strategies have

transformed mass spectrometry from merely descriptive to a

tool for measuring dynamic changes in protein expression,

interaction, and modification.
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Introduction
The complete characterization of all proteins has been

the goal of proteomics since its inception almost 25 years

ago. The features by which a protein can be described are

many; these include but are not limited to expression,

localization, interaction, domain structure, modification,

and activity. If the proteome of an organism is considered

to be all protein forms expressed, including splice iso-

forms and post-translational modifications (PTMs), this

represents a considerably complex body of information to

gather, whereas the genome of an organism generally

does not vary from cell to cell; such is not the case for

the proteome. Even for a single cell, the proteome will
www.sciencedirect.com
change in response to different stimuli. Traditional tech-

niques have focused on understanding the function of

individual proteins. Coinciding with the availability of

completed genome sequences, there has been a shift to

more comprehensive proteome analyses.

Among the toolkit of techniques with which proteins can

be investigated on a large scale, mass spectrometry (MS)

has gained popularity because of its ability to handle the

complexities associated with the proteome. Other tech-

niques such as two-dimensional gel electrophoresis (2DE),

two-hybrid analysis, and protein microarrays fail to achieve

the depth of informative proteome analysis seen with MS.

The three primary applications of MS to proteomics are

cataloging protein expression, defining protein inter-

actions, and identifying sites of protein modification.

The use of MS for proteomics is not the application of a

single technique for all purposes but rather a collection of

methodologies, each with strengths suited to particular

inquiries. For any MS experiment, consideration should

be given to the type of instrumentation, fragmentation

method, and analysis strategy best suited to an individual

sample. This review will focus on these topics with empha-

sis on new developments and their recent applications.

Mass spectrometric instrumentation for
proteomics
Fundamentally, MS measures the mass-to-charge ratio

(m/z) of gas-phase ions. Mass spectrometers consist of an

ion source that converts analyte molecules into gas-phase

ions, a mass analyzer that separates ionized analytes on

the basis of m/z ratio, and a detector that records the

number of ions at each m/z value. The development of

electrospray ionization (ESI) [1] and matrix-assisted laser

desorption/ionization (MALDI) [2], the two soft ioniz-

ation techniques capable of ionizing peptides or proteins,

revolutionized protein analysis using MS. The mass ana-

lyzer is central to MS technology. For proteomics

research, four types of mass analyzers are commonly used:

quadrupole (Q), ion trap (quadrupole ion trap, QIT; linear

ion trap, LIT or LTQ), time-of-flight (TOF) mass ana-

lyzer, and Fourier-transform ion cyclotron resonance

(FTICR) mass analyzer. They vary in their physical

principles and analytical performance. ‘Hybrid’ instru-

ments have been designed to combine the capabilities of

different mass analyzers and include the Q–q–Q, Q–q–
LIT, Q–TOF, TOF–TOF, and LTQ–FTICR. Their

analytical characteristics and capabilities are summarized

in Table 1. Many reviews of MS instrumentation have

been previously published [3,4]. In this review, we sum-

marize the most significant advances over the past two

years in MS technology for proteomics.
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Table 1

Comparison of performance characteristics of commonly used mass spectrometers for proteomics

Instrument Mass

resolution

Mass accuracy

(ppm)

Sensitivity m/z range Scan rate Dynamic

range

MS/MS

capability

Ion source Main applications

QIT 1000a 100–1000 Picomole 50–2000; 200–4000 Moderate 1E3 MSnd ESI Protein identification of low complex

samples; PTM identification

LTQ 2000a 100–500 Femtomole 50–2000; 200–4000 Fast 1E4 MSnd ESI High throughput large scale protein

identification from complex peptide

mixtures by on-line LC–MSn;

PTM identification

Q-q-Q 1000 100–1000 Attomole to

femtomole

10–4000 Moderate 6E6 MS/MS ESI Quantification in selective reaction

monitoring (SRM) mode; PTM

detection in precursor ion and

neutral loss scanning modes

Q-q-LIT 2000a 100–500 Femtomole 5–2800 Fast 4E6 MSnd ESI Quantification in SRM mode;

PTM detection in precursor ion

and neutral loss scanning modes

TOF 10 000–20 000 10–20b; <5c Femtomole No upper limit Fast 1E4 n/ae MALDI Protein identification from in-gel digestion

of gel separated protein band by

peptide mass fingerprinting

TOF–TOF 10 000–20 000 10–20b; <5c Femtomole No upper limit Fast 1E4 MS/MS MALDI Protein identification from in-gel digestion

of gel separated protein band by peptide

mass fingerprinting or sequence

tagging via CID MS/MS

Q-q-TOF 10 000–20 000 10–20b; <5c Femtomole No upper limit Moderate

to fast

1E4 MS/MS MALDI; ESI Protein identification from complex

peptide mixtures; intact protein analysis;

PTM identification

FTICR 50 000–750 000 <2 Femtomole 50–2000; 200–4000 Slow 1E3 MSnd ESI; MALDI Top-down proteomics; high mass accuracy

PTM characterization

LTQ–Orbitrap 30 000–100 000 <5 Femtomole 50–2000; 200–4000 Moderate

to fast

4E3 MSnd ESI; MALDI Top-down proteomics; high mass accuracy

PTM characterization; protein identification

from complex peptide mixtures;

quantification

a Mass resolution achieved at normal scan rate; higher resolution achievable at slower scan rate.
b With external calibration.
c With internal calibration.
d n > 2, up to 13.
e Fragmentation achievable by post-source-decay.
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LTQ–Orbitrap

A new type of mass analyzer, the Orbitrap, was invented

by Makarov in 1999 [5] and was reported as a tool for

proteomics research in 2005 by Hu et al. [6]. In the

Orbitrap, ions are trapped and they orbit around a central

spindle-like electrode and oscillate harmonically along its

axis with a frequency characteristic of their m/z values,

inducing an image current in the outer electrodes that is

Fourier transformed into the time domain producing mass

spectra. On the basis of this development, a new hybrid

mass spectrometer became commercially available very

recently (LTQ–Orbitrap, Thermo Fisher Scientific) [7].

It consists of a LTQ coupled to a C-trap and the Orbitrap.

It combines the robustness, sensitivity, and MS/MS capa-

bility of the LTQ with very high mass accuracy and high-

resolution capabilities of the Orbitrap, and has become a

powerful tool in proteomics. Yates et al. reported using the

LTQ–Orbitrap for peptide analysis of a digested human

saliva sample in a shotgun bottom-up fashion [8�]. The

instrument is capable of mass resolution in excess of

40 000 and mass measurement accuracies of less than

2 ppm for the analysis of complex peptide mixtures.

Macek et al. investigated the utility of the Orbitrap

instrument for top-down protein analysis, in which intact

protein standards from 10 to 25 kDa were measured in the

Orbitrap with absolute mass accuracies between 0.92 and

2.8 ppm using the ‘lock mass’ mode of operation, and the

fragment ions produced in the LTQ were accurately

measured by the Orbitrap [9]. In a quantitative analysis

of stable isotope-labeled peptides from complex yeast cell

lysate, Venable et al. demonstrated that the high mass

accuracy, high resolution, large ion capacity, and large

dynamic range of the LTQ–Orbitrap led to as much as

fourfold to fivefold improvements in the number and

quality of the peptide ratio measurements compared to

the LTQ alone [10].

Fragmentation methods

Tandem mass spectrometry (MS/MS) is a key technique

for protein or peptide sequencing and PTM analysis.

Collision-induced dissociation (CID) [11] has been the

most widely used MS/MS technique in proteomics

research. In this method, gas-phase peptide/protein

cations are internally heated by multiple collisions with

rare gas atoms. This leads to peptide backbone fragmen-

tation of the C–N bond resulting in a series of b-fragment

and y-fragment ions. Because of the slow-heating, ener-

getic feature associated with this method, the internal

fragmentation and neutral-losses of H2O, NH3, and labile

PTMs are common. This also results in limited sequence

information for large peptides (>15 amino acids) and

intact proteins.

A new fragmentation technique, electron-capture dis-

sociation (ECD) was introduced by the McLafferty

laboratory in 1998 [12,13�], by which the capture of a

thermal electron by a multiply protonated peptide/
www.sciencedirect.com
protein cation induces backbone fragmentation at the

N–Ca bond to produce c-type and z-type fragment ions.

ECD provides more extensive fragmentation resulting in

richer MS/MS spectra and better sequence coverage, and

the nonergodic feature of ECD preserves labile PTMs.

Therefore, it has become a powerful tool for top-down

analysis of intact proteins [14–16]. However, ECD is most

often constrained to the expensive, highly sophisticated

FTICR instruments.

An analogous technique, electron-transfer dissociation

(ETD) was developed by the Hunt laboratory in 2004

and extends electron-capture-like fragmentation to more

common bench top mass spectrometers [17,18]. In this

process, the electrons transfer from radical anions with

low electron affinity to multiply protonated peptide

cations initiating backbone fragmentation to produce c-

ion and z-ion series. Because the ion/ion reaction is highly

efficient and fast, ETD can easily be performed with

femtomole quantities of peptides on a chromatographic

timescale. ETD MS/MS provides superior sequence

coverage for small-sized to medium-sized peptides and

is highly complementary to conventional CID for pro-

teome identification applications [19�]. ETD can be

utilized to analyze very large peptides as well as intact

proteins with a sequential ion/ion reaction, proton trans-

fer/charge reduction (PTR) by which the ETD produced

multiply charged fragments are deprotonated with even-

electron anions resulting in singly and doubly charged

ions that are readily measured by the bench-top low

resolution ion trap instrument [20,21]. This allows for

the sequence analysis of 15–40 amino acids at both N-

terminus and C-terminus of the protein. ETD has also

shown great promise in labile PTM analyses such as

phosphorylation and glycosylation [22,23��].

Proteomic strategies for protein identification
and PTM characterization
Protein identification via MS is usually carried out in the

form of whole-protein analysis (‘top-down’ proteomics) or

analysis of enzymatically or chemically produced pep-

tides (‘bottom-up’ proteomics). To date various more

efficient and effective MS-based proteomic strategies

have been developed to tackle different biological, ana-

lytical challenges as shown in Figure 1, among which the

separation of peptides and proteins is a key element for

both bottom-up and top-down approaches. These separ-

ation strategies involve multiple steps such as reverse

phase, size-exclusion, isoelectric focusing, ion exchange,

etc. at the protein level and/or peptide level, conducted

off-line or on-line with mass spectrometric analysis, and

have been reviewed in several recent publications

[24,25��].

Shotgun proteomics

Bottom-up strategies, in which peptide detection is used

to infer protein presence, are the standard for large-scale
Current Opinion in Chemical Biology 2008, 12:483–490
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Figure 1

Strategies for MS-based protein identification and characterization. Proteins extracted from biological samples can be analyzed by bottom-up or top-

down methods. In the bottom-up approach, proteins in complex mixtures can be separated before enzymatic (or chemical) digestion followed by

direct peptide mass fingerprinting-based acquisition or further peptide separation on-line coupled to tandem mass spectrometry. Alternatively, the

protein mixture can be directly digested into a collection of peptides (‘shotgun’ approach), which are then separated by multidimensional

chromatography on-line coupled to tandem mass spectrometric analysis. In the top-down approach, proteins in complex mixtures are fractionated

and separated into pure single proteins or less complex protein mixtures, followed by off-line static infusion of sample into the mass spectrometer for

intact protein mass measurement and intact protein fragmentation. An on-line LC–MS strategy can also be used for large-scale protein interrogation.
or high-throughput analysis of highly complex samples.

These are usually conducted in two workflows. ‘Sort-

then-break’ approaches are performed using off-line

protein fractionation and separation before protein diges-

tion, followed by direct peptide analysis by ‘peptide mass

fingerprinting’ (PMF) [26] or further peptide separation

by LC interfaced to a tandem mass spectrometer [27]. In

‘break-then-sort’ approaches, protein digestion is per-

formed without any prefractionation/separation and pep-

tides are separated by multidimensional chromatography

followed by tandem mass spectrometric analysis, typically

using rapidly scanning analyzers such as IT mass spec-

trometers.

The later approach, commonly referred to as ‘shotgun

proteomics’, has gained popularity in the proteomics field

[28]. Tandem mass spectra are collected for as many

peptides as possible, and the results are then searched

by an algorithmic comparison (via SEQUEST [29] or

MASCOT [30]) against a database of proteins derived

from genomic sequencing to identify the peptides. The

resolution and peak capacity of the multidimensional

separation techniques are crucial to the success of the
Current Opinion in Chemical Biology 2008, 12:483–490
analysis. Among these techniques, the multidimensional

protein identification technology (MudPIT) [31] is now

widely implemented and has been applied to analyses of

complete cell lysates, organisms, tissue extracts, subcel-

lular fractions, and other subproteomes [32]. Recent

advances in MudPIT include improved peptide separ-

ation by ultra-high-pressure LC [33] and anion-and-

cation mixed-bed ion exchange techniques [34]. Incorp-

oration of the newly developed LTQ–Orbitrap and ETD

MS/MS technique with MudPIT analysis should improve

peptide accurate mass measurement and peptide frag-

mentation schemes.

Although the shotgun approach is conceptually simple, it

results in greatly increased complexity of the generated

peptide mixture, requiring highly sensitive and efficient

separation. Information is also lost upon the conversion of

intact proteins into a mixture of peptides, which can lead

to incorrect identifications. Not all peptides resulting

from the digestion of a protein can be observed or

correctly identified with MS analysis, especially those

with diverse or unexpected modifications. Furthermore,

the limited dynamic range of mass spectrometric analysis
www.sciencedirect.com
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only allows for the peptides present at high relative

abundance to be preferentially sampled, while infor-

mation regarding the proteins represented as low abun-

dance peptides in the complex mixture is commonly not

obtained.

Top-down proteomics

A newer proteomics strategy known as the top-down

approach involves gas-phase ionization of intact proteins

and subsequent high-resolution mass measurement of

intact protein ions followed by their direct fragmentation

inside the mass spectrometer (mainly FTICR) without

prior digestion [35]. In theory, this approach places the

entire sequence of the protein under examination, and

consequently the top-down approach should enable a

more complete characterization of protein isoforms and

any PTMs than the bottom-up approach. The top-down

approach provides direct examination of modifications

indicated by the mass discrepancy between the measured

mass and the DNA sequence predicted value.

A key to the top-down approach is the ability to fragment

intact proteins. The development of ECD in the FTICR

has greatly improved the dissociation efficiency for small

to medium-sized proteins [12,13�,14–16]. Large proteins

(>�50 kDa), however, could not be readily analyzed

because of the increasing complexity of the gas-phase

protein ion’s tertiary structure with many noncovalent

interactions. Recently, Han et al. demonstrated that the

top-down approach can be used to analyze proteins as

large as 229 kDa by ‘prefolding dissociation’ to dissociate

�240 residues from each terminus [36��]. A related

‘middle-down’ strategy using limited digestion to pro-

duce larger peptides (>5 kDa) has also been used for very

large proteins or specific protein domains of interest [37].

The recent research of the Kelleher and Hunt labora-

tories has shown that the top-down and middle-down

approaches have the capability of tackling challenging

biological problems such as deciphering the ‘histone

code’ [38], which involves the characterization of combi-

natorial acetylations, methylations, and phosphorylations

[39��,40]. The development of new instrumentation and

MS/MS techniques has also expanded demonstrations of

the top-down approach on instruments such as the TOF

[41], ion trap [21], and LTQ–Orbitrap [9].

Although the top-down approach is powerful in protein

modification analysis, it is primarily performed with direct

infusion of a single protein or simple protein mixture

(separated off-line), therefore, the analytical throughput

and efficiency for large-scale proteome analysis is still a

major challenge. To address these limitations, increasing

efforts have been made to improve the front-end separ-

ation of complex protein mixtures and automated

database searching informatics. Recently top-down pro-

teomics has been shown promise for higher throughput

proteome analysis as demonstrated by Bryan et al. in an
www.sciencedirect.com
on-line top-down proteomics strategy on a chromato-

graphic timescale using LTQ–FTICR [42�].

Quantitative proteomics

Although MS is often only used to demonstrate the

presence of a protein or PTM within a sample, it can

also be used to measure dynamic changes in protein and

PTM abundances. Quantification strategies make use of

stable isotopes (2H, 13C, 15N, and 18O) for sample labeling

although label-free methods have also been proposed.

The rationale behind stable isotope labeling is to create a

mass shift that distinguishes identical peptides from

different samples within a single MS analysis.

The introduction of stable isotopes by metabolic labeling

occurs during protein synthesis. Samples can be com-

bined prelysis, eliminating the introduction of processing

errors. Stable isotope incorporation is sequence-indepen-

dent and therefore, uniform across the proteome. Meta-

bolic labeling was first applied to proteomic analysis by

MS using 15N [43]. It has been successfully applied to

model organisms from bacteria to worm to rat [44�,45],

although the practicality of labeling an entire organism

becomes limited for organisms with long generation .

Additionally, the amount of stable isotope present within

each amino acid is dependent on the number of nitrogen

atoms it contains, making downstream analysis more

complex. The use of stable isotope labeling of amino

acids in cell culture (SILAC) has emerged as a popular

alternative in which only selected amino acids are

labeled, typically arginine and lysine [46]. Following

cleavage with trypsin, all peptides contain at least one

labeled amino acid. SILAC has proven useful in measur-

ing the output of signaling networks and discerning true

protein interactions [47��,48�,49].

Post-biosynthetic labeling strategies can be applied to any

set of samples, including primary cell culture and human,

because they are performed post-lysis. However, sample-

processing discrepancies can lead to the introduction of

error with these methods. Enzymatic labeling is per-

formed using H2
18O during the peptide bond hydrolysis

step of the digestion [50]. Carboxyl oxygen exchange can

result in addition of a second 18O, although this reaction is

significantly less efficient and enzyme-dependent. Accu-

rately distinguishing the small mass difference produced

by enzymatic labeling requires an instrument with high

mass accuracy and high mass resolution. Chemical label-

ing targets reactive groups on the side-chains of amino

acids or peptide termini. Consequently, comprehensive

stable isotope incorporation is difficult to achieve because

labeling is sequence-dependent. Side reactions are also a

common problem. Improving on the use of isotope-coded

affinity tags (ICAT) [51], isobaric mass tags are all the

same mass and it is only upon fragmentation that the

different mass tags are observed [52]. The isobaric mass

tag consists of an amine-specific reactive group, a balancer
Current Opinion in Chemical Biology 2008, 12:483–490
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group, and a reporter mass group. The peptide amino-

termini and lysine side-chains are targeted by the amine-

specific reactive group. A popular version of isobaric mass

tags is the iTRAQ reagent [53], which has recently

expanded to incorporate up to eight reporter mass ions.

Consequently, the amount of run time required to ana-

lyze multiple samples can be reduced. This is of particu-

lar relevance to biological experiments in which multiple

conditions or multiple time-points are being evaluated

such as signaling networks [54��].

The above examples of metabolic and post-biosynthetic

labeling all provide relative quantification of proteins.

One advantage provided by the use of stable isotope-

labeled synthetic peptides is that absolute measurement

of protein abundance can be achieved. This is possible

because a defined amount labeled synthetic peptide is

added to the sample. Absolute quantification of proteins

uses a synthetic stable isotope-labeled peptide at a known

concentration [55]. The choice of peptide is based on

previous sampling results. The use of synthetic peptides

for protein quantification by MS is typically performed

using selective reaction monitoring (SRM) in which the

intact peptide mass and specific fragment ions are mon-

itored during the course of the run. This information,

along with retention time, increases confidence in pep-

tide assignments. This technique has been used to

monitor phosphorylation events associated with cell cycle

transitions [56].

Conclusions and outlook
Thanks to the combination of developments in new instru-

mentation, fragmentation methods, and analysis strategies,

MS has become an indispensable proteomics tool for the

interrogation of protein expression, protein interaction, and

protein modification. The incorporation of MS into modern

day biology has contributed important insights into com-

plex biological processes such as embryonic stem cell

biology [57,58], kinase signaling networks [59,60], and

disease [61,62]. However, the complete characterization

of the proteome, qualitatively and quantitatively, remains a

tremendous challenge. Low abundance proteins test the

limits of sensitivity and dynamic range of the currently

available methods. The diversity of potential and combi-

natorial PTMs adds another layer of complexity that is not

simple to decipher. Additionally, the impact of single

nucleotide polymorphisms (SNPs) on proteome analysis

by MS has not been fully investigated. Continued

improvements in MS technology and methodology will

be crucial. Finally, the biggest challenge for the future of

MS-based proteomics will be to make use of the infor-

mation that is being gathered.
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